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Cancer is the second leading cause of death worldwide, and it has become a global social
and economic problem due to the continuous rise in incidence and mortality. Traditionally,
there are three major treatment modalities for cancer diseases: surgery, radiotherapy and
systematic therapy (chemo-, hormon-, immunotherapy).
Radiation therapy is applied during the course of disease management in 70 % of cancer
cases and the number of radiation treatments have been growing due to increasingly
efficient treatment methods, precise and homogenous dose delivery. In fact, we may claim
that the number of treated cases is limited by the quantity of available radiotherapy
equipment and/or the relative costs of treatment.
Beside the classical particle acceleration techniques, laser wakefield acceleration (LWFA)
offers a promising compact solution for the production of high and very high energy elec-
tron (VHEE) beams, which have an ultrashort pulse duration with a high instantaneous
dose rate and small source size. These unique properties are of radiobiological as well as
clinical interest.
This thesis is focused on the potential application of high repetition rate LWFA elec-
tron beams for radiotherapy. On the basis of particle-in-cell and Monte Carlo simulations
it is expected that using a commercially available 1 kHz laser system we can generate
electron beams with 35.7 MeV mean energy and 3 pC electron bunch charge at 1 kHz
repetition rate to deliver a dose rate of 18 Gy/min.
This electron beam could be extremely useful for real radiotherapy applications. Thanks
to the high repetition rate, dose delivery can be performed with high precision making
this system a reliable alternative to conventional clinical electron accelerators.
The success of radiation therapy crucially depends on the accuracy of dose delivery
to the target volume. For this reason radiation dosimetry plays an important role in the
successful and safe use of radiotherapy procedures. The consistency and accuracy of the
applied dosimetry methods pre-define the outcomes of these applications.
This thesis presents a version of the well-known ferrous sulfate – benzoic acid – xylenol
orange (FBX) chemical dosimeter with improved sensitivity, accuracy and precision. Sen-
sitivity is increased due to a slight modification in composition and the preparation pro-
cedures. We use stock solutions for the preparation of the dosimeter solution, which
consists of 1 mM ferrous sulphate and 16 mM benzoic acid with 0.25 mM xylenol orange
added post-irradiation. The nonlinear response to the absorbed dose of this system is
eliminated by the increased ferrous sulphate concentration, permitting the calculation of
the absorbed dose by a linear relationship between the absorbed dose and the optical
absorbance of the solution.
The measured chemical yield of our dosimeter is 9.08 · 10−6 mol/J for 6 MV photon
beams and 6.42 · 10−6 mol/J for 250 kVp x-rays. This is a 24 % enhancement over the
original FBX solution, which permits a finer dose resolution.
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The accuracy and precision of this method is assured by a well-designed and consis-
tently used practice. A custom-designed multipurpose PMMA slab phantom was used for
irradiation in reference conditions. This phantom can be used for irradiation in reference
conditions of dosimetric solutions, dosimetric films and chemical or biological samples.
The combined standard uncertainty of this system is 1.12 %, which can be improved by
using an appropriate temperature correction factor. Furthermore, a working protocol has
been established which allows dosimetry measurements using less than 1 mL dosimetric
solutions.
The results of this in silico study represent a promising start for further scientific work
on laser-driven electron source development. Further efforts are needed to choose the best
beam steering solution as well as to develop the suitable beam monitoring and dosimetry
system. Taking advantage of their particular future (very short pulse length, high instan-
taneous dose rate, narrow beam size etc.) we may be able to develop novel radiotherapy
techniques such as microbeams, FLASH techniques etc. In case of the developed chemical
dosimeter further work are needed to make our reference dosimetry system more widely
accepted. My aim is to further optimize and refine the dosimetric character- istics and
measurement practices and to ensure the reliability of this system as a reference dosime-
ter. It is also crucial to prove its suitability in various practical situations, especially in
the dosimetry of radiobiological experiments, as well as in radiotherapy measurements.
Furthermore, its suitability for measurements of beams with high instantaneous dose rate
is still an open question.
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Kivonat
A rosszindulatú daganatos betegségek világviszonylatban a második vezető halálok. Az
esetek számának folyamatos növekedése miatt a jelenség komoly szociális és gazdasági
problémát jelent szerte a világban. Kezelésükre, hagyományosan háromféle eljárást alkal-
maznak: sebészeti beavatkozásokat, szisztémás terápiát és sugárterápiát. Köszönhetően
a ma elérhető hatékony sugárterápiás kezelési módszereknek és technológiáknak a sugár-
terápia szinte az összes rákos megbetegedés kezelésénél használható. A kezelések száma
folyamatosan növekszik és ebben gyakorlatilag csak a szükséges infrastruktúra és a ke-
zelések ára szab határt.
A lézer-plazma gyorśıtók, a klasszikus elektrongyorśıtók mellett egy új, hatékony al-
ternat́ıvát nyújthatnak a nagy energiájú elektronnyalábok előálĺıtásában. Ezek az elekt-
ronforrások ultra-rövid nyaláb impulzust szolgáltatnak, ultra-nagy dózisteljeśıtménnyel és
mikrométeres nyaláb átmérővel. Ezek az egyedi tulajdonságok új lehetőségeket nyújthat-
nak úgy a sugárbiológiai kutatásokban mint a sugárterápiás alkalmazások terén.
Dolgozatomban egy nagyfrekvenciás lézer-plazma gyorśıtó klinikai alkalmazhatóságát
vizsgáltam. Particle-in-cell és Monte Carlo szimulációs módszerekkel kimutattam, hogy
egy kommerciális, 1 kHz ismétlési frekvenciájú lézerrendszerrel létre lehet hozni egy
35.7 MeV átlagenergiájú elektronnyalábot, átlag 3 pC impulzustöltéssel. Ezzel a rendszer-
rel elérhető dózisteljeśıtmény 18 Gy/min. A viszonylag kis impulzusonkénti dózisnak és a
nagy ismétlési frekvenciának köszönhetően a sugárdózist nagy pontossággal lehet leadni.
Ezekkel a tulajdonságokkal ez a rendszer valós alternat́ıvát jelenthet a mai, klasszikus
klinikai elektrongyorśıtóknak.
A sugárterápia hatékony és biztonságos alkalmazásában fontos szerepet játszanak a
dozimetriai mérések. A sugárterápiás kezelés sikerének kulcsa az elő́ırt sugárdózis nagy
pontosságú leadása a céltérfogatra. Ehhez nagy pontossággal ismerni kell az alkalmazott
sugárnyaláb fizikai és dozimetriai jellemzőit. Mérésükhöz, a sugárterápiás módszernek
megfelelő dozimetriai rendszer szükséges, mely klinikai feltételek mellett is képes nagy
pontosságú és megb́ızható mérési eredményeket szolgáltatni.
Dolgozatomban bemutatok egy általam kifejlesztett kémiai dozimétert, melyet olyan
különleges körülmények közt is alkalmazni lehet abszolút mérésekhez, ahol más doziméte-
rek nem vagy csak korlátozva képesek mérni. A doziméter a jól ismert FBX t́ıpusú kémiai
doziméter egy továbbfejlesztett változata melynek megnövekedett érzékenységét az eredeti
összetétel megváltoztatásával értem el. A mérések pontosságát és megb́ızhatóságát egy,
az oldat előálĺıtást valamint a mérési folyamatot léıró protokoll következetes használata
biztośıtja. Ehhez egy speciális PMMA fantomot terveztem mely használható a dozimetriai
oldat, dozimetriai filmek, valamint kémiai vagy biológiai minták referencia körülmények
közti besugarazásához.
A dozimetriai oldat új összetétele 1 mM vas-szulfát és 16 mM benzoesav 25 mM-os
kénsav oldata, amihez a besugarazást követően 0.25 mM xylenol orange 25 mM-os kénsav
oldatát adtam. A dozimetriai oldat előálĺıtásához törzsoldatokat használtam, ı́gy az oldat
előálĺıtása könnyebb és gyorsabb. Az oldat nemlineáris dózisválaszát a vas-szulfát kon-
centrációjának növelésével küszöböltem ki, ı́gy az elnyelt dózist egy lineáris összefüggés
alapján számolhatjuk ki a mért abszorpcióból.
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Az új dozimetriai oldat radiokémiai hozama 6 MV fotonsugárzás esetén 9.08·10−6 mol/J,
valamint 250 kVp Röntgen sugárzás esetén 6.42 · 10−6 mol/J, ami egy 24 %-os többletet
jelent az eredeti FBX oldathoz képest. Ez a radiokémiai hozam növekedés érzékenyebb
dózisválaszt biztośıt.
A dozimetriai rendszer kombinált standard bizonytalansága 1.12 % mely tovább csökkent-
hető, ha figyelembe vesszük a rendszer hőmérsékletfüggését is. Továbbá kidolgoztunk egy
olyan mérési módszert is mely lehetővé teszi 1 ml-nél kisebb térfogatú dozimetriai olda-
tokkal való mérést is, mely sugárbiológiai mérések során jelenthet előnyt.
Ugyanakkor további kutatói és fejlesztői munkára van szükség ahhoz, hogy az általam
bemutatott lézeres elektrongyorśıtó elérje a klinikai alkalmazások által elvárt fejeltségi
szintet. Meg kell találni az optimális nyalábformáló technikát, meg kell vizsgálni az energia
és intenzitás moduláció lehetőségét valamint további kutatásokra van szükség a különösen
nagy dózisteljeśıtmény lehetséges biológiai következményeinek alapos ismeretéhez. Ha-
sonlóképpen, további munkára van szükség ahhoz, hogy a továbbfejlesztett kémiai do-
ziméter széles körben elfogadott legyen. Szükség van a doziméter laboratóriumok közti




This work has been carried out during the years 2015–2020 mainly at ELI-ALPS Research
Institute, which is part of the Extreme Light Infrastructure (ELI) project, and at the
Department of Oncotherapy at the University of Szeged, Faculty of Medicine.
Several laser-driven particle sources suitable for radiobiological experiments will be
available at ELI-ALPS [1] in the near future. In order to exploit these sources, the
Biomedical Application Research Group conducts research in the fields of radiobiology,
radiotherapy and medical physics. Our research activities focus on the biological effects
of laser-driven electron, ion and X-ray beams and their potential clinical applications.
We aim to exploit the properties of laser-driven particle sources, improve the efficiency of
radiation therapies, and to contribute to the dosimetry of such types of radiation.
Being a member of this group, I have been responsible for the preparation of the
necessary technical and dosimetric conditions for future radiobiological experiments and
for finding potential clinical applications of laser-driven ionizing radiation. This work
involves comprehensive interdisciplinary studies and computer simulations. I have devoted
particular attention to laser-driven high and very high energy electron beams, as well as
to the potential applications of laser-driven ionizing radiation sources to be installed at
ELI-ALPS in radiobiological and preclinical research. I specifically focus on the dosimetric
properties of the laser-driven electron beam which will be powered by the high repetition
rate SYLOS laser system.
During my activities I have written several Monte Carlo simulation codes using the
Geant4 development framework. These simulations include the detailed description of
irradiation geometry, the physics behind the interaction of ionizing radiation with matter
and the analysis of the obtained data.
Due to the special properties of laser-driven ionizing radiation, the dosimetry of such
radiation beams represents one of the main challenges. To contribute to this research area,
I conducted experiments with the principal aim of devising a comprehensive dosimetry
system for absolute measurements in reference conditions. When implemented, this sys-
tem could subsequently be used in everyday radiotherapy, in radiobiological research, as
well as in the dosimetry of laser-driven ionization radiation.
As a member of the research group I was also trusted with the dosimetry of radiobi-
ological experiments and theoretical studies in collaboration with other research groups
working with laser-driven ionizing radiation sources. Some of these studies were published
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Structure of the thesis
This thesis presents the results of two scientific works. In the introductory part I highlight
the importance of radiotherapy in the modern treatment of neoplastic diseases, an then I
present the current state of radiotherapy technology in general and of laser-driven particle
sources in particular, and the scientific and technical barriers that need to be addressed.
After briefly presenting the history of accelerators, I introduce the dosimetry framework
used in this work, highlighting the expected difficulties of application in case of laser-
driven particle beams.
After this introductory part, the thesis is divided into two sections. Both sections fol-
low the standard scientific structure: each have an introductory part followed by methods,
results and discussion.
The first subject presented here is the theoretical study of the dosimetric properties
of high energy laser-driven electron beams. Based on this study, I have concluded that
such electron beams can be useful for preclinical experiments. After further develop-
ments, such electron beams can be a potential candidate for electron source in clinical
applications. The results of this work are under publication in Nuclear Instruments and
Methods in Physics Research, section A: Accelerators, Spectrometers, Detectors and As-
sociated Equipment.
The second subject is the development of a reliable dosimetry system applicable in
radiobiological and preclinical experiments, as well as in radiotherapy measurements. It
focuses on an enhanced chemical dosimetry system, suitable for dose measurements in the
low dose regime, with high sensitivity and precision. The system will be suitable for the
absolute dosimetry of laser-driven ionizing radiation. The result of this work appeared in
the article “Improved FBX chemical dosimeter system with enhanced radiochemical yield
for reference dosimetry in radiobiology and radiotherapy research”, which was published
in Radiation Physics and Chemistry on 14 April 2020.
The thesis ends with a general conclusion, in which I summarize the main scientific
achievements of my work.
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xv
Publications reltaded to the subjects
of the dissertation
[1] R. Polanek, Z. Varga, E. Fodor, Sz. Brunner, E.R. Szabó, T. Tőkés, and K. Hideghéty.
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Katalin. Zebrafish embryo model for testing potential radioprotective agent. 2015.
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Malignant neoplastic disease or cancer is the second leading cause of death worldwide
and the number is constantly growing. In 2018 (the latest statistical year available from
the Global Cancer Observatory), there were an estimated 18 million cancer cases around
the world. Lung, breast, colorectal and prostate cancers are the most common cancers
worldwide (each contributing 12.3%, 12.3%, 10.6% and 7.5%, respectively, to the total
number of new cases diagnosed in 2018, excluding non-melanoma skin cancer; data from
the Global Cancer Observatory, gco.iarc.fr).
Due to their growing number, cancer diseases have become a global social and economic
problem. The costs of cancer treatments as well as the impact on the patients’ ability to
work prove to be a major financial blow for countries, and in some cases they can be a
source of poverty. Therefore, enormous resources are channelled into cancer research to
develop new techniques and modalities.
In the last few decades impressive progress has been made in the understanding and
early detection of cancers, and in the various treatment modalities. These achievements
have made many cancer types curable.
Traditionally, there are three major treatment modalities for cancer diseases: surgery,
radiotherapy and systematic therapy. Recently, new treatment modalities have been
added, such as immunotherapy or targeted therapies [3], the aim of which is to control
the essential functions of the cancer cells while protecting healthy cells.
Due to their ionization potential, high-energy ionization radiation (such as X-ray or
high-energy particle beams) damages the genetic material of cells, which leads to cell
death by blocking the cell’s ability to divide and proliferate further [4]. This property
was recognized early on, and motivated curative applications immediately. Its exact
pathomechanisms were not known at the time of discovery, but it was soon recognized that
ionizing radiation kills normal cells too. This recognition led to the birth of radiobiology
and to the systematic study of biological effects of ionizing radiations.
The principal aim of curative cancer treatment is to eradicate all tumour cells while
leaving healthy cells undamaged. In radiation therapy the entire tumour can be irradiated
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homogeneously with the killing doses of ionization radiation. The cell killing capability
depends on the intrinsic radiation sensitivity, DNA repair capacity, repopulation, oxy-
genation etc.[5].
In practice, the efficacy of radiation therapy is determined by the limitations in the
imaging of malignant cells (target volume definition), precision of treatment delivery
(patient positioning and immobilization, dosimetry etc.), and various factors related to
tumour biology (oxygenation, cell cycle distribution etc.). The increasingly sophisticated
technical solutions and our growing radiobiological knowledge extensively utilize the ad-
vantages of radiation therapy.
Therefore, the importance of radiotherapy is evident and the number of radiation
treatments have been growing thanks to increasingly efficient treatment methods, as well
as precise and homogenous dose delivery. Radiation therapy is applied in most cancers. In
fact, we may claim that the number of treated cases is limited by the quantity of available
radiotherapy equipment and/or the relative costs of treatment.
1.2 The technical framework of radiation therapy
There are three ways to deliver ionizing radiation to the tumour: from the exterior of
the body (external beam radiotherapy), from inside the body by inserting radioactive
sources sealed in catheters (brachytherapy) and using cancer specific molecules labelled
with radioactive isotopes (nuclear medicine, which is considered as a stand-alone clinical
speciality).
More than 90% of the current external radiation therapies is based on photon beams
due to their greater penetration compared to electron beams, which are also commonly
used as a source in everyday external radiation therapy treatments. The former is used
to treat deeper tumours, while electron beams are mainly used to treat tumours situated
close to the body surface [6].
However, besides their high penetrability, photon beams deposit much of their energy
in the surrounding healthy tissues, which leads to undesirable side effects influencing both
the curative index of treatment and the prognosis of stochastic late effects. The side effects
can be reduced using different treatment techniques, allowing multi-beam irradiations at
different angles [7]. Using these techniques it is possible to maximize the dose in the
target volume while the dose to healthy tissue is minimized, but it can never be reduced
to zero.
In general, photon and electron beams are generated by linear particle accelerators
(LINACs). LINACs accelerate electrons which are used directly for treatments or indi-
rectly for the generation of X-ray radiation. The available LINAC technology has an
acceptable cost and offers a compact setup with appropriate flexibility in adjusting the
beam parameters (beam energy, direction, intensity etc.), which ensures the worldwide ac-
cessibility of photon based radiotherapy techniques. With LINAC based photon beams we
are able to perform 3D conformal radiotherapy (3DCRT), intensity modulated radiation
therapy (IMRT) or image-guided radiotherapy (IGRT) [8, 9].
However, the obvious disadvantage of photon beams led the researcher to search for
other radiation types with more favourable properties. Today we are witnessing the be-
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ginning of a new era represented by the use of heavy particles in radiotherapy. Heavy
particles offer new opportunities to improve the quality of radiotherapy. Heavy charged
particle beams such as proton or carbon ion beams have an energy deposition character-
istic in tissue which is superior to single photon or electron beams (see Fig. 1.1). The
depth dose curve of a monochromatic heavy charged particle beam has a relative low
entrance dose region which slowly increases, and is followed by a sharp rise, called Bragg
peak, near the end of its propagation. These properties lead to highly conformal dose
distribution, which can be achieved with fewer proton beams.
Several studies were conducted on the biological advantages and clinical benefits of
proton [10, 11, 12, 13, 14] and carbon ion [15, 16, 17] based radiotherapy.
The idea to use heavy charged particles for radiotherapy is not new. Hadron therapy
was first proposed in 1946 by Wilson [18], which was followed by pioneering clinical studies
[19, 11, 20, 10]. However, the technical conditions were missing and the first clinical centre
with a dedicated proton accelerator facility was constructed at Loma Linda Hospital
in California (USA) in 1990 [21, 22]. Until the 1990s, proton therapy was performed
exclusively with particle accelerators installed in physics laboratories and used for nuclear
physics research. When the efficacy of proton therapy was justified, dedicated accelerators
started to emerge. There are 65 active proton therapy centres worldwide, including 24
in the USA. Nowadays hadron therapy is the primary interest for future radiotherapy
techniques.
In the last decades, the number of centres and the number of treatments has grown
almost exponentially, mainly due to the rapidly evolving accelerators technology. How-
ever, in spite of this rapid growth, the total number of patients receiving hadron therapy
is still low compared to the number of patients treated with photon based therapies. The
major drawbacks of this technique is the size and cost of construction and maintenance
of such facilities.
Figure 1.1: Central depth dose of different beam qualities.
Currently, the cyclotron and the synchrotron are the two reliable accelerator types
for clinical hadron therapy. The choice depends on the treatment method, price and
local conditions. Modern cyclotrons are small, they can be used well in relatively small
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spaces, however the extraction energy of accelerated protons is fixed. The energy is
spread by using a range-shifter, but this results in some degradation in beam quality.
With synchrotron, the particle energy can be modulated, which offers more flexibility in
beam energy modulation, but such accelerators are very large, and require a vast area for
operation.
Despite the technological developments, especially in relation to synchrotrons, these
accelerators have remained relatively bulky [23]. Unfortunately, due to the electrical
breakdown the acceleration gradient cannot be larger than a few tens of MV/m. This
implies that the diameter of a clinical accelerator ring is several tens of metres (for energies
up to 400 MeV/u). The accelerator itself is installed in a separate room from where the
beam is transported by the beamline equipped with large quadrupole magnets. When
the beam reaches the treatment room, it must be directed towards the target volume.
This is realized by a very heavy gantry system. Moreover, this gantry must be moved
and positioned with sufficient precision, which requires a sophisticated mechanism and
control. All these technical aspects make synchrotrons a costly investment, which in turn
affects the availability of proton and ion therapy[12, 24].
Given the technical constraints of cyclotron and synchrotron based proton therapy
facilities and the increased need for proton therapy, plenty of research projects aim to
improve the existing accelerators technologies and develop new ones. In the last few
years, these systems have become more cost-effective, and hopefully more active centres
will be available in the future. At the same time, a new technology seems to be emerging
using powerful lasers to accelerate particles. It is expected that this technology will
significantly reduce the size of accelerators and make operation more cost-effective. The
laser part can be detached from the acceleration part, which reduces the investment costs.
Furthermore, the special properties of laser-driven particle beams (high dose rate, very
short pulse duration etc.) may result in more effective treatment techniques.
But the laser-driven acceleration technology offers new possibilities not only for pro-
ton or heavy ion acceleration but also for electron acceleration. In fact, the acceleration
of electrons is much easier and more efficient than that of heavier particles, and most
of the requirements for clinical application have already been achieved. Considering the
present state of the art, the laser-driven electron acceleration to energies suitable for radi-
ation therapy is well established. This technology is capable of producing monoenergetic
electron beams with small divergence and dose rates suitable for practical clinical appli-
cations. However, there is still a lot to do regarding the efficiency, stability and reliability
of the acceleration process.
With this electron source it is possible to produce high-energy X-ray beams which can
be used as an alternative for conventional LINAC based X-ray sources. Furthermore, a
collision between the laser-driven electron bunch with another powerful laser pulse can
generate quasi-monochromatic and polarized photon beams via Thomson or Compton
scattering [25, 26, 27]. There are some experiments to produce a clinically usable laser-
based X-ray source via Thomson scattering [28, 29], and obtain photon beams of several
tens of MeV. Furthermore, an electron beam of 40 MeV can generate bremsstrahlung
radiation with a strong component in the range of 10 to 20 MeV (using a tantalum foil as
target). Subsequently, this radiation can be used to activate a foil of gold via the nuclear
reaction 197Au(γ, n)196Au, providing a clinically usable neutron source [30].
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1.3 Electron beams by laser wakefield acceleration
The basic idea of plasma-based particle acceleration is to use intense, relativistic, longi-
tudinal plasma waves. Consider the case in which plasma electrons are displaced from
their quasi-neutral positions by an infinitesimal distance. An equal and positive charge
density develops on the opposite side. The generated electric field tends to restore the
equilibrium state and the electrons start to oscillate around this. The frequency of such
electron oscillations depends on the electron density and is called “electron plasma fre-
quency” or simply, plasma frequency, ωp. If an external perturbation such as intense
ultrashort laser pulse, typically generated in terawatt (TW) femtosecond (fs) laser sys-
tems, propagates through an underdense plasma (with the laser frequency larger than the
plasma frequency), the laser’s ponderomotive force pushes/kicks the electrons sideways
around the laser pulse and displaces them from their orignal locations, leaving the plasma
ions unperturbed due to their heavy masses. Those displaced electrons are then elec-
trostatically pulled back by the stationary ions creating a large amplitude plasma wave
that is an intense longitudinal electric field wave in the wake of the laser pulse. Such
a plasma wave (called, wakefield) propagates with a relativistic phase velocity that is
the same as the laser’s propagation (group) velocity in the plasma, making such a wave
ideal for particle acceleration, especially the electrons. Depending on laser and plasma
parameters (peak power, focused spot size, pulse duration, elecron density, interaction
length, etc.), some background plasma electrons receive a sufficiently high ponderomotive
kick and get trapped into the wakefield and get accelerated to relativistic energies over
a short distance. Generation of multi-GeV electron beams was reported from cm-scale
laser-plasma accelerators driven by sub-PW laser systems [31]. Therefore, laser-plasma
accelerators provide ultrahigh gradient electron acceleration as compared to conventional
RF-based linear accelerators “LINACs”, where acceleration gradients are practically lim-
ited to 10-20 MV/m, due to the electrical breakdown of the metallic accelerating cavities
if the applied RF- electric field exceeds 10-20 MV/m. The electric fields of the wakefield
is determined by the ambient electron number density of the plasma, through the so-cold







4πn0e2/me is the electron plasma frequency, n0 is the ambient electron
number density, c is the speed of light in vacuum, me and e are the electron rest mass
and charge, respectively. For a plasma density of n0 = 10
18 cm3 we obtain an electric field
gradient of E0 ' 96 GV/m, which is approximately three orders of magnitude greater
than that obtained in conventional LINACs.
So far, different excitation schemes have been proposed, including plasma wakefield
acceleration (PWFA), plasma beatwave acceleration (PBWA) and laser wakefield acceler-
ation (LWFA).
In the PWFA scheme, one or more relativistic electron bunches are used to generate
the plasma wave. After excitation, another pre-accelerated particle bunch is injected and
accelerated by the plasma wave [32]. The concept was first proposed in 1956 [33], but for
many years, maximum energy gains were moderate [34].
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The PBWA scheme was proposed by Tajima and Dawson [35] as a solution to drive
a plasma wakefield without using ultrashort, high-power lasers, which was not available
until 1985, when the chirped pulse amplification (CPA) technique was invented. In this
scheme, two long-pulse (in the range of nanoseconds) laser beams with slightly different
wavelengths are used to excite the plasma wave [35]. The wavelengths of the two laser
beams are tuned to ensure that the running beat-wave resonantly excites a plasma wave
which can subsequently be used to accelerate injected electrons. The energy gains so
obtained equal up to 28 MeV [36, 37].
In the LWFA accelerator scheme, an ultrashort, typically 30 fs (which is approximately
equal to or shorter than the plasma wavelength), multi-10 TW laser pulse being focused on
a gas target in a vacuum chamber [38]. The gas target (gas jet or cell), is kept at around
atmospheric pressure, having an electron density of 1018 to 1020 cm−3. At sufficiently high
focused laser intensities (above 1018 W/cm2), the laser pulse generates compressions and
rarefactions of the plasma electrons around the stationary plasma ions background (Fig.
1.2), creating the wakefield or intense plasma waves, as described above [39, 40].























Figure 1.2: Electron density distribution showing the laser pulse induced plasma bubble.
Electrons are expelled to form this bubble whilst the heavier ions are practically stationary.
Within this bubble, on the propagation axis, a longitudinal electric field builds up and, as
a result, electrons “injected” at the back of the bubble are accelerated to highly relativistic
speeds (arrow).
LWFA electron beams have several unique properties which make them very attrac-
tive for applications in radiobiology and radiotherapy. The use of optical mirrors instead
of high-power magnets provides relative flexibility in beam delivery, and offers new pos-
sibilities in facility design, cost reduction, and in the development of new radiotherapy
techniques. For example, the low divergence of the generated electron beams facilitates
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the formation of microbeams, which in the MeV energy range may be beneficial in cancer
therapy [41] [42]. In general, an electron beam having a short bunch duration (ps at
the sample position) leads to a very high instantaneous radiation dose rate. This can be
useful for the state-of-the-art FLASH technique, which requires a high instantaneous dose
rate. This novel radiotherapy technique seems to increase the therapeutic ratio by reduc-
ing both the acute side effects on normal tissues and late complications [43, 44]. In fact,
LWFA electron bunches are extremely short; they are in the order of a few femtoseconds
(fs) immediately after acceleration, which enables radiation chemists to conduct pulse
radiolysis experiments at a time scale which has not been available until now [45]. Such
ultrafast pulse radiolysis (also known as femtolysis) experiments significantly contribute
to our understanding of the biological effects of radiation.
1.4 The very high energy electron therapy
Unlike traditional LINAC based technologies, where the achievable electron energies are
limited by the technological constraints, with laser based electron acceleration it is possible
to generate very high energy electrons (above 60 MeV or even above 100 MeV). These very
high energy electron beams ((50-250 MeV)) have similar dosimetric properties as photon
beams.
Very high energy electron (VHEE) radiation has recently emerged as a novel option for
cancer radiotherapy. In spite of the fact that the laser system, the subject of this study,
will probably not be able to produce very high energy electron beams, the potential of
LWFA to reach such energies has motivated me to outline the concept and the benefits
of this technique.
In silico studies have shown that VHEE beams have a more favourable dose distri-
bution than advanced photon techniques, and in some situations, the results approach
the charged particle therapy values. Monte Carlo simulation based plans, using electron
beams with energies above 100 MeV provided a very good dose conformation, while of-
fering significantly improved dose sparing of healthy tissue when compared to intensity
modulated and volumetric arc photon therapy [46], [47], [48, 49]. VHEE plans were su-
perior to IMRT plans, but they could also be delivered orders of magnitude faster than
photon plans mainly due to higher particle production efficiency and the ability to steer
charged particles in a millisecond timescale [49].
These VHEE beams with energies in the range of 150 to 250 MeV are very penetrating
compared with the low energy electron beams currently used in classical radiation therapy.
For example, the depth of dose maximum for an electron beam with a kinetic energy of
20 MeV is around 5 cm, while for an electron beam with 150 MeV kinetic energy it is 20 cm
with a very broad depth dose curve. Furthermore, at such energies the practical range of
the electron beams is larger than the patient’s body, permitting the irradiation of deep
situated tumours.
Additionally, the high scattering effect, characteristic of electron beams with con-
ventional energies, can be neglected at such high energies. As a consequence, the dose
perturbation effect of interface between different density is low, so the tissue heterogeneity
has no effect on dose distribution [50]. Using multiple beams, higher conformity and lower
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integral dose can be obtained for the same target coverage, compared to photons [51].
However, VHEE electron beams have high entrance and exit doses compared to photon
beams. The high entrance dose decreases with increasing beam energies. At GeV energies
this dose is lower than in the case of photon beams with conventional energies, but the
depth dose increases continuously with depth, which results in a higher exit dose [52].
Recently, Kokurewicz et al. [52] have shown that focused 200 MeV and 2 GeV beams
achieve highly localized dose deposition at the target depth. They have demonstrated
that VHEE beams can be focused into tissue to create a high dose in small volumes with
a very low dose to surrounding healthy tissues, while the entrance and exit doses are lower
compared to doses achievable by collimated VHEE beams [52].
These promising clinical advantages have motivated technical development in two di-
rections to produce clinical VHEE beams. In 2013, a Californian group developed and
patented the “Pluridirectional Very High Electron Energy Radiation Therapy Systems”
– a compact high-gradient electron accelerator and delivery system designed for treating
patients from multiple beam directions with great speed [53].
The other approach is the high power laser plasma acceleration for VHEE generation
[54, 55, 56, 57, 58, 59]. In recent years, several high power laser systems have been
installed, which makes this technique available for research groups engaged in VHEE
source development and preclinical investigations [60], [61].
Concurrently, there are several issues which can limit the applicability of VHEE beams
in therapy. For example, neutron contamination and bremsstrahlung generation can pose
serious obstacles to practical applications.
Furthermore, no suitable dosimetry protocols have been laid down, and detectors that
could serve as secondary standard dosimeters for such applications have not yet been
developed. Usually, detectors are calibrated for energies up to 22 MeV, and the extrap-
olation to higher energies is not straightforward. Recently, several theoretical studies
have been dedicated to this problem. For example, Subiel et al. [62] conducted Monte
Carlo simulations on the evolution of the temporal and spectral profile of 150 MeV elec-
tron beams propagating through a water phantom. Performing measurements with an
ion chamber in a 165 MeV electron beam at the SPARC beamline [63] they showed that
ultrashort high-dose-per-pulse VHEE beams produce significant ion recombination in the
air-filled ion chamber [62]. Similar results have been obtained by McManus et al. [64] using
graphite calorimetry as a primary standard and a Roos ionization chamber to determine
the absolute recombination factor.
1.5 Actual limitations of LWFA electron beams
Active research in LWFA has revealed some efficiency, stability and reliability issues that
need to be resolved prior to clinical implementation. Efficiency in terms of pulse charge
and repetition rate ensures the necessary dose rate, which must be at least 4 Gy/min for
real radiotherapy applications. The moderate stability of LWFA accelerators in terms
of energy and pulse charge is the primary task which requires immediate attention be-
fore such accelerators are introduced into real radiobiological or medical applications.
Furthermore, the reliability and effectiveness of beam shaping must be enhanced.
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One of the main tasks is the optimization of the laser system and the target (gas-
jet or solid targets), as well as their synchronization. This involves serious technological
developments including mechanical, optical design as well as control and monitoring.
Furthermore, we need a better understanding of the physics involved in the acceleration
process. All this combined is essential to reach the highest efficiency, stability and output
control. Fortunately, significant progress is being made towards stable LWFA electron
beams [65, 66].
Another important issue to be studied before any clinical application is the radiobio-
logical effects of the laser-driven particle source, especially with respect to the extremely
short bunch durations in the range a few fs. Travelling towards the target, this bunch
expands over the sub-ps timescale, which is by three orders of magnitude shorter than
classical beams with µs bunches. This ultrashort bunch duration may involve unex-
pected radiobiological effects. Until now there has been no experimental evidence that
higher instantaneous doserates have different biological effects with clinical consequences
[67, 68, 69, 70, 71, 72, 73].
From the physics point of view, we can also expect effects which cannot be described
by the classical simulation methods. The extreme particle density which can be produced
with laser acceleration could lead to nonlinear effects due to the collective actions of the
particles [41]. These physical consequences may affect not only radiobiological phenomena
but also the dosimetry of such radiation types. Furthermore, the extremely short particle
bunch duration allows for the investigation — at a very short timescale — of physical,
chemical and biological processes induced by ionizing radiation, and hence it contributes
to the development of femtochemistry and ultrafast radiation biology [74, 75, 76, 77].
1.6 Particle accelerators: a short historical overview
Today’s scientific advances have brought about great progress in laser-driven accelerator
techniques. Since the idea was first mentioned by Tajima and Dawson [35] in 1979, we
have become able to produce laser-driven electron beams with energies of a few GeV. Of
course, we realize that this technology is still in its infancy, and there is a lot to do before
real clinical applications can be started. The progress is slow and expensive and plenty
of open questions remain to be answered. To appreciate these efforts, in this section I
will give an outline of the history of clinical accelerators with special attention to clinical
LINACs.
Before the discovery of ionizing radiation physicians had few possibilities for treating
cancers. In 1895, Wilhelm Conrad Roentgen discovered a new kind of ray which he
presented in 1896 in a lecture entitled “Concerning a New Kind of Ray” [78]. He described
the discovery to a journalist as follows: “It seemed at first a new kind of invisible light.
It was clearly something new, something unrecorded...”. Roentgen named this new ray
“X-ray”.
This historical moment marked the beginning of the radiation therapy. Within just
a few months after its discovery, the X-ray was used for diagnosis and one year later it
was used by Emil Herman Grubbe to treat a patient with breast cancer [79]. In the same
year, Antoni Henri Becquerel began to study the properties of X-rays, but accidentally
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he discovered radioactivity, the natural source of ionizing radiation.
In 1898, Maria Sklodowska Curie and her husband Pierre Curie discovered radium,
a natural source of radiation. In 1901, Becquerel and Curie reported the physiological
effects of radium rays [80]. In the following years, the number of studies discussing the
use of X-rays and radium in medicine are increased. Due to the low penetrability of this
kind of radiation, skin cancers were the most frequently treated diseases. Due to the
lack of knowledge, such treatments yielded poor curative results and were accompanied
by considerable side effects. Recognizing this, physicians started new studies to explore
the biological effects of ionizing radiation [81]. They began to understand the nature
of ionizing radiation, its interaction with matter and the impact of the time and dose
of radiation on cell survival. In 1920, physicians realized that fractionating the total
therapeutic dose was a more efficient method to control cancers than a single treatment
session, and had fewer side effects [82].
However, until 1950 radium-based interstitial irradiation was used with kilovoltage
X-ray tubes that were able to produce X-rays with energies from 50 kV to 200 kV. These
radiations have a low penetrability and their applicability is limited to superficial tumours.
More deeply situated malignancies require higher energies.
In the meantime, in the early 1940s, the development of the Van de Graaff and betatron
accelerators made megavoltage radiation therapy possible. The Van de Graaff generator
was one of the first devices used for electron beam therapy. However, the electron energies
were limited to a few MeV, and were hence suitable for superficial treatments only. On the
other hand, betatrons were able to accelerate electrons in the energy range of 5 MeV to
30 MeV, which was useful for the direct radiation of deep lying tumours and for generating
high-energy X-ray beams.
Betatrons were large, heavy and noisy devices with a limited dose rate. The magnetic
field makes it difficult to extract electrons in a straight line, which made it difficult to
obtain clinically useful electron beams. However, betatrons could produce electron beams
with selectable energies, over a wide range with a small energy spread.
Recognizing the limitations of betatrons, scientists and engineers were looking for new
possibilities. As early as in 1924, Ising proposed a method based on the use of drift
tubes and time varying fields which did not exceed the electrical breakdown voltage. In
these accelerators, a series of spaced metal cylinders with increasing lengths are placed
in a vacuum tube. The cylinders are connected to an RF voltage source which generates
an accelerating electric field between them. The increasing cylinder lengths assure that
the accelerating particle bunch arrives at the end of each drift tube in phase with the
accelerating RF voltage. By selecting an appropriate RF frequency and voltage, a variety
of charged particles (electrons and heavy ions) could be accelerated.
The first functional RF linear accelerator (LINAC) was constructed by Widerör [83]
in 1928. He replaced the high voltage pulses with radio-frequency voltage. In 1931,
Sloan and Lawrence built the first LINAC with 30 drift tubes. In 1946, Luis W. Alvarez
and his colleagues at the Radiation Laboratory at the University of California, Berkeley
constructed a linear ion accelerator based on a somewhat different principle.
These first linear accelerators were not able to accelerate electrons because electrons
reach relativistic energies very rapidly and therefore such accelerators were extremely
long. Therefore, electron acceleration required more efficient designs with microwave
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frequencies. However, at that time high voltage pulses could not be timed satisfactorily
for such applications. Unfortunately, for the lack of a proper high power RF generator
no further progress was made until WWII, when the development of radars offered the
desired high-power, high-frequency microwave power equipment [84]. After the war, the
development of linear accelerators gained new momentum and over the years LINACs
became the dominant machinery in modern radiotherapy.
Sixty-eight years ago, in June 1952, works began for the installation of the first clinical
linear accelerator in the Medical Research Council (MRC) Radiotherapeutic Research
Unit at Hammersmith Hospital, London. The hospital began treating the first patient
a year later, on 7 September. This LINAC produced 8 MV X-rays using a 3 m long
horizontal accelerating waveguide [85]. It was developed and built by the Metropolitan-
Vickers (Met-Vic or Metrovic) Company, which was purchased by the well-known General
Electric Company in 1967. In 1955 and 1956 two other clinical LINACs were installed, one
in the Western General Hospital, Edinburgh and the other in Mount Vernon Hospital,
Northwood, Middlesex [9]. Meanwhile, researchers at Stanford University, California,
USA had developed a 6 MeV clinical LINAC, and treated the first patient at Stanford
Department of Radiology in January 1956. At that time seven clinical LINACs were
operational in the world and the dissemination of LINACs continued. Three Met-Vic
accelerators were installed in Australia (1956-1957, Brisbane, Melbourne, Adelaide) and
others followed suit in New Zealand, Japan and Russia. 1962 saw the installation of the
first fully isocentric 6 MeV LINAC by Varian in the UCLA Medical Center [86]. In 1968
IAEA registered 79 LINACs worldwide.
No further considerable development took place between the 1970s and the beginning
of the 1990s. It was the period of slow but continuous improvements: waveguide design,
the reliability and stability of different components and control systems improved, new
functionalities were added. However, a major breakthrough occurred in the late 1980s
and early 1990s, when the spread of computer technology accelerated. A lot of early ideas
came true and became part of everyday clinical techniques. For example, the multi-leaf
collimator (MLC) had been used since the 1960s but the lack of a proper control system
did not allow it to spread [9]; intensity modulation has a long history too [87] but it could
only be realized in this period. The use of computers brought about plenty of changes
in the field of radiotherapy/accelerators technology. All this together contributed to the
rapid growth in the number of clinical accelerators and the treatments performed.
In 1985, Philips introduced the SL25 LINAC, the first fully digitally controlled med-
ical linear accelerator. Three years later, in 1988 Varian introduced the Varian Clinac
2100C, the first computer controlled accelerator in its product range. In 1994, scientists
at Stanford developed a technique, known as CyberKnife, which continually tracks the
position of tumours in real time. The year 2004 saw the implementation of the 4D ra-
diotherapy. With this technique the motion of breathing can be considered during the
radiation therapy.
Today, the majority of the development efforts is addressed to further improve resolu-
tion and flexibility, and enhance automatic control, robotics, imaging technologies etc. All
these features serve the purpose of making the entire process safer, more precise and more
tolerable by patients. Integrated imaging systems allow treatment replanning, as well as
adaptive modifications of the dosimetry plan and patient positioning before radiation dose
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delivery, which significantly increases the therapeutic index of the treatments.
As far as the particle accelerator technology is concerned, efforts are being made to use
high-power laser beams and gaseous plasma (fully ionized gas) media to build compact
electron accelerators. The original idea of acceleration using plasma was introduced by
Veksler in 1956 [88]. He proposed injecting a relativistic electron beam into plasma to
produce a high-amplitude plasma wave to accelerate pre-accelerated electrons or heavier
ions. However, the experiments revealed new problems, mostly in relation to the stability
of the generated wakefield. Despite initial failures, the idea was significant due to the
fact that using plasma as an accelerating medium bypasses the electric breakdown which
limits the maximum of the accelerating gradient in the case of RF acceleration.
In 1979, Tajima and Dawson [35] proposed a scheme for electron acceleration to rela-
tivistic energies by ultraintense electrostatic plasma waves (called “wakefield”) driven by
ultrashort focused laser pulses during their propagation in under-dense gaseous plasma
medium. They showed that this resonant wave can reach large amplitudes in which the
electrons gain relativistic energies. Unfortunately, ultrashort, high-power lasers, capable
of producing resonant waves in plasma were not available at that time. To overcome this
issue, in the initially proposed acceleration scheme (called plasma beat-wave accelerator,
PBWA) they used two, spatially overlapping, long laser pulses with different wavelengths
which resonantly excited a plasma wave [35].
Later, when powerful, ultrashort lasers became available, the two laser pulses were
replaced with a short (sub ps), ultraintense laser pulse. The first experimental evidence
of the success of this acceleration scheme was demonstrated by Hamster et al. [89]. This
laser-plasma acceleration scheme is called “laser wakefield acceleration” (LWFA) and it
has attracted significant interest in recent years [31, 90, 91] due to the availability of
commercial, ultracompact, solid-state terawatt laser systems [92].
In the last decades, intensive research and development has been conducted to produce
laser-generated monoenergetic electron and other particle beams suitable for practical
applications. Laser-driven particle beams offers a compact alternative to conventional
RF-based accelerators for the production of high energy electron and heavy ion beams as
well as very high energy electron beams (VHEE, electrons with energies above 50 MeV).
Moreover, laser-driven particle beams have several unique properties which make them
very attractive for applications in radiobiology and radiotherapy. The use of optical
mirrors instead of high-power magnets provides relative flexibility in beam delivery, and
offers new possibilities in facility design, cost reduction, and in the development of new
radiotherapy techniques. For example, the low divergence of the generated electron beams
facilitates the formation of micro-beams, which in the MeV energy range may be beneficial
in cancer therapy [41] [42]. In general, a particle beam having a short bunch duration (ps
at the sample position) leads to a very high instantaneous radiation dose rate. This can
be useful for the state-of-the-art FLASH technique, which requires a high instantaneous
dose rate. This novel radiotherapy technique seems to increase the therapeutic ratio
by reducing both the acute side effects on normal tissues and late complications [43,
44]. In fact, LWFA particle bunches are extremely short; they are in the order of a
few femtoseconds (fs) immediately after acceleration, which enables radiation chemists to
conduct pulse radiolysis experiments at a time scale which has not been available until now
[45]. Such ultrafast pulse radiolysis (also known as femtolysis) experiments significantly
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contribute to our understanding of the biological effects of radiation.
This short and inherently incomplete review of the history of clinical accelerators help
us understand and correctly appreciate the current state of development of new acceler-
ator techniques such as laser-driven particle accelerators. Since we are interested in the
development of a laser-driven particle source and its early clinical application, our expec-
tations are sometimes unreasonably high compared to the actual state of development.
When viewed against the timeline of particle accelerators, the development of laser-driven
particle accelerators has only just begun. A lot of issues need to be resolved before the
first clinical application but the preliminary results are promising.
1.7 The dosimetry framework of ionizing radiation
The success of radiation therapy crucially depends on the accuracy of dose delivery to
the target volume and on how much the dose absorbed by the surrounding healthy tissue
is minimized. Technological developments in radiation therapy permit to create more
complex and conformal treatment plans to irradiate with high target doses smaller volumes
that have narrow margins and are located in hard to reach anatomical regions. Without
proper dosimetric data and verification, the technological benefits of modern radiotherapy
techniques are valueless.
Radiobiological experiments have shown [93] that a change of 7% to 10 % in dose can
lead to different biological responses which significantly affect tumour control probability.
This has led to a consensus that in radiotherapy practice the absorbed dose delivered to
the tumour volume should be within 5 % of the prescribed dose. The uncertainties in
dose delivery contain all possible sources of error in dose delivery such as dose errors from
dose measurements, patient positioning and movements, target volume specification etc.
Therefore, the dosimetric measurements must be as accurate as possible. The interna-
tional dosimetry standards recommend appropriate procedures to be followed in order to
assure this required high precision [94, 95, 96, 97].
Dosimetry in radiation therapy has two important tasks: to supply the necessary
dosimetric data for treatment planning calculations (radiotherapy machine commission-
ing) and to verify the delivered dose. Both tasks require a proper calibrated dosimetry
system capable of measuring absorbed doses with high precision, sensitivity and accuracy
at high spatial and dose resolution.
In general, measuring the absorbed dose is not an easy tasks. In principle the absorbed
dose in point P of a homogeneously irradiated volume can be calculated with the following
simple relation:
D = Φ · S, (1.2)
where Φ is the particle energy fluence in point P and S is a quantity which characterizes the
absorption process (mass attenuation coefficient in case of photon radiation or stopping
power in case of charged particle). This means that knowing parameter S and measuring
the particle fluence in point P, the absorbed dose in point P can – in principle – be
determined.
However, in practice neither the particle fluence, nor the exact value of S in point P
is known. Particle energy fluence is perturbed by the scattering effects of the absorber
14
and depends on the exact irradiation conditions. Parameter S depends on the particle
energy, on the effective atomic number and on the physical state of the absorber material.
Both the energy spectra and the angular distribution of particles are affected during
propagation in the absorber, and precise calculation is possible only in a few simple cases.
Moreover, if we try to measure the absorbed dose due to a homogenous irradiation
field, the detector used for measurements introduces a certain degree of perturbation.
This means that the measured dose differs from the dose actually absorbed. This intrinsic
nature of dose measurements cannot be neglected and various models have been developed.
All these models are an improved version of the Bragg-Gray cavity theory which relates
the absorbed dose in a cavity volume of material A to the absorbed dose in the same
point and volume of the surrounding medium of material B in the absence of the cavity
volume.
The Bragg-Gray cavity theory is based on the assumption that fluence Φ of identically
charged particles having a kinetic energy of Ek, and which pass through an interface
between two different media, A and B, is continuous across the interface. But this is
valid only with a certain degree of approximation [98]. The original Bragg-Gray theory
formulates the following assumptions: the absorbed dose in the cavity is imparted entirely
by the charged particles crossing it, and the cavity does not perturb the charged particle
field. The latter assumption is true if the dimensions of the cavity are small in comparison
to the particle range. When these two conditions are met, the absorbed dose in the cavity












where DB is the dose absorbed in the volume of cavity containing the material B, DA is
the dose absorbed in the same volume containing the surrounding material A and in the
absence of the cavity [99, 100].
Of course, the conditions of the Bragg-Gray theory are difficult to fulfil in practice.
To this end, a series of modifications and additional conditions was introduced to extend
the validity of the cavity theory. These extensions lead to the Spenser cavity theory [101]
or to the Burlin cavity theory [102], to name only a few.
Therefore, measuring the absolute value of the absorbed dose for a clinical beam
would be a sophisticated procedure, necessitating expensive instrumentation and very
careful analysis and control of the measurement conditions.
In practice, professionals follow a dosimetry protocol, published by national and in-
ternational organizations such AAPM (American Association of Physicists in Medicine,
USA), IPEM (Institute of Physics and Engineering in Medicine, UK) or IAEA (Inter-
national Atomic Energy Agency). These procedures are based on the use of a reference
dosimeter (usually an ionization chamber) which has a calibration factor, traceable to a
Primary Standard Dosimetry Laboratory (PSDL) and ensures consistency in dose deter-
mination.
In this thesis I follow the recommendation of the dosimetry protocol established by the
IAEA through Technical Report No. 398 (TRS 398) [95]. This code of practice is based
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on the absorbed dose to water calibration using an absolute dosimetric method. There
are three methods currently known as sufficiently accurate for measurements of absorbed
dose to water: calorimetry, chemical dosimetry and ionization dosimetry [103]. The most
commonly used instrument is the ionization chamber due to its good reproducibility and
stability. For primary standard the ionization chamber consists of a graphite cavity cham-
ber designed to fulfil the requirements of the Bragg-Gray cavity theory. The ionization
chamber is placed in a water phantom at a reference depth [104].
Another method for accurate measurements of absorbed dose to water is the Fricke
type chemical dosimeter. This method uses the response of the Fricke solution using
the total absorption of an electron beam in the solution [105]. Two other methods are
the water calorimeter [106, 107] and the water calorimeter with Fricke transfer dosimeter
[108]. Several works have been conducted to compare these methods and they have been
found to show good agreement within the relatively standard uncertainties estimated by
each primary standard dosimetry laboratory [103, 109, 110, 111].
In concordance with this formalism, the absorbed dose to water at the reference depth
in water for a reference beam quality Q0 and in the absence of the chamber can be obtained
by:
Dw,Q0 = MQ0ND,w,Q0 , (1.4)
where MQ0 is the reading of the dosimeter under the reference conditions (in case of
ionization chambers the produced charge in units of pC) and ND,w,Q0 is the calibration
factor in terms of absorbed dose to water obtained from a standard laboratory. It is
important to note that in most clinical situations, the measurement conditions differ from
the reference conditions used in a standard laboratory, which may affect the response
of the dosimeter. The measured dose can be influenced by a series of quantities that
may arise from the dosimeter itself or may be related to the radiation field or irradiation
conditions. All these influencing factors have to be considered by applying an appropriate






where MQ is the dosimeter reading for beam quality Q and ki is the correction factors.
Once the radiation field is calibrated and a detailed dosimetric characterization is
made, the dosimetric planning of patient irradiation can be performed.
The main aim of treatment planning is to maximize the dose delivered to the cancer
cells while keeping the dose to the neighbouring tissues and organs at risk as low as possi-
ble. Difficulties in determining the target volume, in designing the proper radiation field
by the complex superposition of individual radiation fields, in calculating the absorbed
dose in inhomogeneous tissue, as well as the difficulties in correct and secure patient
positioning, all contribute to the uncertainty of dose delivery.
The laser-driven radiation beam has some features which differ from the LINAC based
beams. For example, at an electron beam accelerated by LINAC the bunch duration is in
the order of micro-seconds, while for laser-driven electron beams it is in the order of pico-
seconds. Consequently, the instantaneous dose rate for LINAC is around 107 , while for
laser-driven beams it is 1012 to 1013 Gy/s. Furthermore, with laser-driven electron beams
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the kinetic energy of the electrons ca reach up to 100 MeV or even a few GeV, while the
maximum kinetic energy produced with a conventional LINAC is around 24 MeV.
At such a high dose rate and beam energy the collection efficiency of the ionization
chamber is reduced, consequently saturation correction cannot be determined with the
classical approach [112]. There are several attempts to overcome this problem and with an
appropriate correction of ion recombination it is possible to perform absolute dosimetry
measurements even in the case of high dose rate clinical accelerators such as intraopera-
tive radiotherapy (IORT). However, laser-driven accelerators produce beams with much
higher dose rates than clinical accelerators, and more detailed studies are required to use
ionization chambers for measuring the absorbed dose with a laser-driven particle beam.
Yet, an ionization chamber can be used for relative dosimetry to control the delivered
dose [113, 69]. In this case, the ionization chamber is usually accompanied by a Fara-
day cup detector which measures the current generated by the charged particle beams
that run through the cup. This current can be used to determine the particle fluence
[114, 115, 116, 117].
Recent studies have shown that thermoluminescence dosimeters (TLD), optically stim-
ulated luminescence dosimeters (OSL) and radiochromic films (Gafchromic EBT) have no
dependence up to 4 · 109 Gy/s within 2 % and they are thought to be suitable for laser
accelerated beams [118].
Today radiochromic films are preferred due to their easy-to-use and favourable dosi-
metric properties. Radiochromic films are extensively used in medical applications [119,
120, 121]. They are based on a class of polymers (polydiacetylene, PDA) which become
opaque as a result of ionizing radiations. Current studies show that radiochromic films
are insensitive to dose rate [122, 123] and exhibit low dependence on the beam energy
[124, 125, 126]. Therefore, radiochromic films are suitable for dosimetry measurements
of laser-driven particle sources. However, in order to account for possible differences,
calibration with a clinical accelerator is always recommended.
To date, no dosimetric protocols have been established for the absolute dosimetry of
radiation beams with such high instantaneous dose rates due to the lack of knowledge
related to the response of dosimeters to such high dose rate radiation. My effort was to
prepare the necessary methodology for future dosimetric measurements in such radiation
fields using a modified version of the Fricke type chemical dosimeter, as an alternative
to ionization chambers. The results of this work are presented in the second part of this
thesis.
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1.8 Aims of the thesis
In this study we investigate the dosimetric properties of an 1 kHz repetition rate LWFA
electron beams. High repetition rate electron beams can be generated by commercially
available 1 kHz laser systems (multi-TW power & few-cycle pulse duration); one such sys-
tem is currently operational at ELI-ALPS Research Institute [92]. Such a high repetition
electron beam was recently reported by Guénot et al. [127], Ouillé et al. [128]. Using the
PIC and Monte Carlo simulation techniques the following statements were examined:
1. The energy spectra of an 1 kHz repetition rate LWFA electron beams generated with
a 1 kHz laser system with parameters of the laser system currently operational at
ELI-ALPS Research Institute are suitable for radiotherapy applications.
2. With the achievable radiation dose and dose rate and depth dose characteristics
such particular LWFA systems could be used to address different practical needs
(irradiate large target volumes, intensity or energy modulations etc.).
3. The high repetition rate compensate for the shot-to-shot reproducibility issue.
Furthermore, an enhanced chemical dosimetry system was developed to be used in
various irradiation arrangements where common dosimetry tools are not suitable (for
example in case of LWFA electron beams) or are difficult to use (like in radiobiological
experiments where the standard reference conditions cannot be provided in most cases).
The main aim of this work was to develop such a dosimetry tool, capable of measuring
the absorbed dose with high precision and accuracy in reference conditions. To achieve
this aim, the following statements were examined:
1. With appropriate modification of the composition the FBX chemical dosimeter can
be further optimized considering its dosimetric properties and capabilities as well
as accuracy and precision.
2. With full characterization of the technique and developing the necessary tools and
accessories for radiation dose measurements in reference conditions, as well as es-
tablishing the dosimetry methodology necessary to assure the desired accuracy and
precision, the optimized FBX chemical dosimeter can be used as an absolute dosime-
try technique suitable for measurements of radiation dose in the clinical dose domain
(up to 20 Gy).
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Chapter 2
Feasibility of laser-driven electron
beams
2.1 Introduction
Electron beam therapy is a widely used radiotherapy technique for the irradiation of su-
perficial target volumes. The characteristics of depth dose distribution make the electron
beams suitable in a variety of clinical situations. Nowadays, electron beams are used in
the treatment of skin, breast and chest wall cancers; peripheral lymphatic regions of head
and neck cancers; and for the irradiation of other neoplastic diseases. Electron beams can
also be used in intra-operative applications for selective dose delivery to the tumour bed
after the surgical removal of pancreatic, colorectal cancers and soft tissue sarcomas [129].
Similarly to lightweight charged particles, electrons lose their energy continuously as
they propagate in matter and undergo significant scatter. Therefore, beam characteristics
are extremely sensitive to surface irregularities and volume inhomogeneities. Moreover,
scatter from the structural elements of the accelerator head has a considerable effect on
dose distribution, which leads to unique depth dose characteristics for each machine.
In general, the central depth dose has a uniform plateau of dose around the depth
of dose maximum, varying from 90% to 100% of the maximum central-axis dose. The
depth dose drops steeply both laterally and distally which permits the irradiation of
superficially situated targets (up to approximately 6 cm of the patient’s surface) with
some dose absorbed by the underlying normal tissues. This property offers protection for
the anatomical structures beyond the target volumes.
The depth of dose maximum is a function of electron beam energy. Therefore, the nec-
essary beam energy is determined by the depth of target volume. As a rule of thumb, the
electron energy should be at least 3.0–3.3 times the maximum depth of the target volume,
in cm, situated in water. In this case the target volume is covered with 80%–90% relative
doses [129]. However, dose distribution is affected by several physical characteristics. The
isodose curve is narrowed as the depth increases to the depth of 90% of the dose maximum
[130]. Furthermore, there is considerable dose perturbation due to tissue inhomogeneity,
which leads to dose inhomogeneity in the target volume [131]. Oblique incidence also has
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an effect on dose distribution as well as on the source to surface distance (SSD) or field
size and shape [8].
Concurrently, the build-up region is short with a high entrance dose. Within a few
cm of tissue, the dose rises up to 90 % of the dose maximum. The relative surface dose is
the lowest for low-energy electron beams (≈ 70 % at 6 MeV) and increases with the beam
energy (≈ 95 % at 20 MeV) [129, 8].
These physical characteristics of the electron beam make it a unique therapeutic
modality. However, the currently available clinical electron beams have their limitations.
The relatively low penetration is a decisive factor when we deal with deeply situated tar-
get volumes. In this case, high energy photon therapy is used for deeper localized tumors
applying volumetric imaging based 3D planned irradiation techniques with growing se-
lectivity (3DCRT, IMRT, volumetric arch therapy etc.) [132]. The penumbra region of
the depth dose profile becomes larger with penetration depth, which makes it difficult to
protect the healthy tissues around the targeted tumour. This lateral spread is more acute
at low energies and in heterogeneous tissues, such as the tissue of the chest.
Accelerators currently used in clinical practices generate electron beams with energies
between 6 and 24 MeV. At beam energies greater than approximately 20 MeV, the depth-
dose curves lose their sharp fall-off and begin to take on the characteristics of photon
beams. Due to the bremsstrahlung energy loss, the fall-off region becomes flatter and the
penumbra region broadens due to the increased multiple Coulomb scattering.
If the electron energy exceeds 150 MeV, the penetration depth becomes larger than
40 cm and scattering in air is sufficiently low to make pencil beam scanning possible.
This suggests the scientific community should conduct theoretical studies of the potential
application of very high energy electrons in radiotherapy.
However, such VHEE beams are only available at a few academic laboratories. For
example, the Next Linear Collider Test Accelerator (NLCTA) located at the SLAC Na-
tional Accelerator Laboratory is capable of producing high-brightness electron beams,
with energy between 60 and 150 MeV, which supports the development of the VHEE
therapy [133]. There are only few more such experimental facilities where VHEE beams
can be produced for experimental studies. In order to make VHEE beams widely avail-
able, LWFA offers a potential alternative to conventional RF-based accelerators for the
production of electron beams.
As far as the particle accelerator technology is concerned, there is a trend in using
high-power laser beams and gaseous plasma (fully ionized gas) media to build compact
electron accelerators. In 1979, Tajima and Dawson [35] proposed a scheme for electron ac-
celeration to relativistic energies by ultraintense electrostatic plasma waves (called “laser
wakefield”) driven by ultrashort focused laser pulses during their propagation in under-
dense gaseous plasma medium. This laser-plasma acceleration scheme is called “laser
wakefield acceleration” (LWFA) and it has attracted significant interest in recent years
[31, 90, 91] due to the availability of commercial, ultracompact, solid-state terawatt laser
systems [92].
Generally, the use of optical mirrors instead of high-power magnets provides relative
flexibility in beam delivery, and offers new possibilities in facility design, cost reduc-
tion, and in the development of new radiotherapy techniques. These advantages are not
self-evident in experimental laser facilities which require sophisticated and delicate infras-
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tructure. However, the inherent strengths of such systems, and the rapid technological
progress make laser-plasma acceleration in general and LWFA in particular a promising
alternative to conventional RF-based accelerators.
Furthermore, LWFA electron beams have several unique properties which make them
attractive for applications in radiobiology and radiotherapy. For example, the low di-
vergence of the generated electron beams facilitates the formation of microbeams, which
in the MeV energy range may be beneficial in cancer therapy [41] [42]. In general, an
electron beam having a short bunch duration (ps at the sample position) leads to a very
high instantaneous radiation dose rate. This can be useful for the state-of-the-art FLASH
technique, which requires a high instantaneous dose rate. This novel radiotherapy tech-
nique seems to increase the therapeutic ratio by reducing both the acute side effects on
normal tissues and late complications [43, 44]. However, recent experiments show that
several factors such as instantaneous and mean dose rate, total dose and the pulsatile
nature of the beam may influence the FLASH effect. So far, no clear consensus has been
reached in this issue. A valuable review on this subject has been recently published by
Wilson et al. [134].
In fact, LWFA electron bunches are extremely short; they are in the order of a few
femtoseconds (fs) immediately after acceleration [135], which enables radiation chemists
to conduct pulse radiolysis experiments at a time scale which has not been available
until now [45]. Such ultrafast pulse radiolysis (also known as femtolysis) experiments
significantly contribute to our understanding of the biological effects of radiation.
However, active research in LWFA has revealed some efficiency, stability and relia-
bility issues that need to be resolved prior to its implementation. Efficiency in terms of
pulse charge and repetition rate ensures the necessary dose rate, which must be at least
4 Gy/min for real radiotherapy applications. The moderate stability of LWFA accelera-
tors in terms of energy and pulse charge is the primary task which requires immediate
attention before such accelerators are introduced into real radiobiological or medical appli-
cations. Furthermore, the reliability and effectiveness of beam shaping must be enhanced.
Fortunately, there is significant progress towards stable LWFA electron beams [65, 66].
In this study we investigate high repetition rate LWFA electron beams recently re-
ported by Guénot et al. [127] and Ouillé et al. [128]. We analyze the potential of those
beams for radiobiology and radiotherapy purposes. High repetition rate electron beams
can be generated by commercially available 1 kHz laser systems (multi-TW power & few-
cycle pulse duration); one such system is currently operational at ELI-ALPS Research
Institute [92]. Using Monte Carlo simulations we demonstrate that this type of 1 kHz
LWFA is capable of generating a sufficient dose rate for practical radiobiological or medi-
cal applications. The critical issues such as low radiation dose per electron bunch and the
relatively low stability of such systems can, in principle, be compensated for if the LWFA
operates at 1 kHz. Additionally, we outline some practical issues and pitfalls which need
to be addressed before such systems are used in real applications.
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2.2 The SYLOS laser system
This work has been inspired by one of the several laser-driven particle sources which will
be available in the near future at ELI-ALPS [1]. This particle source will be powered by
SYLOS, 1 kHz repetition-rate “single-cycle” laser, one of the main laser systems of the
research facility.
The SYLOS system was developed by a consortium of EKSPLA, Light Conversion,
Vilnius University and Northrop-Grumman in compliance with the requirements of ELI-
ALPS. The SYLOS system has an Optical Parametric Chirped Pulse Amplification
(OPCPA) architecture and generates > 4.5 TW peak power, few-cycle laser pulses (actu-
ally 2.2 cycles pulse duration) at a high repetition rate (1 kHz), with a central wavelength
of 880 nm [92]. During the Factory Acceptance Test, the laser demonstrated 53.8 mJ
pulse energy with 8.8 fs pulse duration at 1 kHz repetition rate combined with a remark-
able long-term stability (250 mrad CEP and 1.5 % energy stability) [136]. The laser is
currently being upgraded and is expected to be installed at ELI-ALPS with parameters
of 35 mJ and <7 fs, ultimately capable of 100 mJ and 5 fs.
The OPCPA architecture of the laser allows sub-10 fs laser pulses at much larger pulse
energies than more common 1 kHz systems, i.e. Ti:Sa lasers combined with hollow-core-
fibre post-compression (e.g. [137]), and also offers a higher repetition-rate than 10 Hz
OPCPA systems like the Light Wave Synthesizer 20 [137].
While SYLOS is optimized for different purposes, the laser pulse energy is sufficient to
accelerate electrons to VHEE-relevant energy levels, while the high repetition-rate (and
thus the high average laser power) would allow for higher dose rates, and also reduce
effects of shot-to-shot fluctuations.
At ELI-ALPS, the SYLOS-driven electron beamline is expected to provide electrons
with 30-50 MeV mean electron energies and above, with bunch charges of a few tens of
pC at 1 kHz repetition rate, corresponding to conversion efficiencies of a few percent and
electron currents of tens of nA. The energy spread of these electron bunches is relatively
large, 10-100% of the mean electron energy, and strongly depends on the laser beam
parameters which will be investigated at a later stage.
2.3 Methods
To assess the dosimetric characteristics, Monte Carlo simulations were performed based
on the Geant4 (version 10.3) Monte Carlo simulation framework [138, 139, 139] on a
workstation with an Intel Xeon 16-core processor.
Geant4 is a very flexible development environment which offers great flexibility in all
details of simulation scenario setup using object-oriented programming style and C++
programming language. It has an abundant set of physics models to handle the inter-
actions of particles with matter across a very wide energy range and it offers the direct
possibility to control all details of simulation and collect the desired information. There
are a lot of predefined sets of tools which make the development of the simulation code
relatively quick and easy and an important feature of Geant4 is that it offers tools for
multi-threading and parallel programming [140]. Geant4 is also an open source and free
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development toolkit, offered under Geant4 Software License, and maintained by CERN,






Figure 2.1: The semi-realistic model of irradiation geometry used in the MC simulations.
The laser beam (b) enters the vacuum chamber (a) and is focused using optics (c) onto a
gas jet target (d) where LWFA acceleration takes place. The accelerated electrons (f) exit
the vacuum chamber through a Mylar window (e). The absorbed dose was calculated in
the water phantom (g) placed at different source-to-surface distances (SSD).
Figure 2.1 shows the semi-realistic geometry used in the simulation scenarios. Electron
acceleration takes place in the vacuum chamber (a) at the gas-jet target (d). The accel-
erated electron beam exits the vacuum chamber through a 300µm thick circular Mylar
window (e). The absorbed dose is calculated in a water phantom (g), a box with 6 mm
thick Plexiglas walls filled with liquid water and placed in front of the Mylar window at
different source to surface distances (SSD). The materials for all geometric components of
the simulation were set using the materials defined in the NIST materials database [141].
The electron beam source was simulated based on the electron beam characteristics ob-
tained from 3D particle-in-cell (PIC) simulations, which were performed using the EPOCH
open source code ([142]) with the parameters of the SYLOS II laser system available at
ELI-ALPS.
The position, energy and direction of each electron in the beam were extracted from a
data file generated by the 3D PIC simulation and were used to set up the initial electron
parameters in the MC simulation.
The position, energy and direction of each electron in the beam were derived from a
data file generated by the 3D PIC simulation, taking into account the correct weighting
factor, as well as the position and momentum of each pseudo-electron. These parameters
were then used to set up the initial electron parameters in the MC simulations.
The PIC simulations used the following laser parameters: pulse duration 8 fs (FWHM),
peak power 4 TW (corresponding to 30 mJ total energy per pulse) and 1 kHz repetition
rate. The laser beam was focused to a 2.2µm focal spot diameter (FWHM), resulting in
2 · 1019 W/cm2 peak intensity. The Rayleigh length of such a tightly focused laser pulse
is around 100µm, wherefore we use a very narrow He (helium) gas jet as a target, where
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the maximum electron density after ionization is n0 = 4 · 1019 cm−3. The spatial density





where z0 = 70µm and σ = 38µm. In the radial direction the plasma density is assumed
to be uniform. The laser pulse is focused at z = 50µm, 20µm before the centre of the
gas jet. Due to tight focusing, the laser intensity increases quickly along the propagation
axis, which results in electron self-injection into the wakefield. The injected electrons are
accelerated over a distance of 50µm reaching an average energy above 30 MeV with a
small energy-spread, as shown below.
The simulation grid was 35 nm in the z direction and 50 nm in the lateral directions,
which means that each macroparticle (pseudo-electron) contains 875 real electrons. The
plasma electrons are represented by 4 particles per cell. For the field solver we use a special
method presented by Lehe et al. [143], in order to compensate for the grid dispersion,
which can generate errors in laser propagation.
The depth dose was scored in several ways. The first approach was a 3D ROOT
histogram, with numbers of bins in all directions chosen in a way to form a 1 mm3 voxel
size. Another, more realistic approach was simulating a water equivalent detector, with
the same dimensions as the sensitive volume of a Marcus ionization chamber [144] and
using a simulated sheet of radiochromic film, both placed in the water phantom. The
radiochromic film was simulated as Gafchromic EBT2 film with 5×5 cm dimensions with
the same structure and composition as published by the manufacturer. The absorbed
dose was scored in an active layer of simulated Gafchromic films with a 2D histogram.
The bin number of the histogram was selected in a way that the 2D histogram would have
the same 75 dpi resolution as the resolution of the film scans used in film dosimetry.
The physics of the simulations were set up using the physics-list mechanism of the
Geant4 toolkit and the QGSP BIC HP EMZ physics models, recommended for medical
uses [145]. This physics-list includes the hadronic models from which the photo-nuclear
and electro-nuclear interactions are useful for these purposes. The EMZ option con-
tains the electromagnetic physics models, including the photoelectric effect, Compton
and Rayleigh scattering for gamma particles and for charged particles ionization and
Bremsstrahlung. The range cut was set to 30µm, which is converted at initialization
time into the energy threshold for secondary gamma, electron, positron and proton pro-
duction.
For statistically meaningful results, 107 primary electrons were generated in all simu-
lations. The simulation code, including the geometry, physics and the scoring mechanism
was validated using data published in [146] and [147].
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2.4 Results and discussion
As stated in the Introduction, our main aim is to assess the possibility of using a 1 kHz laser
driven electron beam for radiotherapy and radiobiology applications. Recently Guénot
et al. [127] reported high-quality 6 MeV relativistic electron beams having an energy
spread of 3 MeV and a charge of ∼ 0.5 pC with 30 % fluctuation using 1 kHz repetition
rate, single-cycle 2.1 mJ laser pulses with 3.4 fs pulse duration in nitrogen gas jet.
However, reliable radiotherapy applications require 6 MeV or greater electron energies.
Based on our PIC simulation, such beams can be produced with the parameters of the
SYLOS II laser system available at ELI-ALPS.
Figure 2.2a shows the energy spectra of the accelerated electrons right after the ac-
celeration (solid line) and at the phantom surface (dashed line). The slight difference
between the two spectra is the results of electron scattering during propagation from the
plasma point to the phantom surface. Because the electrons are light particles, they un-
dergo considerable scatter during propagation. During this, their energy and propagation
direction change and some electrons leave the beams resulting in energy spectra with less
intensity and shifted toward lower energies and with broadened energy peaks. This effect
is more evident at low than at high energies. Therefore, at high relativistic energies this
scattering effect is negligible, which is also confirmed by the mean kinetic energies: the
initial mean energy of the beam is 35.97 MeV, while at the phantom surface the mean
energy is 35.73 MeV.










































Figure 2.2: (a) The energy spectra of the simulated electron beam at the acceleration site
(solid line) and at the phantom surface situated at an SSD of 100 cm. The long high-
energy tail of the energy spectrum is a specific feature of the self-injection mechanism.
(b) The energy spectra of electrons with low energy (up to 20 MeV). They are excluded
from simulations due to their large divergence.
Based on the simulated spectra, the average kinetic energy of the accelerated electrons
equals 35.7 MeV with FWHM of around 6 MeV. The spectra presented in Fig. 2.2a contain
electrons with kinetic energies above 20 MeV, however, there is a non-negligible, low-
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energy background (Fig. 2.2b). These low energy electrons are usually generated with a
large divergence angle, therefore they do not contribute to the absorbed dose and were
omitted from the simulations. On the other hand, such electrons produce considerable
Bremsstrahlung radiation when dumped, which must be considered in terms of radiation
protection.
The long high-energy tail of the energy spectrum is a specific feature of the self-
injection mechanism in LWFA. Here, electrons are accelerated during the initial phase of
the injection, when all electrons are located at the peak electric field of the ion cavity.
This process is very sensitive to the laser and plasma parameters. Consequently, the
amount of electrons is so low in this energy domain that they are ignored in experiments.
The multi-peak nature of the energy spectra is believed to be a natural outcome of the
LWFA acceleration process in high-density plasma due to the extremely high-field gradient
of the plasma wave. In other words, since the electron bunch size in 3D is around 1µm3,
it means that some electrons get slightly out of the extremely narrow acceleration phase
during the propagation in the wake behind the laser pulse, which results in minor peaks
around the main high-energy peak. It is also a result of the slightly different velocity of
the accelerated electrons in comparison to the wakefield phase velocity. This phenomenon,
which is known as the “dephasing effect”, can be mitigated by a careful control of plasma
density or by some plasma density profiling [148, 149, 150].
Such a multi-peak spectrum may produce some inhomogeneity in the depth dose
distribution, however this effect can be neglected as long as the energy peaks are close to
one another. This means that the spectrum can be approximated with a single, broadened
energy peak. This wide energy peak produces a depth dose distribution with a broader
and flatter plateau around the depth of dose maximum than a narrower energy peak,
which can be useful when large volumes of interest need to be irradiated homogeneously.



























































































Figure 2.3: (a) The electron beam divergence (defined as the angle between the electrons’
direction and z axis): the solid line represents the initial angular distribution while the
dashed line represents the angular mean energy distribution. The dash-dotted line rep-
resents the angular distribution at the phantom surface. (b) The angular distribution –
energy map of the accelerated electrons.
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However, as can be seen in Fig. 2.3a, the change in the initial angular distribution
of accelerated electrons, defined in terms of the angle between the electron propagation
direction and the z axis, is evident. As illustrated in Fig. 2.3a, the angular distribution
at the phantom surface (dash-dotted line) is wider than the initial angular distribution
(solid line). The former has a mean value of 1.83 o, while at the source position this is
1.13 o. This broadening affects the depth dose distribution, resulting in a smaller depth
of dose maximum and a larger dose profile.
From the angular distribution of energy fluence presented in Fig. 2.2a (dashed line) we
can conclude that electrons with kinetic energies around the mean kinetic energy prop-
agate in the forward direction. The low energy component of the beam (Fig. 2.3a) is
predominantly accelerated away from the propagation direction and have no direct con-
tribution to the depth dose distribution. However, because the initial angular distribution
has a direct effect upon the dose distribution, the shot-to-shot reproducibility of angular
distribution is mandatory.
It is important to note that this result refers to unconditioned electron beams. The
concrete energy and angular distribution can be significantly altered by the scattering
conditions. Scatter from collimators and other structures in the experimental setup has
a significant effect on these characteristics, and influence dose distribution at least to the
depth of dose maximum.
The 35.7 MeV mean electron energy combined with the quasi-monoenergetic nature
of the spectrum makes this electron beam suitable for radiotherapy applications.
It is agreed that at least 4 Gy/min dose rate is necessary for successful practical ap-
plications. As a first step towards determining the capability of the electron beam in
question, the total dose rate at the target surface can be estimated by integrating the
following formula (Equation 2.2) over the whole energy spectrum of the incident electron
beam:







where Ψ(E) is the energy fluence at the target surface, (dE/ρdx)T,w is the total mass
stopping power in water and 1.602 · 10−10 represents the unit conversion factor between
MeV/g and Gy. Using the beam spectra (Fig. 2.2a) and the NIST data of total mass
stopping power[141], the total dose rate at a distance of 100 cm is 2.901 Gy/pC/s. Since
in practice we expect a higher pulse charge than 1 pC, this value is sufficient for real
applications.
However, Eq. 2.2 gives us a rough estimate of the absorbed dose in a water phan-
tom. For a more accurate estimate, we must consider the radiation yield produced by
Bremsstrahlung, and the variation of beam spectra with depth and the build-up effect,
which jointly determine the particular form of the electron depth dose curve. Therefore,
we performed Monte Carlo simulations using the electron beam parameters (electron po-
sition, direction and kinetic energy) obtained with the PIC simulations.
The dose rate for different SSD was calculated at the depth of dose maximum. The
obtained results are summarized in Table 2.1. Because the standard SSD used in radio-
therapy is 100 cm, in the following we will refer to this SSD value. For this distance, the
depth of dose maximum is 1.9 cm and the amount of dose delivered by a single electron
bunch with 1 pC charge is 97.1µGy. From the 3D PIC simulations we can conclude that
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Laser beam pulse length (FWHM) 8 fs
Peak power 4 TW
Repetition rate 1 kHz
Focal spot diameter (FWHM) 2.2µm
Peak intensity 2 · 1019 Wcm−2
Target He gas jet
Max. e- density 4 · 1019 cm−3
Expected e- pulse charge 3–10 pC
Mean kinetic energy 35.97 MeV
Angular distribution (FWHM) 1.13 o
Expected dose rate for 100 cm SSD 6 Gy/min/pC
Instantaneous dose rate 3.9 · 106 Gy/s/pC
Depth of dose maximum in water 1.9 cm
Table 2.1: Key parameters and results of the simulations.
the electron bunch charge is 3 pC and the amount of dose delivered by a single electron
bunch totals ∼ 0.3 mGy. This very small amount of dose can be enhanced dramatically
by operating the LWFA at 1 kHz repetition rate, which results in a mean dose rate of
0.3 Gy/s or 18 Gy/min which is comparable with the achievements of medical LINACs.
However, through the adjustment of laser and gas target parameters, the electron
bunch charge can be increased, and is expected to reach charges exceeding 10 pC. This
means that the above calculated dose rate can be increased by a factor of ten. With
this high dose rate the LWFA acceleration technique becomes the rival of today’s LINAC
systems.
On the other hand, it is well known that the LWFA electron acceleration process is
particularly sensitive to laser system stability in terms of energy, focus point position
and other optical parameters, as well as plasma generation from gas jets. The major
uncertainty comes from fluctuation in the beam pulse charge. For example, Guénot et al.
[127] reported a 30 % shot-to-shot fluctuation in charge. This fluctuation has a direct
effect on the achievable absorbed dose and represents the key condition for radiotherapy
applications. It is known that a 7 % uncertainty in absorbed dose can modify biological
outcomes. For this reason, in radiotherapy practice the maximum permissible cumulative
uncertainty in dose delivery is 5 %, including uncertainties in treatment planning, patient
positioning, dose measurements etc.
In the following we prove that operating the LWFA at 1 kHz repetition rate provides
precise control over dose delivery. Assuming a normal distribution of pulse to pulse
charge fluctuation with a FWHW of 30 % as reported by Guénot et al. [127], the total
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where D1pC is the dose delivered by a single shot with 1 pC charge and qi is the charge of
each shot. The shot-to-shot charge fluctuation follows a normal distribution, which can










With a constant pulse charge of 1 pC and with a standard deviation of σ = 30 %,
for a dose of 1 Gy, we need approximately n = 104 shots. Sampling n number of shots
with a normal distribution of charge and applying Eq. 2.4, n shots deliver 1 Gy with an
uncertainty of 0.30 %.
This means that our results fit with this condition very well. Moreover, higher laser
beam instability is also acceptable (not the case of SYLOS II laser system at ELI-ALPS,
which is an ultra-stable system), on the basis of which we can confidently state that
1 kHz LWFA-based electron beams are suitable for radiobiological and/or radiotherapy
applications.
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Figure 2.4: The absorbed dose characteristics of the unconditioned electron beam; 2.4a
the dose distribution map and depth dose curve with its key characteristics: the dose
maximum Dmax = 9.7 cGy/pC/s at a depth of 1.93 cm; the therapeutic range R90 = 5 cm
defined as the depth where the absorbed dose equals 90 % of Dmax. 2.4b the depth
dose profile at the depth of the dose maximum with the full width at half maximum
FWHM = 4 cm.
Fig. 2.4a presents the absorbed dose map and the corresponding central depth dose
curve, which has a shape typical of electron beams. The entrance dose or surface dose
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(Ds) is stated at 0.5 mm depth and is 0.091 Gy/pC/s, which represents 94 % of Dmax
(which is generally is between 90 % and 100 % for electron energies above 10 MeV). The
rise of the curve is due to the increasing mean incident angles as a result of electron
scattering, which leads to an increase in electron fluence with depth. Because the absorbed
dose is proportional to electron fluence, the absorbed dose in successive depths increases
until the mean scattering angle no longer increases. When this condition is fulfilled, the
outgoing electrons from an elementary volume are compensated with the electrons leaving
that volume (i.e. electronic equilibrium is assured) and the depth dose curve becomes
relatively flat until electrons leave the beam. From this point the curve begins to fall at
a rate depending on the initial beam energy. Our simulated depth dose curve reaches a
dose maximum of Dmax = 0.097 Gy/pC/s at a depth of R100 = 1.93 cm. The depth of
dose maximum and the shape of the depth dose curve around this depth is determined by
the balance of scatter effects with a loss of electrons from the beam, therefore it depends
on beam energy and scattering conditions (irradiation geometry, field size and shape,
accelerator head design etc.). The therapeutic range, defined as the depth where the
absorbed dose equals 90 % of Dmax (D90%) represents a relatively uniform dose region
which can be used effectively for practical applications. In our case the therapeutic range
is around 5 cm, which can also change depending on irradiation geometry.
The distal part of the curve is described by the dose gradient, which is steeper for low
energies and becomes less steep as the energy increases. In practice, this distal part of the
depth dose curve can also be described by the depth (R50) where the depth dose becomes
half of the maximum (D50%). However, this characteristic is significantly affected by the
components of accelerators as well as by the medium in which the electrons propagate.
The simulated electron beam at the focal point has a diameter of 0.3µm in the trans-
verse plane and has a bunch length of 20µm. The divergence angle is 0.9 o, which results
in a beam size of 3.14 cm at 100 cm source to surface distance at FWHM (Fig. 2.4a),
which grows to 4.1 cm at the depth of dose maximum (Fig. 2.4b). This electron beam
produces a dose distribution having a transverse profile with a high central dose, which
rapidly falls forming a non-uniform transverse dose distribution. This significantly affects
the usability of the beam.
The above results were obtained using the electron beam parameters taken from PIC
simulations, which describe the electron bunch right after it exits the plasma medium.
However, the electron beam suffers considerable changes during propagation towards the
irradiation target. These changes strongly correlate with the design and components of
the accelerator and affect both dose distribution and the usability of the beam. In this
raw form this electron beam presents favorable properties for radiotherapy, but further
beam preparations are needed for real applications. The geometrical properties (field
shape and dimensions) are too large for irradiation techniques which use pencil beams
and too small for conventional techniques that usually require square fields measuring
25 cm. Furthermore, the mean free path of such energetic electrons is too small to form
the electronic equilibrium, which leads to difficulties in dose measurements. Therefore,
for real applications rectangular fields up to 25 cm× 25 cm are needed. Such fields can be
achieved using either a dual scattering foil system or the spot scanning technique. The
former is the most common technique used in LINAC based radiotherapy systems due to
its reliability.
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A dual scattering foil consists of a scatterer foil and a second flattening foil. The for-
mer is made from a material with a high atomic number, and it has an optimal thickness
which produces the desired scattering effect. The second foil is made from a material with
a low atomic number, it has a conical shape and is designed to flatten the scattered beam.
When designing such a system one needs to consider the size and flatness of the obtained
beam as well as the decrease in the number of electrons, the degradation of the energy
spectrum (broadening and shifting toward the lower energies) and the Bremsstrahlung
photon contamination. However, even a carefully designed system may suffer from beam
degradation, which can be compensated by the adjustment of the incoming beam param-
eters (particle number, energy, etc.)
We performed a few simulations to estimate the feasibility of this solution, although
the development of a dual scattering foil system is beyond the scope of this papper. Using
Au foil as the scattering foil and a conical Al foil as the flattening foil, together with a
rectangular diaphragm to collimate the beam to the desired shape we obtained a rough
dose rate estimate. The dose rate obtained for two beams with fields of 15 cm × 15 cm
and 20 cm × 20 cm is 1.1 mGy/pC/s at a depth of 1.8 cm and 0.9 mGy/pC/s at a depth
of 2.2 cm, respectively. From these preliminary results we can conclude that, without a
significant increase in the pulse charge, this solution is not applicable in this case.
In contrast, the scanning beam technique seems to be a viable alternative to produce
larger field sizes. Based on our MC simulations, we can demonstrate that with the avail-
able dose rate obtained with 1 pC pulse charge, the spot scanning system can produce a
beam size of 20 cm × 20 cm in a few tens of milliseconds, with a central axis depth dose
of about 0.275 mGy at the depth of dose maximum. This means that the dose rate which
can be achieved with the spot scanning method is 1.65 Gy/min/pC. Considering the pulse
charge of 3 pC, obtained from PIC simulations, the dose rate improves to a modest but
usable value of 4.95 Gy/min. These results were obtained by simulating the spot scan-
ning technique using the previously generated depth dose data. Fig. 2.5 presents the dose
maps, the depth dose curve and profile at the depth of dose maximum for a beam field of
20 cm× 20 cm.
This result was obtained by simulating the spot scanning technique using the pre-
viously generated depth dose data. As it can be seen, both the beam width, and the
therapeutic range are enlarged, and dose profile homogeneity also improves due to the
increased field size, which ensures an electron equilibrium in the central part of dose
distribution.
Our results suggest that this LWFA acceleration technique can be a promising alter-
native for RF-based conventional LINAC electron accelerators. The beam energy and
charge can be changed by modifying the target length and plasma density via changing
the gas jet pressure, even during the operation. This will enable researchers to perform
intensity and energy modulated irradiation.
Moreover, theoretical studies suggest several possible novel applications of the pre-
sented LWFA system. Due to the small divergence of the beam, it is relatively easy to
further narrow the beam and produce pencil beams for spot scanning techniques. Further-
more, we see the possibility of producing so called micro-beams whose enhanced biological
effects are extensively researched.




Figure 2.5: Dose map, depth dose curve and dose profile at maximum dose depth, obtained
with the spot scanning technique. The dose distribution was obtained by summing as
many beams as necessary to produce a 20 cm× 20 cm square beam. In Fig. 2.5a it can be
observed that the therapeutic range is enlarged, due to the electronic equilibrium, which





































Figure 2.6: The time structure of the electron bunch at 100 cm from the acceleration site
and the time structure of the dose deposition events.
pulse, which is 8 fs. At 100 cm from the source, the electron pulse duration stretches to a
mean time length of 2 ps at FWHW of electron time distribution (with a full time duration
of 160 ps, Fig. 2.6). As a consequence, the instantaneous dose rate of an electron shot
with 1 pC charge is 6×105 Gy/s, which can be higher if we consider a higher pulse charge.
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However, the time interval in which the beam energy is imparted to the matter is larger
(300 ps mean time), and is less sharp than the pulse time itself (1.46 ns full time length of
dose deposition events). This can be attributed to the considerable scattering of electrons.
Nonetheless, the instantaneous dose rate remains relatively high, 0.7×105 Gy/s at a pulse
charge of 1 pC. This very high instantaneous dose rate can open a new way to studying
the so-called FLASH effects where the ultrahigh instantaneous dose rate can substantially
enhance the therapeutic window ([43, 134, 44]). However, it is important to note that the
conditions to produce the FLASH effect are not clearly defined in the literature. It seems
that the instantaneous dose rate may be one of the conditions, however, the repetition
rate must be not too high to mitigate the oxygen scavenging effect of a high dose rate
(see Wilson et al. [134]).
As we can see, there are many possibilities as well as issues to be solved prior to real
applications. Our in silico study represents a promising start for further scientific work on
laser-driven electron source development. As soon as the experimental facility is assured,
intensive work is planned to find the best beam steering solution, to develop the suitable
beam monitoring and dosimetry system and to realize the necessary technical conditions
for the first radiobiological experiments.
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Chapter 3
Enhanced FBX dosimeter system for
reference dosimetry in radiobiology
3.1 Introduction
3.1.1 The Fricke chemical dosimeter
Ferrous ammonium sulphate based chemical dosimeters are well known in dosimetry.
Their most common form, known as the Fricke dosimeter system, is made from 1 mM
ferrous ammonium sulphate, 1 mM sodium chloride and 0.4 M sulphuric acid, which can
be used in the absorbed dose range from 20 Gy to 400 Gy. The ISO/ASTM51026-15 [2]
international standards recommend that the Fricke dosimetry system can be used as a
reference standard dosimeter. However, due to time and technical constraints, it is not
used in routine radiotherapy practice or radiobiological experiment dosimetry. These
applications require a lower detection window with an upper dose limit of 20 Gy.
In the Fricke solution Fe2+ ion is oxidized by the radicals formed during the radiolysis
of solution. The primary species formed by radiolysis in acid aqueous solutions are the H,
OH, H2O2 and H2 radicals. A simplified reaction mechanism of the process can be written
as [131]:
Fe2+ + OH→ Fe3+ + OH–
H + O2→ HO2
Fe2+ + HO2→ Fe3+ + HO –2
HO –2 + H
+→ H2O2
Fe2+ + H2O2→ Fe3+ + OH + OH–
(3.1)
In this reaction chain the modifications caused by NaCl are not considered. The presence
of NaCl desensitizes the system against organic impurities but simultaneously introduces
a dose rate dependence, which becomes considerable in the high dose rate domain.
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Ferrous ammonium sulphate based dosimetry can be considered as a precise method
to measure Fe3+ concentration produced by ionizing radiation. This can be performed
measuring the absorbance at a certain wavelength, and the dose can be calculated from





where A and A0 are the absorbance of irradiated and non-irradiated reference solutions,
respectively, ε is the molar absorption coefficient, ρ is the density of the solution, d is
the optical path length used in spectrophotometric determination and G(Fe3+) is the
radiochemical yield of the Fe3+ ions. The ferric ion radiochemical yield represents the
number of ferric ions formed in the solution per unit of absorbed dose to the solution. It
can be determined spectrophotometrically with high accuracy.
However, the Fricke solution usually is used in industrial applications, due to its rela-
tively low radiochemical yield of ferric ions. Several attempts have been made to sensitize
the conventional Fricke solution. The addition of organic compounds usually increases
the sensitivity of the solution, but the response becomes nonlinear with dose.
The nonlinear response to absorbed dose may be due to the reduction of ferric ions by
some of the radicals formed by radiolysis. However, in light of the evidence, this behaviour
can be explained qualitatively as well as by the spur theory of water radiolysis, which states
that the initial radiolysis species of water exist in a spur. These species then diffuse in the
medium and react forming intermediates and the final product, Fe3+ions. The probability
of interaction with Fe2+ ions is determined on the basis of the concentration of Fe2+ ions
and the initial radiolysis species, as well as the spatial distribution of these spurs. The
spatial distribution of spurs is strongly related to the linear energy transfer (LET) value of
radiation. At high LET, spurs are superposed, whilst at low LET the spatial distribution
of spurs is scattered. This means that the radiochemical yield of ferric ions is lower at
high than at low LET radiations, because the probability of a reaction with a Fe2+ ion
is higher when the spatial distribution of spurs is scattered, and the probability of a
reaction with a Fe2+ ion at the same LET radiation level is higher in case of higher Fe2+
ion concentrations.
3.1.2 The ferrous ammonium sulphate – benzoic acid – xylenol
orange dosimeter
Ferrous ammonium sulphate – benzoic acid – xylenol orange (FBX) dosimeters belong to
the group of ferrous sulphate based chemical dosimeters which can be used for low dose
applications, up to 20 Gy. The original FBX chemical dosimeter was developed by Gupta,
B.L. [151] and is made from 0.2 mM ferrous ammonium sulphate, 5.0 mM benzoic acid
and 0.2 mM xylenol orange in 25 mM sulphuric acid. In this system benzoic acid increases
the radiolytical oxidation of Fe2+ ions, which subsequently bind to the xylenol orange dye
molecules and form a complex with an absorption line around 540 nm. This line can be
subsequently detected and measured.
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The radiation chemistry of this system has been studied in detail by Geisselsoder
et al. [152], Gupta et al. [153], [154], [155], [156], [157] and Jia-Shan et al. [158]. In FBX
solution, each H2O2 and HO2 radicals oxidizes one ferrous ion, respectively, while one
OH radical is generated. This radical further reacts with benzoic acid and leads to the
oxidation of ferrous ions through a chain reaction [153] producing hydroxyclohexadiemyl
radicals, which may also oxidize the ferrous ions to ferric ions by a chain reaction and
change to hydroxy-benzoic acids [158]. Furthermore, benzoic acid can effectively compete
with oxygen for a hydrogen atom [153].
The xylenol orange may react with OH radicals and produce (XO ·OH) radical, which
can oxidize one ferrous ion [156]. The overall chemical change can be summarized in the
following reaction scheme:




−→ Fe3+ + H2O2
H2O2 + Fe
2+ −→ Fe3+ + OH + OH–
OH + C6H5COOH −→ (OH)Ċ6H5COOH
(OH)Ċ6H5COOH + nFe
2+ H
+,O2−−−→ nFe3+ + C6H4(OH)COOH
H + C6H5COOH −→ Ċ6H5(H)COOH
Ċ6H5(H)COOH
O2−→ C6H5COOH + HO2
OH + XO −→ XO ·OH
XO ·OH + Fe2+ −→ Fe3+ + (XO ·OH)−.
(3.3)
Its chemical yield has been determined for different beam qualities. For example,
Gupta et al. [159] measured the chemical yield for 10B(n, α)7Li neutron beam, while Bhat
et al. [160] and Semwal et al. [161] measured the response to 12C and 7Li ions. Low dose
rate and dose fractionation FBX dosimeter responses were also studied by Gupta and
Madhvanath [162], [163].
Thanks to its high sensitivity, the FBX dosimeter can be used for a variety of appli-
cations. Gupta et al. [164] studied the possibilities of using the FBX dosimeter for 60Co
therapy unit calibration and quality assurance [164], [165]. Moussous et al. [166] used
the FBX dosimeter for measuring dosimetric parameters, and Gupta et al. [167] studied
the usability of chemical dosimetry techniques, including the FBX solution, for various
applications under different geometries.
To date, several attempts have been made to further enhance the FBX dosimeter. For
example, Brindha et al. [168] introduced the stock solution techniques in the preparation
process to increase the shelf-life of prepared solutions, while Upadhyay et al. [169] modified
the FBX composition to obtain a more tissue-equivalent composition, resulting in its use
for neutron dosimetry.
Moreover, xylenol orange (XO) is used as an analytical tool in chemistry for the
determination of iron ion concentration. The protocol established by Gay et al. [170]
to measure Fe3+ concentration differs slightly from the FBX method. The measured
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wavelength is stated as 560 nm, and the amount of the xylenol orange is increased to
ensure that the absorbance of the XO-Fe complex is independent of the concentration of
XO. This occurs when the XO:Fe3+ ratio is above 3. Xylenol orange dye is added to the
Fe3+ ion solution before the spectrophotometric measurements using pre-prepared stock
solutions. The method described by Gay et al. [170] is recommended to measure the
Fe3+ ions in concentrations between 5µM and 50µM. We started out from this study to
improve the sensitivity of our FBX dosimeter.
3.1.3 The sources of uncertainties
All quantities in Equation (3.2) are subject to some uncertainties. Density can be mea-
sured with relatively high precision, and its variation in the prepared solutions is negligible.
The cuvette optical path length is well defined by the manufacturer, and in most cases
it has a 0.5 % error. Both the molar absorption coefficient and the radiochemical yield
depend on the accuracy of the measurements of the optical absorbance of solutions with
different Fe3+ concentrations.
The relation between the relative uncertainty of the measured absorbance can be
derived using the Lambert-Beer law of optical absorption. It has a minimum at A =
0.43, where the theoretical relative uncertainty is 0.2 % [171]. Below A = 0.2, relative
uncertainty increases considerably, and for very low absorbance, this tends to infinity.
The concentration of Fe3+ ions in a freshly prepared FBX solution is around 1.36µM,
depending on the purity, storage time and conditions of the Fe2+ salt. This concentration
corresponds to an absorption of A = 0.02 and a theoretical relative uncertainty of 1.6 %
in spectrophotometric measurements.
It is well known that a more than 5 % difference in absorbed dose can lead to consider-
able differences in the outcomes of radiobiological experiments or radiotherapy procedures.
Therefore, the reproducibility of radiobiological experiments or the replicability of treat-
ment results depend on the precision and accuracy of dosimetric measurements. The
main objective of this work was to develop an FBX formula based, enhanced chemical
dosimetry system to be used in radiobiological research as a routine reference dosimetry
method in various irradiation arrangements where common dosimetry tools are not suit-
able or are difficult to use. To achieve this, a standard operational procedure has been
established and validated to guarantee the necessary accuracy and precision. Related to
this, we have developed a custom designed multipurpose PMMA slab phantom to ensure
reference irradiation conditions.
3.2 Methods
Dosimetric solutions were prepared from analytical grade reagents and HPLC grade water
using suitably cleaned glassware. A high level of laboratory cleanliness was established
and maintained through an in-house practice protocol. Reagents were weighed with the
help of a calibrated analytical balance, precision pipettes, class A cylinders and volumetric
flasks. Apart from the ferrous ammonium sulphate stock solution all prepared solutions
were stored in dark media bottles with screw caps at room temperature.
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3.2.1 Dosimeter preparation
The dosimetric solutions were prepared from pre-prepared stock solutions, based on the
following preparation procedure:
• Sulphuric acid stock solution – All stock solutions were made with 25 mM H2SO4,
which was prepared before use from 0.5 M analytical grade sulphuric acid solution
(5 ml 0.5 MH2SO4 dissolved in 100 ml HPLC water). The latter was obtained from
concentrated H2SO4 solution (an ampoule contains 49.04 g H2SO4, Firma Chempure)
and stored in dark screw-cap bottles at room temperature.
• The ferrous ammonium sulphate stock solution (FS) – ammonium Fe2+ sulphate
hexahydrate ((NH4)2Fe(SO4)2 × 6H2O , 3.921 g, Sigma-Aldrich) was dissolved in
sulphuric acid (H2SO4, 25 mM, 50 mL). This was further diluted with 25 mM H2SO4
(100 mL). The resulting solution of ferrous ammonium sulphate (100 mM) was stored
in a refrigerator to prevent the thermal oxidation of iron ions.
• The benzoic acid stock solution (BA) – benzoic acid (C7H6O2, 1.974 g, Sigma-
Aldrich) was dissolved in sulphuric acid (H2SO4, 25 mM, 900 mL). This was further
diluted with 25 mM H2SO4 (100 mL). The final solution was 16.16 mM benzoic acid.
(Dissolution can be accelerated by heating.)
• The xylenol orange stock solution (XO) – xylenol orange disodium salt
(C31H30N2Na2O13S, 179.16 mg, Sigma-Aldrich) was dissolved in sulphuric acid (H2SO4,
25 mM, 50 mL) and was then further diluted with 25 mM H2SO4 (100 mL).
The dosimetric solution was prepared in a 100 mL volumetric flask using 1 mL FS stock
solution diluted with the BA stock solution, which resulted in a 1 mM ferrous ammonium
sulphate, 16 mM benzoic acid solution in 25 mM sulphuric acid. This solution was stored,
until use, in dark screw-cap bottles or in sterile Eppendorf tubes in a refrigerator.
3.2.2 Reference irradiation
All irradiation was performed in reference conditions using an in-house made PMMA
slab phantom and different beam qualities. A conventional LINAC (SSD = 100 cm, field
size 15 cm × 15 cm) was used for 6 MV and 15 MV photon beams and for 6 MeV, 9 MeV
and 12 MeV electron beams, respectively. A cell and small animal irradiator facility was
used (Xstrahl, RS320 type self-contained X-Ray irradiator) for 250 kVp X-ray beams
(HV L = 1.53 mm Cu equivalent).
Figure 3.1 shows the PMMA slab phantom which measures 30 cm × 30 cm and has
variable heights which can be changed using slabs with different thicknesses. The 2.5 cm
thick sheet has a 15 cm × 15 cm square hollow in the middle with a depth of 1.5 cm,
in which different inserts with the same dimensions can be placed. These inserts are
prepared to hold different sample vials: 0.5, 1.5, 2 mL Eppendorf tubes, well plates and cell
culture dishes. This slab phantom can be used for the reference irradiation of dosimetric
solutions, dosimetric films or both at the same time, and for the irradiation of different














Figure 3.1: Acrylic slab phantom for reference irradiation. The phantom has two func-
tional parts: a 30 cm× 30 cm PMMA sheet with different thicknesses for variable PMMA
phantom heights (3.1b) and a PMMA sheet with thickness of 2.5 cm with a 15 cm×15 cm
and 1.5 cm deep hollow in the middle which can accept inserts with the same dimensions
(3.1a). These inserts are designed to accept different types of sample holders (3.1c). An-
other piece of 2.5 cm thick PMMA sheet is designed to house one or two multi-well plates
with dosimetric solutions or biological samples (3.1d).
Samples for conventional LINAC irradiation were placed at an equivalent depth chosen
so that 1 MU would yield the same dose as in water. This was determined by a series
of measurements made with a PTW Unidose universal dosimeter and a Farmer type
ionization chamber calibrated with a secondary standard in terms of absorbed dose to
water.
In the cell and small animal irradiator, a beam hardening filter (consisting of a 1.06 mm
aluminium foil and a 0.51 mm copper foil) was used to obtain an X-ray beam quality equiv-
alent to HV L = 1.53 mm Cu. The correction factor of kQQ0 = 0.9978 was determined
through the interpolation of the beam quality factors provided by the calibration labora-
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tory. The reference dose measurements were carried out in a PTW RW3 type solid slab
phantom with a PTW Farmer Chamber type 30013, and a PTW Unidoswebline dosimeter
calibrated relative to water.
The absorbed dose was measured in a RW3 solid slab phantom used for daily calibra-
tions. The measured dose was converted into absorbed dose to water using the manufac-
turer’s conversion factors. Data were available neither for the 250 kVp X-ray RW3 solid
slab phantom, nor for the plexi slab phantom. Consequently, a phantom dose conver-
sion factor was determined using the procedure published by Seuntjens et al. [172]. The
depth dose was measured in water at different depths (zref ) and in the RW3 and PMMA
slab phantoms at an equivalent depth (zeq). The phantom dose conversion factor was





where kQs,w is the phantom dose conversion factor, M
Q
w is the ionization chamber readings
in water at reference depth zref and M
Q
s are the ionization chamber readings in the slab
phantom at equivalent depth zeq with the same Q beam quality and corrected for influence
quantities.
The equivalent depth is the inverse ratio of the relative electron densities (ρe) in the







Equation (3.5) should be used in conjunction with a similar equation for the ratio of
the reference and equivalent field size. However, for the lack of an appropriate collimator,
these conditions were not reproducible and because it does not significantly affect the
final results, we neglected this condition.
Table 3.1 shows the equivalent depth and the phantom dose conversion factor for RW3
and PMMA, and for the 250 kVp X-ray (HV L = 1.53 mm).
3.2.3 Spectrophotometric measurements
After irradiation, 0.1 mL xylenol orange stock solution (XO) was added to each 0.9 mL
of irradiated dosimetric solution. The final solution contained 0.25 mM xylenol orange
disodium salt. After waiting at least ten minutes for the xylenol orange to form complexes
with the Fe3+ ions [170], we measured the solution’s absorbance at 560 nm against the
xylenol orange blank solution. The blank sample was prepared in a sample vial from the
XO stock solution (0.1 mL) and sulphuric acid (0.9 mL 25 mM), in the same manner as
the dosimetric samples.
Absorption measurements were performed using an UV-VIS spectrophotometer (Lamb-
da 35, Perkin Elmer, double light path) and a quartz cuvette with a 1 cm path length.
The recommendation of the ISO/ASTM 51026:2014 standard was followed to ensure the
reproducibility and accuracy of the measurements.
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Water RW3 PMMA





0.5 0.5 0.9539 0.4 0.9329
1.0 1.0 0.9492 0.9 0.9262
1.5 1.5 0.9421 1.3 0.9128
2.0 2.0 0.9241 1.7 0.8874
2.5 2.5 0.9158 2.2 0.8762
3.0 3.0 0.9122 2.6 0.8633
3.5 3.5 0.9083 3.0 0.8490
4.0 4.0 0.8893 3.5 0.8270
4.5 4.4 0.8837 3.9 0.8183
5.0 4.9 0.8785 4.3 0.8011
Table 3.1: Phantom dose conversion factor for RW3 and PMMA materials
3.2.4 Density measurements
The density of the eFBX solution was measured with an Anton Paar DMA 35 portable
density meter (accuracy, 0.001 g/cm3) and the classical gravimetric method. The results
of the two methods were compared and a mean value was generated.
3.2.5 Determination of the molar mass absorption coefficient
A simplified version of the recommendations of ISO/ASTM 5106:2014 were followed to
determine the molar absorption coefficient. An Fe3+ stock solution was prepared by dis-
solving ammonium iron(III) sulphate dodecahydrate (Sigma Aldrich, 4.82 mg) in sulphuric
acid (25 mM, 50 mL), and was then diluted down to 100 mL. From this stock solution and
the BA stock solution a series of samples were prepared with Fe3+ ion concentrations
between 10µM and 60µM, and 0.1 mL XO stock solution was added to each 0.9 mL
solution.
The concentration of Fe3+ ions for each sample was determined by measuring absorp-
tion at 560 nm. The molar linear absorption coefficient was obtained from the gradient of
the plot of the absorbance/path length versus concentration.
3.2.6 Determining the radiochemical yield of ferric ions
The radiochemical yield of ferric ions G(Fe3+) was determined using a freshly prepared
eFBX solution that was irradiated with different doses in 2 ml Eppendorf tubes using the
PMMA slab phantom and the reference irradiation geometry. Optical absorption was
measured for irradiated and nonirradiated samples and ∆Ai = Ai − A0 were calculated,
where Ai is the absorption of the irradiated sample and A0 is the absorption of the
nonirradiated sample.
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Plotting ∆A/ερ values as a function of dose results in a linear corelation where the
gradient corresponds to the radiochemical yield of ferric ions (G(Fe3+)).
3.2.7 Dose determination
Whenever possible, we irradiated at least three FBX samples, together or separately,
with the same dose. After irradiation we performed spectrophotometric measurements,
and using Equation (3.2) we calculated the absorbed dose from the obtained absorption
value.




water = kw,PMMA ·DzeqPMMA, (3.6)
where kw, PMMA is the PMMA to water conversion factor, calculated as the ratio of the
measured dose in water at reference depth (D
zref




3.2.8 Diluted eFBX solution measurements
For the measurement of doses with volumes less than 1 ml, the irradiated eFBX solution
was diluted with a well defined amount of nonirradiated eFBX solution. XO stock solution
was added to these diluted eFBX solutions. Based on the degree of dilution, the change
in absorbance induced by the absorbed dose can be calculated with the following formula:
∆A =
Am − (1− 19β)A0
0.9− β , (3.7)
where ∆A is the change in absorbance, Am is the measured absorbance of samples without
correction, A0 is the absorbance of the nonirradiated solution and β is equal to the ratio
of the solvent volume and the total volume of samples β = V0/VT .
3.3 Results and discussion
3.3.1 Sensitivity
To improve the sensitivity of the FBX dosimeter, attempts have been made to increase the
chemical yield of ferric ions and to enhance the photometric measurement techniques by
applying Gay et al.’s [170] recommendation. We performed a series of experiments varying
the chemical composition to increase the sensitivity of the FBX dosimetric solution.
It is well known that the radiochemical yield of Fe3+ ions is higher in the ferrous
sulphate – benzoic acid system (FB) than in the ferrous sulphate – benzoic acid – xylenol
orange system (FBX)[153].
Studying the relation between the response of the FB system and the concentration of
benzoic acid has revealed that the chemical yield of Fe3+ ions can improve if the amount
of benzoic acid is increased in the system. The variation of absorbance as a function of BA
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concentration is shown in Figure 3.2. When the FB samples with increased benzoic acid
concentration were irradiated with 4 Gy, the response showed saturation effects, which
became significant above 7.5 mM of benzoic acid. However, the response curve was not
completely saturated in the measured concentration range. The extrapolation of the data
revealed that complete saturation occurs above 16 mM.
On the other hand, variations in benzoic acid concentrations, due to poor measurement
or improper dilution do not significantly influence the dosimetric response of the solution.
Figure 3.2 shows that a change in the BA concentration from the standard 5 mM to
16 mM results in an 8 % increase in absorbance, which corresponds to an 8 % growth in
radiochemical yield. At the same time, there is a 0.3 % difference in absorbance at 14 mM
and 16 mM. Therefore, at higher benzoic acid concentrations the error which may occur
in the solution preparation process is negligible.
A further increase in benzoic acid concentration is hindered by its poor solubility in
water (21.9 mM at 18 oC). No further improvements in absorbance are expected above
16 mM, so there is no point in experimenting with even higher concentrations.











Figure 3.2: Optical absorbance as a function of benzoic acid concentration for irradiated
solution and for nonirradiated solution.
3.3.2 The problem of nonlinearity
As already mentioned in the introduction, the main drawback of the FB system is that
there is a nonlinear response to dose. This behaviour was reported by Gupta et al. [153]
and shown in Figure 3.3, where the dose response of the Fricke and FBX dosimeters is
nonlinear above 5 Gy in the FB system.
Based on the spoor theory, the nonlinearity of the FB solution suggests that the solu-
tion becomes saturated at high doses, which means that there is a reduced probability of
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Figure 3.3: Dose response curve of different dosimetric solutions for a standard Fricke
solution, measured with xylenol orange techniques; an FBX solution and an FB solution.















Figure 3.4: The effects of increased ferrous sulphate concentrations. The lower line is
the graph of linear fitting of the measurement points (marked with circles) in case of
eFBX solutions with 0.2 mM ferrous sulphate concentration. The dashed line is the graph
of fitting with a rational function of the same measurements points. The upper line
represents the graph of linear fitting of the measurements points (marked with squares)
obtained with 1 mM ferrous sulphate concentration.
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a reaction with a Fe2+. This in turn leads to a decreasing chemical yield, which prompted
us to remove the nonlinearity of the system by increasing the Fe2+ concentration. Figure
3.4 shows the effects of increasing the ferrous ammonium sulphate concentration from
0.2 mM to 1 mM, which corresponds to the ferrous ammonium sulphate concentration of
the classical Fricke dosimeter.
3.3.3 Radiochemical yield of ferric ions
In the FB system each hydrogen atom oxidizes two ferrous ions, and each hydrogen-
peroxide molecule oxidizes one ferrous ion, while one hydroxyl radical is produced. This
secondary hydroxyl radical reacts with benzoic acid and forms hydroxyclohex-adiemyl
radicals, which oxidize the ferrous ions in a chain reaction [158]:
(OH)Ċ6H5COOH + nFe
2+ H
3,O2−−−→ nFe3+ + C6H4(OH)COOH. (3.8)
Concurrently, benzoic acid can effectively compete with oxygen for H atom releasing HO2
radicals [153]. Gupta et al. [153] showed that the radiochemical yield for the FB system
can be written as:
G(Fe3+) = 12 ·GH2O2 + 11 ·GOH + 13 ·GH , (3.9)
where GH2O2 = 0.79 · 10−7 mol/J, GOH = 2.9 · 10−7 mol/J and GH = 3.5 · 10−7 mol/J
are the radiochemical yield of hydrogen peroxide, hydroxyl radical and atomic hydrogen,
respectively.
However, in the FBX system, H2O2 oxidizes 8 ferrous ions instead of 12, and the
xylenol orange competes for OH radicals with benzoic acid, producing XO · OH radical,
which can oxidize one ferrous ion. According to Jia-Shan et al. [158] and Gupta et al.
[153] the reaction chain length of the oxidation of Fe2+ decreases and Equation (3.9) can
be written as:
G(Fe3+) = 8 ·GH2O2 + 7 ·GOH + 11 ·GH . (3.10)
The radiochemical yield of Fe3+ ions in an FB solution with 5 mM benzoic acid concen-
tration can be calculated using Equation (3.9) and is found to be 8.75 ·10−6 mol/J. These
measurements show that the radiochemical yield of dosimetric solutions with 16 mM is
9.08 · 10−6 mol/J for a beam quality of 6 MV. This equals a 3.9 % increase in yield, and is
due to the higher benzoic acid concentration. Using the logic proposed by Jia-Shan et al.
[158] we can conclude that in the presence of 16 mM benzoic acid, the OH radical oxidizes
12 rather than 11 Fe3+ ions, and Equation (3.9) becomes:
G(Fe3+) = 12 ·GH2O2 + 12 ·GOH + 13 ·GH . (3.11)
By using a concentration of 16 mM benzoic acid, and by irradiating an FB solution
instead of an FBX solution, the radiochemical yield can be increased from a mean litera-
ture value of 6.89 · 10−6 mol/J, to 9.08 · 10−6 mol/J, which equals to a 24 % enhancement.
We named this system enhanced FBX (eFBX).
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ǫ = 14615 ± 179M−1cm−1
Figure 3.5: Graphical representation of absorbance variation as a function of Fe3+ ion
concentrations. The gradient is the molar attenuation coefficient, ε = 14615±18 M−1cm−1.
Our eFBX dosimetric solution has a density of 0.9978 g/cm3, and the measured molar
attenuation coefficient is 14615±18 M−1cm−1, which was obtained by fitting the measured
absorbance at different Fe3+ concentrations (Figure 3.5). This value is in agreement with
literature values, and any difference may be attributed to the degree of purity of xylenol
orange dyes, which varies from manufacturer to manufacturer. This is a common problem,
and it is always recommended to measure the molar attenuation coefficient when a new
lot of xylenol orange is used. A summary of different molar absorption coefficient values
was published by Moussous et al. [173].
The radiochemical yields of ferric ions resulting from different beam qualities are
presented in Table 3.2. All values are in terms of dose to water, and were determined by
applying the appropriate conversion factors.
The effects of the dilution of the irradiated solution were investigated to perform
measurements with dosimetric solutions of less than 1 mL, for example solutions from
single wells of a 96-well plate, 250µl. Table 3.3 shows G(Fe3+) values for various diluted
eFBX solutions, and it can be seen that to some extent the radiochemical yield values
differ for diluted and nondiluted solutions. This can be attributed to some matrix effects
the origins of which have not yet been identified.
We established a standardized measurement protocol to ensure that eFBX is an easy-
to-handle chemical dosimeter. For this purpose, we started out from the ISO standard
on the practice for using the Fricke reference standard dosimetry system. Our protocol
describes the preparation, handling and storage of the solution; irradiation in reference
conditions; the photometric measurements and subsequent data processing.
Stock solutions were introduced similarly to Brindha et al. [168] with some modifica-
tions for the preparation of dosimetric solutions. All but one of the stock solutions were





6 MV photon 9.08± 0.17 · 10−6
15 MV photon 9.10± 0.17 · 10−6
6 MeV e− 8.98± 0.15 · 10−6
9 MeV e− 9.03± 0.08 · 10−6
12 MeV e− 8.97± 0.26 · 10−6
250 kVp X-ray 6.46± 0.08 · 10−6





4/0.9 0.9 2.6 6.07±0.18·10−6
4/0.5 0.5 3.1 5.86±0.23·10−6
4/0.25 0.25 3.35 5.88±0.23·10−6
Table 3.3: The radiochemical yield of diluted eFBX dosimetric solution for different di-
lutions grades. All values refer to 250 kVp X-ray beam quality.
to its short, two-week shelf-life (caused by the relatively high thermal oxidation rate of
ferrous ammonium sulphate, which is a function of Fe2+ ion concentration and temper-
ature). The BA and XO stock solutions can be stored at room temperature for a long
time without any observable degradation.
The initial ferric ion concentration depends on the thermal oxidation of the dosimetric
solution, which reduces the measurable dose range. The freshly prepared eFBX solution
has an optical absorption of 0.1, which can increase to 0.3 with a change in ferric ion
concentration over time. For this reason it is always recommended to use freshly prepared
FS stock solutions to avoid any uncontrolled change in dosimetric solution consistency,
and to ensure complete control over the quality of dosimetric solutions.
Figure 3.6 shows that the blank solution has considerable absorption at the maximum
absorption wavelength (525 nm) of the eFBX system. This means that the Beer-Lambert
law cannot be used here. A convenient method is to measure absorption at a different
wavelength where there is no considerable xylenol orange absorption [170]. Hence, all
photometric measurements were conducted at 560 nm, in accordance with the observations
of Gay et al. [170].
It is also interesting to note that the xylenol orange technique can be successfully
applied to standard Fricke solutions in the low dose domain. The initial concentration
of ferric ions is the same as in the case of the eFBX solution, and the chemical yield
of the Fricke solution is 1.6 mol/J[2]. The concentration change induced by irradiation
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Figure 3.6: The absorption spectra of the blank solution and of the irradiated eFBX
solution. The dotted vertical lines represent the wavelengths for maximum absorptions
and for the actual measurement wavelength.
can be measured with the xylenol orange technique. If we apply this technique to the
Fricke solution, the chemical yield is 1.62 · 10−6 mol/J for a 6 MV photon beam and
1.44 · 10−6 mol/J for a 250 kVp X-ray beam, respectively.
3.3.4 Uncertainty budget
Table 3.4 summarizes the uncertainty budget for eFBX dosimeter calibration, made using
the recommendations of IAEA[94]. In this phase we encountered two major problems:
the uncertainty of spectrophotometric measurements and that introduced by pipetting.







where A is the absorbance and dT is the standard deviation of transmittance. Equation
(3.12) can be obtained using the Lambert-Beer law [171] (Figure 3.7). The graph shows
that the uncertainty of measurements at low absorbance is relatively high. In a freshly
prepared eFBX dosimeter solution, absorbance is usually between 0.01 and 0.02 , and
increases with storage time. The relative uncertainty of absorption is between 3.12 % and
1.6 %. However, a rise in the concentration of ferrous sulphate to 1 mM in the eFBX
dosimetric solution increases the absorbance of the freshly prepared solution to 0.1 with
a theoretical relative uncertainty of 0.38 %.
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The final ferric ion concentration of the eFBX solution is determined both by the
absorbed dose and by the pipetting of the solution after irradiation. Section 2.3 states
that for sample preparation 0.9 ml eFBX solution was extracted from the irradiated sample
and 0.1 ml XO stock solution was added. Therefore, the final concentration of the solution
was 0.9 ml · c0/(0.9 + 0.1) ml, where c0 is the initial ferric ion concentration. If we apply





















where δAB/AB is the total uncertainty of absorbance of the irradiated solution; δAm/Am
is the uncertainty of absorbance of the irradiated solution; δA0/A0 is the uncertainty of
absorbance of the nonirradiated solution, which is discussed here separately, because low
absorbance results in higher uncertainty, and δV/V is the uncertainty associated with
pipetting. Parameter n represents the volumes which were measured with a pipette.
For example, two samples of 0.9 ml can be extracted with a 1 mL pipette from a single
2 ml Eppendorf tube. With the addition of the XO stock solution parameter n increases
to 3. In an ideal situation, the uncertainty attributed to volume determination with a
precise pipette is 0.2 %. Equations 3.12 and 3.13 provide the combined uncertainties for
absorbance measurements represented in Figure 3.7 (dotted line).












A = − 0.43410−AAδT













Figure 3.7: The relative uncertainties for the eFBX dosimeter due to the photometric
measurements (solid curve) and due to the combination of photometric and volume mea-
surements (dashed line).
Figure 3.7 shows that the uncertainty introduced by pipetting resulted in a greater
but flatter relative uncertainty in absorbance measurements. In the 0.1 to 1.2 absorbance
interval, the relative uncertainty is between 0.64 % and 0.65 % with a minimum of 0.55 %.
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This absorption interval corresponds to an absorbed dose range up to 9 Gy for 6 MV




Type A Type B
Reference dose rate
Nk secondary standard — 0.20
Positioning — 0.02
Temperature and
pressure correction 0.03 0.10
Measurement of current 0.05 0.10










G value determination 0.6 —
ε determination 0.2 —
Temperature correction — 0.50







Table 3.4: Uncertainty budget of the eFBX solution. Temperature correction was cal-
culated based on the relations used for the Fricke dosimeter[2] as the temperature de-
pendence measurement has not yet been performed. The combined standard uncertainty
without this term becomes 1.0 %.
Table 3.4 summarizes these calculations and considers other sources of errors. The
combined standard uncertainty can be considerably improved by eliminating uncertainty
type B assigned to temperature correction. Temperature correction was not considered
in this study, but on the basis of the spur theory and the increased amount of ferrous
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sulphate in the final composition, a similar relation can be assumed between temperature
and radiochemical yield as in case of the Fricke dosimeter [2]. The same connection is
true for the temperature correction of absorbance measurements, which is related to the
associated volume change with temperature. Correction for this variation means that the
combined standard uncertainty becomes 1.0 %.
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Chapter 4
Conclusion and new scientific results
Laser-driven particle acceleration represents a long-awaited breakthrough in the develop-
ment of novel radiotherapy facilities. The feasibility and suitability of real particle beam
parameters can be investigated using currently available high power laser systems. One of
the main objective of this work was to theoretically investigate the potential application
of high repetition rate LWFA electron beams for radiotherapy.
Electron beams produced in plasma by 1 kHz high repetition rate laser system may
provide a promising alternative for conventional accelerators. In this study I have demon-
strated that this laser system can produce electron beams with high energies (35.97 MeV
mean kinetic energy) and acceptable dose rates (18 Gy/min considering the electron bunch
charge of 3 pC obtained by PIC simulations) and dose delivered with very high precision,
due to the high repetition rate of the system.
This results suggest that this LWFA acceleration technique can be a promising al-
ternative for RF-based conventional LINAC electron accelerators. The beam energy and
charge can be controlled by modifying the target length and plasma density via changing
the gas jet pressure, even during the operation. This will enable researchers to perform
intensity and energy modulated irradiation. The energy modulation and the spot scan-
ning technique together could open extremely important application spectra for electron
irradiation of superficial targets with uneven thickness, providing significant normal tissue
protection.
Further efforts are needed to choose the best beam steering solution as well as to
develop the suitable beam monitoring and dosimetry system. Taking advantage of their
particular future (very short pulse length, high instantaneous dose rate, narrow beam
size etc.) we may be able to develop novel radiotherapy techniques such as microbeams,
FLASH techniques etc. The results of this in silico study represent a promising start for
further scientific work on laser-driven electron source development.
In this work I have also studied some of the properties of the well-known FBX dosi-
metric solution in terms of sensitivity and dose range. The main motivation was the fact
that the success of radiation therapy crucially depends on the accuracy of dose measure-
ments. However, to date, no dosimetric methods have been established for the absolute
dosimetry of radiation beams with very high instantaneous dose rates. My effort was to
prepare the necessary methodology for future dosimetric measurements in such radiation
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fields using a modified version of the Fricke type chemical dosimeter, as an alternative to
ionization chambers.
The photometric determination of ferric ions is one of the major obstacle to obtaining
good results with low uncertainties. This problem can be eliminated by improving the
sensitivity of the solution, which I achieved by increasing the benzoic acid concentration
and by adding xylenol orange dye after irradiation. Nonlinearity, a hallmark of an FB
system, was eliminated by increasing the ferrous sulphate concentration from the original
0.2 mM value to 1 mM.
For reference irradiation, I constructed a special, multipurpose PMMA slab phantom
to hold Eppendorf tubes filled with dosimetric solutions. This phantom can also be used
for irradiation under the same conditions as those used for biological and/or chemical
samples kept in cell culture dishes or multi-well plates. Moreover, one can perform the
cross-calibration of the eFBX dosimeter with other dosimeters, such as films, ionization
chambers etc.
Further improvements to the system can be made by studying the influence of tem-
perature on chemical yield and absorbance measurements. If there is indeed a relation
between chemical yield and temperature, and between absorbance and temperature, the
obtained 1.12 % combined standard uncertainty can be further reduced to 1.0 %.
I am planning to conduct further experiments to make our reference dosimetry system
more widely accepted. Our aim is to further optimize and refine the dosimetric character-
istics and measurement practices and to ensure the reliability of this system as a reference
dosimeter. It is also crucial to prove its suitability in various practical situations, especially
in the dosimetry of radiobiological experiments, as well as in radiotherapy measurements.
Furthermore, its suitability for measurements of beams with high instantaneous dose rate
is still an open question.
New scientific results
1. With PIC simulations I have demonstrated that this laser system can produce quasi-
monoenergetic electron beam with high mean kinetic energies (35.97 MeV) at 1 kHz
repetition rate which may provide a promising alternative for conventional acceler-
ators;
2. Using Monte Carlo simulations I have demonstrated that this type of 1 kHz LWFA
system is capable of generating a sufficient dose rate for practical radiobiological or
medical applications (18 Gy/min or even higher);
3. I proved that the operation of LWFA at 1 kHz repetition rate provides precise control
over dose delivery (with an estimated uncertainties of 0.3 %);
4. With further developments it is possible to obtain electron beams with depth dose
characteristics suitable for real radiotherapy applications (active scanning, microbeams
etc.);
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5. With proper control of laser and gas target parameters we may be able to perform
energy and intensity modulated irradiation, as well as the combination of them even
in real time;
6. I have outlined some practical issues and pitfalls which need to be addressed before
such systems are used in real applications;
7. I have conducted detailed investigations on the dosimetric properties of the FBX
dosimetric solution in terms of sensitivity and dose range;
8. I have improved the precision and accuracy of the dosimeter by increasing the ben-
zoic acid concentration and by adding xylenol orange dye after irradiation;
9. Nonlinearity, a hallmark of an FB system, was eliminated by increasing the ferrous
sulphate concentration;
10. I adapt the classical radiochemical model to the new chemical formula which qual-
itatively explains the enhanced radiochemical yield;
11. For reference irradiation, I constructed a special, multipurpose PMMA slab phan-
tom. This phantom can be used for irradiation under the reference conditions of the
dosimetric solution as well as biological or chemical samples in Eppendorf tubes, or
for the cross-calibration of our chemical dosimeter with other dosimeters;
12. A standard operational procedure has been established and validated to guarantee




[1] S. Kühn, M. Dumergue, S. Kahaly, S. Mondal, M. Füle, T. Csizmadia, B. Farkas,
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[90] J. Wenz, A. Döpp, K. Khrennikov, S. Schindler, M. F. Gilljohann, H. Ding,
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[136] R. Budriūnas, T. Stanislauskas, J. Adamonis, A. Aleknavičius, G. Veitas,
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A B S T R A C T
Laser wakefield acceleration (LWFA) offers a promising compact solution for the production of high and very
high energy electron (VHEE) beams, which have an ultrashort pulse duration with a high instantaneous dose
rate and small source size. These unique properties are of radiobiological as well as clinical interest. In this
paper we focus on the potential application of high repetition rate LWFA electron beams for radiobiology
and radiotherapy. On the basis of particle-in-cell (PIC) and Monte Carlo simulations we propose that, using
a commercially available 1 kHz laser system one can generate electron beams with 35.7 MeV mean energy
and 3 pC electron bunch charge at 1 kHz repetition rate to deliver a dose rate of 18 Gy/min, which could
be extremely useful for real radiotherapy applications. Thanks to the high repetition rate, dose delivery can
be performed with high precision making this system a potential alternative to conventional clinical electron
accelerators.
1. Introduction
It is now sixty-seven years since the first dedicated medical electron
linear accelerator (LINAC) was used to treat cancers. This milestone
opened new prospects in the development of radiothreapy techniques,
which have remained indispensable in the fight against cancer. The
main paradigm of radiotherapy has not changed essentially over the
years. However, the underlying technology and the techniques have
significantly improved. Intensity modulated radiation therapy (IMRT),
image-guided radiotherapy (IGRT), stereotactic body radiation ther-
apy (SBRT), stereotactic ablative radiotherapy (SABR) are just a few
radiotherapy techniques which have significantly benefited from the
technological enhancement of particle accelerators.
Electron beam therapy is a widely used radiotherapy technique
for the irradiation of superficial target volumes. Accelerators currently
used in clinical practices generate electron beams with energies be-
tween 6 and 24 MeV, which allows a relatively uniform dose delivery
to a depth of 1 to 6 cm. These clinical electron beams are used in
the treatment of skin, breast and chest wall cancers; peripheral lym-
phatic regions of head and neck cancers; and for the irradiation of
other neoplastic diseases. Electron beams can also be used in intra-
operative applications for selective dose delivery to the tumor bed after
∗ Corresponding author.
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the surgical removal of pancreatic, colorectal cancers and soft tissue
sarcomas [1].
As far as the particle accelerator technology is concerned, there is a
trend in using high-power laser beams and gaseous plasma (fully ion-
ized gas) media to build compact electron accelerators. In 1979, Tajima
and Dawson [2] proposed a scheme for electron acceleration to rel-
ativistic energies by ultraintense electrostatic plasma waves (called
‘‘laser wakefield’’) driven by ultrashort focused laser pulses during their
propagation in under-dense gaseous plasma medium. This laser–plasma
acceleration scheme is called ‘‘laser wakefield acceleration’’ (LWFA)
and it has attracted significant interest in recent years [3–5] due to
the availability of commercial, ultracompact, solid-state terawatt laser
systems [6].
Generally, the use of optical mirrors instead of high-power magnets
provides relative flexibility in beam delivery, and offers new possi-
bilities in facility design, cost reduction, and in the development of
new radiotherapy techniques. These advantages are not self-evident in
experimental laser facilities which require sophisticated and delicate
infrastructure. However, the inherent strengths of such systems, and
the rapid technological progress make laser–plasma acceleration in
general and LWFA in particular a promising alternative to conventional
RF-based accelerators.
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With LWFA techniques it is easy to produce very high energy elec-
tron beams (VHEE, electrons with energies above 50 MeV). VHEE beam
therapy has recently emerged as a novel option for cancer radiotherapy.
In silico studies have shown that VHEE beams have a more favor-
able dose distribution than advanced photon techniques and in some
situations, the results approach the charged particle therapy values.
Monte Carlo simulation based plans, using electron beams with energies
above 100 MeV provided a very good dose conformation, while offering
significantly improved dose sparing of healthy tissue when compared to
intensity modulated and volumetric arc photon therapy [7–10]. VHEE
plans were superior to IMRT plans but they could also be delivered
orders of magnitude faster than photon plans mainly due the higher
particle production efficiency and the ability to steer charged particles
in a millisecond timescale [10].
However, such VHEE beams are only available at a few academic
laboratories. For example, the Next Linear Collider Test Accelerator
(NLCTA) located at the SLAC National Accelerator Laboratory is capa-
ble of producing high-brightness electron beams, with energy between
60 and 150 MeV which supports the development of the VHEE ther-
apy [11]. There are only few more such experimental facilities where
VHEE beams can be produced for experimental studies. In order to
make VHEE beams widely available, LWFA offers a potential alternative
to conventional RF-based accelerators for the production of electron
beams.
Furthermore, LWFA electron beams have several unique properties
which make them attractive for applications in radiobiology and ra-
diotherapy. For example, the low divergence of the generated electron
beams facilitates the formation of microbeams, which in the MeV
energy range may be beneficial in cancer therapy [12,13]. In general,
an electron beam having a short bunch duration (ps at the sample
position) leads to a very high instantaneous radiation dose rate. This
can be useful for the state-of-the-art FLASH technique, which requires a
high instantaneous dose rate. This novel radiotherapy technique seems
to increase the therapeutic ratio by reducing both the acute side effects
on normal tissues and late complications [14,15]. However, recent
experiments show that several factors such as instantaneous and mean
dose rate, total dose and the pulsatile nature of the beam may influence
the FLASH effect. So far, no clear consensus has been reached in this
issue. A valuable review on this subject has been recently published by
Wilson et al. [16].
In fact, LWFA electron bunches are extremely short; they are in the
order of a few femtoseconds (fs) immediately after acceleration [17],
which enables radiation chemists to conduct pulse radiolysis experi-
ments at a time scale which has not been available until now [18].
Such ultrafast pulse radiolysis (also known as femtolysis) experiments
significantly contribute to our understanding of the biological effects of
radiation.
However, active research in LWFA has revealed some efficiency,
stability and reliability issues that need to be resolved prior to its
implementation. Efficiency in terms of pulse charge and repetition
rate ensures the necessary dose rate, which must be at least 4 Gy/min
for real radiotherapy applications. The moderate stability of LWFA
accelerators in terms of energy and pulse charge is the primary task
which requires immediate attention before such accelerators are intro-
duced into real radiobiological or medical applications. Furthermore,
the reliability and effectiveness of beam shaping must be enhanced.
Fortunately, there is a significant progress toward stable LWFA electron
beams [19,20].
In this study we investigate high repetition rate LWFA electron
beams recently reported by Guénot et al. [21] and Ouillé et al. [22]. We
analyze the potential of those beams for radiobiology and radiotherapy
purposes. High repetition rate electron beams can be generated by com-
mercially available 1 kHz laser systems (multi-TW power & few-cycle
pulse duration); one such system is currently operational at ELI-ALPS
Research Institute [6]. Using Monte Carlo simulations we demonstrate
that this type of 1 kHz LWFA is capable of generating a sufficient dose
Fig. 1. The semi-realistic model of irradiation geometry used in the MC simulations.
The laser beam (b) enters the vacuum chamber (a) and is focused using optics (c) onto
a gas jet target (d) where LWFA acceleration takes place. The accelerated electrons (f)
exit the vacuum chamber through a Mylar window (e). Absorbed dose is calculated in
the water phantom (g) placed at different source-to-surface distances (SSD).
rate for practical radiobiological or medical applications. The critical
issues such as low radiation dose per electron bunch and the relatively
low stability of such systems can, in principle, be compensated for if
the LWFA operates at 1 kHz. Additionally, we outline some practical
issues and pitfalls which need to be addressed before such systems are
used in real applications.
2. Methods
To assess the dosimetric characteristics, Monte Carlo simulations
were performed based on the Geant4 (version 10.3) Monte Carlo simu-
lation framework [23,24] on a workstation with an Intel Xeon 16-core
processor.
Fig. 1 shows the semi-realistic geometry used in the simulation
scenarios. Electron acceleration takes place in the vacuum chamber
(a) at the gas-jet target (d). The accelerated electron beam exits the
vacuum chamber through a 300 μm thick circular Mylar window (e).
The absorbed dose is calculated in a water phantom (g), a box with
6 mm thick Plexiglas walls filled with liquid water and placed in front
of the Mylar window at different source to surface distances (SSD). The
materials for all geometric components of the simulation were set using
the materials defined in the NIST materials database [25].
The electron beam source was simulated based on the electron
beam characteristics obtained from 3D particle-in-cell (PIC) simula-
tions, which were performed using the EPOCH open source code [26]
with the parameters of the SYLOS II laser system available at ELI-ALPS.
The position, energy and direction of each electron in the beam were
derived from a data file generated by the 3D PIC simulation, taking
in account the correct weighting factor, as well as the position and
momentum of each pseudo-electron. These parameters were then used
to set up the initial electron parameters in the MC simulations.
The PIC simulations used the following laser parameters: pulse
duration 8 fs (FWHM), peak power 4 TW (corresponding to 30 mJ total
energy per pulse) and 1 kHz repetition rate. The laser beam was focused
to a 2.2 μm focal spot diameter (FWHM), resulting in 2 ⋅ 1019 W∕cm2
peak intensity. The Rayleigh length of such a tightly focused laser pulse
is around 100 μm, wherefore we use a very narrow He (helium) gas
jet as a target, where the maximum electron density after ionization is






where 𝑧0 = 70 μm and 𝜎 = 38 μm. In the radial direction the
plasma density is assumed to be uniform. The laser pulse is focused
at 𝑧 = 50 μm, 20 μm before the center of the gas jet. Due to tight
focusing, the laser intensity increases quickly along the propagation
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axis, which results in electron self-injection into the wakefield. The
injected electrons are accelerated over a distance of 50 μm reaching
an average energy above 30 MeV with a small energy-spread, as shown
below.
The simulation grid was 35 nm in the 𝑧 direction and 50 nm in
the lateral directions, which means that each macroparticle (pseudo-
electron) contains 875 real electrons. The plasma electrons are rep-
resented by 4 particles per cell. For the field solver we use a special
method presented by Lehe et al. [27], in order to compensate for the
grid dispersion, which can generate errors in the laser propagation.
The depth dose was scored for different SSD distances by a 3D ROOT
histogram. The number of bins in all directions were chosen to form
a 1 mm3 voxel size. The 100 cm reference SSD distance was chosen
in our discussion, which is the standard SSD distance used in clinical
dosimetry measurements.
The physics of the simulations were set up using the physics-list
mechanism of the Geant4 toolkit and the QGSP_BIC_HP_EMZ physics
models, recommended for medical uses [28]. This physics-list includes
the hadronic models from which the photo-nuclear and electro-nuclear
interactions are useful for our purposes. The EMZ option contains
the electromagnetic physics models, including the photoelectric effect,
Compton and Rayleigh scattering for gamma particles and for charged
particles ionization and Bremsstrahlung. The range cut was set to
30 μm, which is converted at initialization time into energy threshold
for secondary gamma, electron, positron and proton production.
3. Results and discussion
As stated in the Introduction, our main aim is to assess the potential
of using a 1 kHz laser driven electron beam for radiotherapy and radio-
biology applications. Recently Guénot et al. [21] reported high-quality
6 MeV relativistic electron beams having an energy spread of 3 MeV and
a charge of ∼ 0.5 pC with 30% fluctuation using 1 kHz repetition rate,
single-cycle, 2.1 mJ laser pulses with 3.4 fs pulse duration in nitrogen
gas jet.
However, reliable radiotherapy applications require 6 MeV or
greater electron energies. Based on our PIC simulations, such beams can
be produced with the parameters of the SYLOS II laser system available
at ELI-ALPS. The SYLOS II laser is a 1 kHz repetition rate ‘‘few-cycle’’
laser with optical parametric chirped pulse amplification (OPCPA),
which generates 5 TW, few-cycle laser pulses at a high repetition rate,
with a central wavelength of 880 nm. The pulse energy is over 35 mJ
with less than 8 fs pulse duration, combined with remarkable long-
term stability. SYLOS II is the first laser system to have demonstrated
multi-TW, few-cycle laser pulses at a high repetition rate [6].
Fig. 2a shows the energy spectra of the accelerated electrons right
after the acceleration (solid line) and at the phantom surface (dashed
line). The corresponding average kinetic energy of the accelerated
electrons are 35.97 MeV and 35.73 MeV, respectively with an FWHM
of ≈ 6 MeV. The slight difference between the two spectra is the result
of electron scattering during propagation from the plasma point to the
phantom surface. Because the electrons are light particles, they undergo
considerable scatter during propagation. During this, their energy and
propagation direction slightly change and some electrons are lost from
the beam resulting in an energy spectrum with less intensity and shifted
toward lower energies and with broadened energy peaks. This effect
is more evident at low than at high energies. Therefore, at highly
relativistic energies this scattering effect is negligible, which is also
confirmed by the mean kinetic energies.
The spectra presented in Fig. 2a contain electrons with kinetic
energies above 20 MeV, however, there is a non-negligible, low-energy
background (Fig. 2b). These low energy electrons are usually generated
with a large divergence angle, therefore they do not contribute to the
absorbed dose and were omitted from the simulations. On the other
hand, such electrons produce considerable Bremsstrahlung radiation
Fig. 2. (a) The energy spectra of the simulated electron beam at the acceleration site
(solid line) and at the phantom surface situated at an SSD of 100 cm. The long high-
energy tail of the energy spectrum is a specific feature of the self-injection mechanism.
(b) The energy spectra of electrons with low energy (up to 20 MeV). They are excluded
from simulations due to their large divergence.
when they are dumped, which must be considered in terms of radiation
protection.
The long high-energy tail of the energy spectrum is a specific
feature of the self-injection mechanism in LWFA. Here, electrons are
accelerated during the initial phase of the injection, when all electrons
are located at the peak electric field of the ion cavity. This process is
very sensitive to the laser and plasma parameters. Consequently, the
amount of electrons is so low that they are ignored in experiments.
The multi-peak nature of the energy spectra is believed to be a
natural outcome of the LWFA acceleration process in high-density
plasma due to the extremely high-field gradient of the plasma wave.
In other words, since the electron bunch size in 3D is around 1 μm3,
it means that some electrons get slightly out of the extremely-narrow
acceleration phase during the propagation in the wake behind the laser
pulse, which results in minor peaks around the main high-energy peak.
It is also a result of the slightly different velocity of the accelerated elec-
trons in comparison to the wakefield phase velocity. This phenomenon,
which is known as the ‘‘dephasing effect’’ can be mitigated by a careful
control of plasma density or by some plasma density profiling [29–31].
Such a multi-peak spectrum may produce some inhomogeneity in
the depth dose distribution, however this effect can be neglected as
long as the energy peaks are close to one another. This means that
the spectrum can be approximated with a single, broadened-energy
peak. This wide energy peak produces a depth dose distribution with
a broader and flatter plateau around the depth of dose maximum than
a narrower energy peak, which can be useful when large volumes of
interest need to be irradiated homogeneously.
As can be seen in Fig. 3, the produced electron beam is slightly
asymmetric in the transverse plane (Figs. 3a and 3b), and its propaga-
tion direction is – to some extent – different from the z direction. Both
properties are due to the linear polarization of the laser pulse. Indeed,
the electric field of the laser pulse oscillates along the x direction,
thus the injected electrons will have slightly larger momentum in
direction that. However, this beam asymmetry can be ignored because
the scattering effects in the exit window and air smooth the electron
distribution and lead to a Gaussian spatial distribution (Figs. 3c and
3d). Furthermore, the resulting deviation in the direction of propa-
gation with respect to the z axis is well below 10 mrad, which can
be considered about the same as the maximum shot-to-shot pointing
angle instability of the electron beam, a common issue with LWFA
electron beams. However, even this small but random pointing angle
instability is compensated for by the 1 kHz repetition rate of the system.
Consequently, in practice, we obtain a slightly enlarged, Gaussian
shaped and centered electron distribution. Furthermore, this also means
that the issue of shot-to-shot reproducibility in terms of the electrons’
spatial distribution and propagation direction can be neglected as long
as the propagation angle is smaller than the pointing angle instability.
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Fig. 3. The electrons angular distribution in function of their kinetic energy in x–z
plane 3a and in y–z plane 3b immediately after acceleration and at the phantom surface
(3c and 3d respectively).
It is important to note that this result refers to unconditioned
electron beams. The real energy and angular distribution can be sig-
nificantly altered by the scattering conditions. Scatter from collimators
and other structures in the experimental setup has a significant effect
on these characteristics, and influences dose distribution at least to the
depth of dose maximum.
So far we can conclude that the 35.7 MeV mean electron energy
combined with the quasi monoenergetic nature of the spectrum makes
this electron beam suitable for radiotherapy applications. The main
objective is to achieve a dose rate suitable for such applications. It is
agreed that at least 1 to 10 Gy/min dose rate is necessary for successful
practical applications [12].
In a first approach, the total dose rate at the target surface can be
estimated by integrating the following formula (Eq. (2)) over the whole
energy spectrum of the incident electron beam:







where 𝛹 (𝐸) is the energy fluence at the target surface, (𝑑𝐸∕𝜌𝑑𝑥)𝑇 ,𝑤 is
the total mass stopping power in water and 1.602 ⋅ 10−10 represents the
unit conversion factor between MeV∕g and Gy. Using the beam spectra
(Fig. 2) and the NIST data of total mass stopping power [25], the total
dose rate at a distance of 100 cm is 2.901 Gy∕pC∕s. Since in practice we
expect a higher pulse charge than 1 pC, this value is sufficient for real
applications.
However, Eq. (2) gives us a rough estimate of the absorbed dose
in a water phantom. For a more accurate estimate, we must consider
the radiation yield produced by Bremsstrahlung, the variation of beam
spectra with depth and the build-up effect, which jointly determine
the particular form of the electron depth dose curve. Therefore, we
performed Monte Carlo simulations using the electron beam parameters
(electron position, direction and kinetic energy) obtained with the PIC
simulations.
The dose rate for different SSDs was calculated at the depth of dose
maximum. The obtained results are summarized in Table 1. Because the
Table 1
Key parameters and results of the simulations.
Laser beam pulse length (FWHM) 8 fs
Peak power 4 TW
Repetition rate 1 kHz
Focal spot diameter (FWHM) 2.2 μm
Peak intensity 2 ⋅ 1019 W cm−2
Target He gas jet
Max. e- density 4 ⋅ 1019 cm−3
Expected e- pulse charge 3–10 pC
Mean kinetic energy 35.97 MeV
Angular distribution (FWHM) 1.13 ◦
Expected dose rate for 100 cm SSD 6 Gy/min/pC
Instantaneous dose rate 3.9 ⋅ 106 Gy/s/pC
Depth of dose maximum in water for SSD = 100 cm 1.9 cm
Therapeutic range ∼5 cm
standard SSD used in radiotherapy is 100 cm, in the following we will
refer to this SSD value. For this distance, the depth of dose maximum
is 1.9 cm and the amount of dose delivered by a single electron bunch
with 1 pC charge is 97.1 μGy. From the 3D PIC simulations we can
conclude that the electron bunch charge is 3 pC and the amount of dose
delivered by a single electron bunch totals ∼ 0.3mGy. This very small
amount of dose can be enhanced dramatically by operating the LWFA
at 1 kHz repetition rate, which results in a mean dose rate of 0.3 Gy/s or
18 Gy/min, which is comparable to the performance of medical LINACs.
However, through the careful optimization of laser and gas target
parameters, the electron bunch charge can be increased, and is ex-
pected to reach charges exceeding 10 pC. This means that the above
calculated dose rate can be higher by a factor of ten. With such a high
dose rate, the LWFA acceleration technique becomes rival of today’s
LINAC systems.
On the other hand, it is well known that the LWFA electron ac-
celeration process is particularly sensitive to laser system stability in
terms of energy, focus point position and other optical parameters,
as well as plasma generation from gas jets. The major uncertainty
comes from fluctuation in the beam pulse charge. For example, Guénot
et al. [21] reported a 30% shot to shot fluctuation in charge. This
fluctuation has a direct effect on the achievable absorbed dose and
represents the key condition for radiotherapy applications. It is known
that 7% uncertainty in absorbed dose can modify biological outcomes.
For this reason, in radiotherapy practice the maximum permissible
cumulative uncertainty in dose delivery is 5%, including uncertainties
in treatment planning, patient positioning, dose measurements etc.
Fortunately, there has been an impressive progress in the stabilization
of LWFA electron beams.
In the following we prove that operating the LWFA at 1 kHz rep-
etition rate provides precise control over dose delivery. Assuming a
normal distribution of pulse to pulse charge fluctuation with FWHW
of 30% as reported by Guénot et al. [21], the total dose delivered by 𝑛






where 𝐷1𝑝𝐶 is the dose delivered by a single shot with 1 pC charge and
𝑞𝑖 is the charge of each shot. The shot to shot charge fluctuation follows










With a constant pulse charge of 1 pC and with a standard deviation
of 𝜎 = 30%, for a dose of 1 Gy, we need approximately 𝑛 = 104 shots.
Sampling 𝑛 number of shots with a normal distribution of charge and
applying Eq. (3), 𝑛 shots deliver 1 Gy with an uncertainty of 0.30 %.
This means that our results fit with this condition very well. More-
over, higher laser beam instability is also acceptable (not the case of
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Fig. 4. The absorbed dose characteristics of the unconditioned electron beam; (a) the dose distribution map and depth dose curve with dosimetric characteristics: the dose maximum
𝐷𝑚𝑎𝑥 = 9.7 cGy∕pC∕s at depth of 1.93 cm; the therapeutic range 𝑅90 = 5 cm defined as the depth where the absorbed dose equals 90% of 𝐷𝑚𝑎𝑥. (b) the transverse dose profile at
the depth of dose maximum with the full width at half maximum FWHM = 4 cm.
the SYLOS II laser system at ELI-ALPS, which is an ultrastable system),
on the basis of which we can confidently state that the 1 kHz LWFA-
based electron beams have a high potential for radiobiological and/or
radiotherapy applications.
Fig. 4a presents the absorbed dose map and the corresponding
central depth dose curve, which has a shape typical of electron beams.
The entrance dose or surface dose (𝐷𝑠) is stated at 0.5 mm depth and
is 0.091 Gy∕pC∕s, which represents 94% of 𝐷𝑚𝑎𝑥 (which is generally
between 90% and 100% for electron energies above 10 MeV) [32]. The
initial rise of the curve is due to the increasing electron fluence with
depth, determined by the increasing mean incident angles as a result
of electron scattering. The absorbed dose continues to increase until
the outgoing electrons from an elementary volume are compensated
with the electrons leaving that volume (i.e. electronic equilibrium is
assured). At this point the depth dose curve becomes relatively flat until
electrons leave the beam and the curve begins to fall at a rate depending
on the initial beam energy. Our simulated depth dose curve reaches a
dose maximum of 𝐷𝑚𝑎𝑥 = 0.097 Gy∕pC∕s at a depth of 𝑅100 = 1.93 cm.
The depth of dose maximum and the shape of the curve around this
depth are determined by the balance of scatter effects and electron
loss, therefore it depends on beam energy and scattering conditions
(irradiation geometry, field size and shape, accelerator head design
etc.). The therapeutic range, defined as the depth where the absorbed
dose equals 90% of 𝐷𝑚𝑎𝑥 (𝐷90%) represents a relatively uniform dose
region which can be used effectively for practical applications. In our
case the therapeutic range is around 5 cm.
The distal part of the curve is described by the dose gradient,
which is steeper for low energies and becomes less steep as the energy
increases. In practice, this distal part of the depth dose curve can also be
described by the depth (𝑅50) where the depth dose becomes half of the
maximum (𝐷50%). However, this characteristic is significantly affected
by the components of accelerators as well as by the medium in which
the electrons propagate.
The simulated electron beam at the focal point has a diameter of
0.3 μm in the transverse plane and has a bunch length of 20 μm. The
divergence angle is 0.9◦, which results in a beam size of 3.14 cm at
100 cm source to surface distance at FWHM (Fig. 4a), which grows to
4.1 cm at the depth of dose maximum (Fig. 4b). This electron beam
produces a dose distribution having a transverse profile with a high
central dose, which rapidly falls forming non-uniform transverse dose
distribution. This significantly affects the usability of the beam.
The above results were obtained using the electron beam parameters
taken from the PIC simulation, which describe the electron bunch
right after it exits the plasma medium. However, the electron beam
suffers changes during propagation toward the irradiation target. These
changes strongly correlate with the design and components of the
accelerator and affect both dose distribution and the usability of the
beam. In this raw form, this electron beam exhibits favorable properties
for radiotherapy, but further beam preparations maybe needed for real
applications. The geometrical properties (field shape and dimensions)
are too large for pencil beam irradiation techniques, and too small for
conventional techniques that usually require square fields measuring
up to 25 cm × 25 cm. Such fields can be achieved using either a dual
scattering foil system or the spot scanning technique. The former is the
most common technique used in LINAC based radiotherapy systems due
to its reliability.
A dual scattering foil consists of a scatterer foil and a second flatten-
ing foil. The former is made from a material with a high atomic number,
and it has an optimal thickness which produces the desired scattering
effect. The second foil is made from a material with a low atomic
number, it has a conical shape and is designed to flatten the scattered
beam. When designing such a system one needs to consider the size and
flatness of the obtained beam as well as the decrease in the number
of electrons, the degradation of the energy spectrum (broadening and
shifting toward the lower energies) and the Bremsstrahlung photon
contamination. However, even a carefully designed system may suffer
from beam degradation, which can be compensated by the adjustment
of the incoming beam parameters (particle numbers, energy, etc.)
We performed several simulations to estimate the feasibility of this
solution, although the development of a dual scattering foil system is
beyond the scope of this paper. Using an Au foil as the scattering foil
and a conical Al foil as the flattening foil, together with a rectangular
diaphragm to collimate the beam to the desired shape we obtained a
rough estimate of the dose rate. The dose rate obtained for two beams
with fields of 15 cm×15 cm and 20 cm×20 cm is 1.1mGy∕pC∕s at a depth
of 1.8 cm and 0.9 mGy/pC/s at a depth of 2.2 cm, respectively. From
these preliminary results we can conclude that this solution cannot be
applied to our case without the need to significantly increase the pulse
charge.
In contrast, the scanning beam technique seems to be a viable
alternative to produce larger field sizes. Based on our MC simulations,
we can demonstrate that with the available dose rate obtained with
1 pC pulse charge, the spot scanning system can produce a beam size
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Fig. 5. Dose map, depth dose curve and dose profile at maximum dose depth, obtained
with the spot scanning technique. The dose distribution was obtained by summing as
many beams as necessary to produce a 20 cm × 20 cm square beam. In Fig. 5 it can be
observed that the therapeutic range is enlarged, due to electronic equilibrium which is
only partially realized in case of the original beam.
of 20 cm×20 cm in a few tens of milliseconds, with a central axis depth
dose of about 0.275 mGy at the depth of dose maximum. This means,
that the dose rate which can be achieved with spot scanning method is
1.65 Gy/min/pC. Considering the pulse charge of 3 pC, obtained from
PIC simulations, the dose rate improves to a modest but usable value
of 4.95 Gy/min. These results were obtained by simulating the spot
scanning technique using the previously generated depth dose data.
Fig. 5 presents the dose maps, the depth dose curve and profile at the
depth of dose maximum for a beam field of 20 cm × 20 cm. As it can
be seen, both the beam width, and the therapeutic range are enlarged,
and dose profile homogeneity also improves due to the increased field
size.
The spot scanning technique offers beams with less Bremsstrahlung
contamination and without energy spectra broadening. Scanning beam
techniques generally produce a deeper therapeutic range and steeper
fall-off when compared with the scattering foil method. Furthermore,
in the conventional electron beam therapy usually individually shaped,
irregular fields are needed, therefore the spot scanning technique would
be a possible solution. However, this technique assumes more complex
technical solutions, which increases the possibilities of errors. For this
reason, this technique is not preferred in clinical accelerators.
4. Conclusion
Laser driven electron acceleration represents a long-awaited break-
through in the development of novel radiotherapy facilities. The feasi-
bility and suitability of real particle beam parameters can be investi-
gated using currently available high-power laser systems.
Electron beams produced in plasma by a 1 kHz high repetition rate
laser system may provide a promising alternative for conventional
accelerators. In this study we have shown that this laser system can
produce electron beams with high energies (35.97 MeV mean kinetic
energy) and acceptable dose rates (18 Gy/min considering the electron
bunch charge of 3 pC obtained by PIC simulations) and doses delivered
with very high precision, due to the high repetition rate of the system.
Our results suggest that this LWFA acceleration technique can be a
promising alternative for RF-based conventional LINAC electron accel-
erators. The beam energy and charge can be controlled by modifying
the target length and plasma density via changing the gas jet pressure,
even during the operation. This will enable researchers to perform
intensity and energy modulated irradiation. The energy modulation and
the spot scanning technique together could open extremely important
application spectra for electron irradiation of superficial targets with
uneven thickness, providing significant normal tissue protection.
Moreover, theoretical studies suggest several possible novel appli-
cations of the presented LWFA system. Due to the small divergence of
the beam, it is relatively easy to further narrow the beam and produce
pencil beams for spot scanning techniques. Furthermore, we see the
possibility of producing so-called microbeams, which are extensively
researched due to their improved therapeutic effects.
The mean bunch length (pulse duration) of an electron shot is 2 ps
at 100 cm from the source, which leads to an instantaneous dose rate
of an electron shot with 1 pC charge of 6 × 105 Gy∕s. This very high
instantaneous dose rate can open a new avenue to studying the so-
called FLASH effects where the ultrahigh instantaneous dose rate can
substantially enhance the therapeutic window [14–16]. However, it is
important to note that the conditions to produce the FLESH effect are
not clearly defined in the literature. It seems that the instantaneous
dose rate may be one of the conditions, however, the repetition rate
must be not too high to mitigate the oxygen scavenging effect of a high
dose rate (see Wilson et al. [16]).
As we can see, there are many possibilities as well as issues to
be solved prior to real applications. Our in silico study represents a
promising start for further scientific work on laser driven electron
source development. As soon as the experimental facility is assured,
intensive work is planned to find the best beam steering solution, to
develop the suitable beam monitoring and dosimetry system and to
realize the necessary technical conditions for the first radiobiological
experiments.
CRediT authorship contribution statement
R. Polanek: Conceptualization, Methodology, Software, Visualiza-
tion, Investigation, Writing - original draft. Nasr A.M. Hafz: Conceptu-
alization, Validation, Supervision, Writing - review & editing. Zs. Lécz:
Software, Validation. D. Papp: Conceptualization, Validation, Super-
vision. C. Kamperidis: Conceptualization, Supervision. Sz. Brunner:
Resources. E.R. Szabó: Resources. T. Tőkés: Project administration. K.
Hideghéty: Conceptualization, Supervision.
Declaration of competing interest
The authors declare that they have no known competing finan-
cial interests or personal relationships that could have appeared to
influence the work reported in this paper.
Acknowledgments
This work was supported in part by the European Union and co-
financed by the European Regional Development Fund through the
ELI-ALPS project (GINOP-2.3.6-15-2015-00001), and in part by Hori-
zon 2020, the EU Framework Programme for Research and Innovation
under Grant Agreement No. 654148 and No. 871124 Laserlab-Europe.
N. A. M. H. acknowledges the President International Fellowship
Initiative (PIFI) of the Chinese Academy of Sciences; the Interna-
tional Partnership Program (181231KYSB20170022) of CAS; the Inter-
Governmental Science and Technology Cooperation of MOST.
6
R. Polanek, N.A.M. Hafz, Zs. Lécz et al. Nuclear Inst. and Methods in Physics Research, A 987 (2021) 164841
References
[1] K.R. Hogstrom, P.R. Almond, Review of electron beam therapy physics, Phys.
Med. Biol. 51 (13) (2006) R455–R489, http://dx.doi.org/10.1088/0031-9155/
51/13/r25.
[2] T. Tajima, J.M. Dawson, Laser electron accelerator, Phys. Rev. Lett. 43 (4) (1979)
267–270, http://dx.doi.org/10.1103/physrevlett.43.267.
[3] A.J. Gonsalves, K. Nakamura, J. Daniels, C. Benedetti, C. Pieronek, T.C.H.
de Raadt, S. Steinke, J.H. Bin, S.S. Bulanov, J. van Tilborg, C.G.R. Geddes, C.B.
Schroeder, C. Tóth, E. Esarey, K. Swanson, L. Fan-Chiang, G. Bagdasarov, N.
Bobrova, V. Gasilov, G. Korn, P. Sasorov, W.P. Leemans, Petawatt laser guiding
and electron beam acceleration to 8 gev in a laser-heated capillary discharge
waveguide, Phys. Rev. Lett. 122 (8) (2019) 084801, http://dx.doi.org/10.1103/
physrevlett.122.084801.
[4] J. Wenz, A. Döpp, K. Khrennikov, S. Schindler, M.F. Gilljohann, H. Ding, J.
Götzfried, A. Buck, J. Xu, M. Heigoldt, W. Helml, L. Veisz, S. Karsch, Dual-energy
electron beams from a compact laser-driven accelerator, Nature Photonics 13 (4)
(2019) 263–269, http://dx.doi.org/10.1038/s41566-019-0356-z.
[5] S. Li, G. Li, Q. Ain, M.S. Hur, A.C. Ting, V.V. Kulagin, C. Kamperidis, N.A.M.
Hafz, A laser-plasma accelerator driven by two-color relativistic femtosecond
laser pulses, Sci. Adv. 5 (11) (2019) eaav7940, http://dx.doi.org/10.1126/sciadv.
aav7940.
[6] R. Budrinas, T. Stanislauskas, J. Adamonis, A. Aleknavičius, G. Veitas, D.
Gadonas, S. Balickas, A. Michailovas, A. Varanavičius, 53 w average power cep-
stabilized opcpa system delivering 55 tw few cycle pulses at 1 khz repetition
rate, Opt. Express 25 (5) (2017) 5797, http://dx.doi.org/10.1364/oe.25.005797.
[7] M. Bazalova-Carter, B. Qu, B. Palma, B. Hårdemark, E. Hynning, C. Jensen,
P.G. Maxim, B.W. Loo, Treatment planning for radiotherapy with very high-
energy electron beams and comparison of VHEE and VMAT plans: Treatment
planning for VHEE radiotherapy, Med. Phys. 42 (5) (2015) 2615–2625, http:
//dx.doi.org/10.1118/1.4918923.
[8] C. DesRosiers, V. Moskvin, M. Cao, C.J. Joshi, M. Langer, Laser-plasma generated
very high energy electrons in radiation therapy of the prostate, Proc. SPIE 6881
(2008) 688109, http://dx.doi.org/10.1117/12.761663.
[9] E. Schueler, K. Eriksson, E. Hynning, B. Loo, P. Maxim, TU-H-BRC-03: Evaluation
of very high-energy electron (VHEE) beams in comparison to VMAT and PBS
treatment plans, Med. Phys. 43 (6Part36) (2016) 3766, http://dx.doi.org/10.
1118/1.4957610.
[10] B. Palma, M. Bazalova-Carter, B. Hårdemark, E. Hynning, B. Qu, B.W. Loo,
P.G. Maxim, Assessment of the quality of very high-energy electron radiotherapy
planning, Radiother. Oncol. 119 (1) (2016) 154–158, http://dx.doi.org/10.1016/
j.radonc.2016.01.017.
[11] S. N. A. Laboratory, Next linear collider test accelerator, URL: https://portal.slac.
stanford.edu/sites/ard_public/facet/newnav/Pages/tf/nlcta/whatis.aspx.
[12] A. Giulietti (Ed.), Laser-Driven Particle Acceleration Towards Radiobiology and
Medicine, in: Biological and Medical Physics, Biomedical Engineering, Springer
International Publishing, 2016, http://dx.doi.org/10.1007/978-3-319-31563-8.
[13] A. Giulietti, G. Bussolino, L. Fulgentini, P. Koester, L. Labate, L.A. Gizzi, Laser-
plasma particle sources for biology and medicine, in: Progress in Ultrafast
Intense Laser Science XII, Springer International Publishing, 2015, pp. 151–178,
http://dx.doi.org/10.1007/978-3-319-23657-5_8.
[14] M. Durante, E. Brauer-Krisch, M. Hill, Faster and safer? Flash ultra-high dose
rate in radiotherapy, Br. J. Radiol. 91 (1082) (2017) 20170628, http://dx.doi.
org/10.1259/bjr.20170628.
[15] M.-C. Vozenin, J. Hendry, C. Limoli, Biological benefits of ultra-high dose rate
flash radiotherapy: Sleeping beauty awoken, Clin. Oncol. 31 (7) (2019) 407–415,
http://dx.doi.org/10.1016/j.clon.2019.04.001.
[16] J.D. Wilson, E.M. Hammond, G.S. Higgins, K. Petersson, Ultra-high dose rate
(FLASH) radiotherapy: Silver bullet or fool’s gold?, Front. Oncol. 9 (nil) (2020)
nil, http://dx.doi.org/10.3389/fonc.2019.01563.
[17] O. Lundh, J. Lim, C. Rechatin, L. Ammoura, A. Ben-Ismaïl, X. Davoine, G. Gallot,
J.-P. Goddet, E. Lefebvre, V. Malka, J. Faure, Few femtosecond, few kiloampere
electron bunch produced by a laser-plasma accelerator, Nat. Phys. 7 (3) (2011)
219–222, http://dx.doi.org/10.1038/nphys1872.
[18] A. Ogata., T. Kondoh, J. Yang, A. Yoshida, Y. Yoshida, Lwfa of atto-second
and femto-second bunches for pulse radiolysis, Internat. J. Modern Phys. B 21
(03n04) (2007) 447–458, http://dx.doi.org/10.1142/s0217979207042239.
[19] A.R. Maier, N.M. Delbos, T. Eichner, L. Hübner, S. Jalas, L. Jeppe, S.W. Jolly, M.
Kirchen, V. Leroux, P. Messner, M. Schnepp, M. Trunk, P.A. Walker, C. Werle,
P. Winkler, Decoding sources of energy variability in a laser-plasma accelera-
tor, Phys. Rev. X 10 (2020) 031039, http://dx.doi.org/10.1103/PhysRevX.10.
031039.
[20] N.A.M. Hafz, T.M. Jeong, I.W. Choi, S.K. Lee, K.H. Pae, V.V. Kulagin, J.H. Sung,
T.J. Yu, K.-H. Hong, T. Hosokai, J.R. Cary, D.-K. Ko, J. Lee, Stable generation
of gev-class electron beams from self-guided laser-plasma channels, Nature
Photonics 2 (9) (2008) 571–577, http://dx.doi.org/10.1038/nphoton.2008.155.
[21] D. Guénot, D. Gustas, A. Vernier, B. Beaurepaire, F. Böhle, M. Bocoum, M.
Lozano, A. Jullien, R. Lopez-Martens, A. Lifschitz, J. Faure, Relativistic electron
beams driven by khz single-cycle light pulses, Nature Photonics 11 (5) (2017)
293–296, http://dx.doi.org/10.1038/nphoton.2017.46.
[22] M. Ouillé, A. Vernier, F. Böhle, M. Bocoum, A. Jullien, M. Lozano, J.-P. Rousseau,
Z. Cheng, D. Gustas, A. Blumenstein, P. Simon, S. Haessler, J. Faure, T. Nagy,
R. Lopez-Martens, Relativistic-intensity near-single-cycle light waveforms at khz
repetition rate, Light: Sci. Appl. 9 (1) (2020) 47, http://dx.doi.org/10.1038/
s41377-020-0280-5.
[23] S. Agostinelli, J. Allison, K. Amako, J. Apostolakis, H. Araujo, P. Arce, M. Asai, D.
Axen, S. Banerjee, G. Barrand, F. Behner, L. Bellagamba, J. Boudreau, L. Broglia,
A. Brunengo, H. Burkhardt, S. Chauvie, J. Chuma, R. Chytracek, G. Cooperman,
G. Cosmo, P. Degtyarenko, A. Dell’Acqua, G. Depaola, D. Dietrich, R. Enami, A.
Feliciello, C. Ferguson, H. Fesefeldt, G. Folger, F. Foppiano, A. Forti, S. Garelli,
S. Giani, R. Giannitrapani, D. Gibin, J.G. Cadenas, I. González, G.G. Abril, G.
Greeniaus, W. Greiner, V. Grichine, A. Grossheim, S. Guatelli, P. Gumplinger,
R. Hamatsu, K. Hashimoto, H. Hasui, A. Heikkinen, A. Howard, V. Ivanchenko,
A. Johnson, F. Jones, J. Kallenbach, N. Kanaya, M. Kawabata, Y. Kawabata, M.
Kawaguti, S. Kelner, P. Kent, A. Kimura, T. Kodama, R. Kokoulin, M. Kossov, H.
Kurashige, E. Lamanna, T. Lampén, V. Lara, V. Lefebure, F. Lei, M. Liendl, W.
Lockman, F. Longo, S. Magni, M. Maire, E. Medernach, K. Minamimoto, P.M.
de Freitas, Y. Morita, K. Murakami, M. Nagamatu, R. Nartallo, P. Nieminen,
T. Nishimura, K. Ohtsubo, M. Okamura, S. O’Neale, Y. Oohata, K. Paech, J.
Perl, A. Pfeiffer, M. Pia, F. Ranjard, A. Rybin, S. Sadilov, E.D. Salvo, G. Santin,
T. Sasaki, N. Savvas, Y. Sawada, S. Scherer, S. Sei, V. Sirotenko, D. Smith, N.
Starkov, H. Stoecker, J. Sulkimo, M. Takahata, S. Tanaka, E. Tcherniaev, E.S.
Tehrani, M. Tropeano, P. Truscott, H. Uno, L. Urban, P. Urban, M. Verderi, A.
Walkden, W. Wander, H. Weber, J. Wellisch, T. Wenaus, D. Williams, D. Wright,
T. Yamada, H. Yoshida, D. Zschiesche, Geant4-a simulation toolkit, Nucl. Instrum.
Methods Phys. Res. A 506 (3) (2003) 250–303, http://dx.doi.org/10.1016/s0168-
9002(03)01368-8.
[24] J. Allison, K. Amako, J. Apostolakis, H. Araujo, P.A. Dubois, M. Asai, G. Barrand,
R. Capra, S. Chauvie, R. Chytracek, G. Cirrone, G. Cooperman, G. Cosmo, G.
Cuttone, G. Daquino, M. Donszelmann, M. Dressel, G. Folger, F. Foppiano, J.
Generowicz, V. Grichine, S. Guatelli, P. Gumplinger, A. Heikkinen, I. Hrivnacova,
A. Howard, S. Incerti, V. Ivanchenko, T. Johnson, F. Jones, T. Koi, R. Kokoulin,
M. Kossov, H. Kurashige, V. Lara, S. Larsson, F. Lei, O. Link, F. Longo, M.
Maire, A. Mantero, B. Mascialino, I. McLaren, P.M. Lorenzo, K. Minamimoto, K.
Murakami, P. Nieminen, L. Pandola, S. Parlati, L. Peralta, J. Perl, A. Pfeiffer, M.
Pia, A. Ribon, P. Rodrigues, G. Russo, S. Sadilov, G. Santin, T. Sasaki, D. Smith,
N. Starkov, S. Tanaka, E. Tcherniaev, B. Tome, A. Trindade, P. Truscott, L. Urban,
M. Verderi, A. Walkden, J. Wellisch, D. Williams, D. Wright, H. Yoshida, Geant4
developments and applications, IEEE Trans. Nucl. Sci. 53 (1) (2006) 270–278,
http://dx.doi.org/10.1109/tns.2006.869826.
[25] J.S. Coursey, D.J. Schwab, J.J. Tsai, R.A. Dragoset, Atomic Weights and Isotopic
Compositions with Relative Atomic Masses, NIST Physical Measurement Lab-
oratory Web Page, 2015, URL: https://www.nist.gov/pml/atomic-weights-and-
isotopic-compositions-relative-atomic-masses.
[26] T.D. Arber, K. Bennett, C.S. Brady, A. Lawrence-Douglas, M.G. Ramsay, N.J. Sir-
combe, P. Gillies, R.G. Evans, H. Schmitz, A.R. Bell, C.P. Ridgers, Contemporary
particle-in-cell approach to laser-plasma modelling, Plasma Phys. Control. Fusion
57 (11) (2015) 113001, http://dx.doi.org/10.1088/0741-3335/57/11/113001.
[27] R. Lehe, A. Lifschitz, C. Thaury, V. Malka, X. Davoine, Numerical growth of
emittance in simulations of laser-wakefield acceleration, Phys. Rev. ST Accel.
Beams 16 (2013) 021301, http://dx.doi.org/10.1103/PhysRevSTAB.16.021301,
URL: https://link.aps.org/doi/10.1103/PhysRevSTAB.16.021301.
[28] Geant4 Book For Application Developers, Online book, 2019, URL: http://geant4-
userdoc.web.cern.ch/geant4-userdoc/UsersGuides/ForApplicationDeveloper/
html/index.html.
[29] S.P.D. Mangles, C.D. Murphy, Z. Najmudin, A.G.R. Thomas, J.L. Collier, A.E.
Dangor, E.J. Divall, P.S. Foster, J.G. Gallacher, C.J. Hooker, D.A. Jaroszynski,
A.J. Langley, W.B. Mori, P.A. Norreys, F.S. Tsung, R. Viskup, B.R. Walton, K.
Krushelnick, Monoenergetic beams of relativistic electrons from intense laser-
plasma interactions, Nature 431 (7008) (2004) 535–538, http://dx.doi.org/10.
1038/nature02939.
[30] J. Faure, Y. Glinec, A. Pukhov, S. Kiselev, S. Gordienko, E. Lefebvre, J.-P.
Rousseau, F. Burgy, V. Malka, A laser-plasma accelerator producing monoen-
ergetic electron beams, Nature 431 (7008) (2004) 541–544, http://dx.doi.org/
10.1038/nature02963.
[31] C.R. Geddes, C. Toth, J. van Tilborg, E. Esarey, C.B. Schroeder, D. Bruhwiler,
C. Nieter, J. Cary, W.P. Leemans, High-quality electron beams from a laser
wakefield accelerator using plasma-channel guiding, Nature 431 (7008) (2004)
538–541, http://dx.doi.org/10.1038/nature02900.
[32] H. Svensson, P. Almond, A. Brahme, A. Dutreix, H.K. Leetz, Report 35, J. Int.
Comm. Radiat. Units Meas. os18 (2) (1984) NP, http://dx.doi.org/10.1093/jicru/
os18.2.report35.
7
Contents lists available at ScienceDirect
Radiation Physics and Chemistry
journal homepage: www.elsevier.com/locate/radphyschem
Improved FBX chemical dosimeter system with enhanced radiochemical
yield for reference dosimetry in radiobiology and radiotherapy research
R. Polaneka,∗, Z. Vargab, E. Fodorb, Sz. Brunnera, E.R. Szabóa, T. Tőkésa, K. Hideghétya
a ELI-ALPS, H6728, Szeged, Wolfgang Sandner u. 3, Hungary
b University of Szeged, Faculty of Medicine, Department of Oncotherapy, H6720, Szeged, Korányi Fasor 12, Hungary






A B S T R A C T
Radiation dosimetry plays important role in the reproducibility of radiobiology experiments, in the replicability
of results, as well as in the successful and safe use of radiotherapy procedures. The consistency and accuracy of
the applied dosimetry methods pre-define the outcomes of these applications. This paper presents a version of
the well-known ferrous sulphate – benzoic acid – xylenol orange (FBX) chemical dosimeter with improved
sensitivity, accuracy and precision. Sensitivity is increased due to a slight modification in composition and the
preparation procedures. We use stock solutions for the preparation of the dosimeter solution, which consists of
1 mM ferrous sulphate and 16 mM benzoic acid with 0.25 mM xylenol orange added post-irradiation. The
nonlinear response to the absorbed dose of this system is eliminated by the increased ferrous sulphate con-
centration, permitting the calculation of the absorbed dose by a linear relationship between the absorbed dose
and the optical absorbance of the solution. The measured chemical yield of our dosimeter is mol J9.08 10 /6 for
6 MV photon beams and mol J6.42 10 /6 for 250 kVp x-rays. This is a 24% enhancement over the original FBX
solution, which permits a finer dose resolution. The accuracy and precision of our method is assured by a well-
designed and consistently used practice. A custom designed multipurpose PMMA slab phantom was used for
irradiation in reference conditions. This phantom can be used for irradiation in reference conditions of dosi-
metric solutions, dosimetric films and chemical or biological samples. The combined standard uncertainty of this
system is 1.12%, which can be improved by using an appropriate temperature correction factor. Furthermore, a
working protocol has been established which allows dosimetry measurements using less than 1 mL dosimetric
solutions.
1. Introduction
Ferrous ammonium sulphate based chemical dosimeters are well
known in dosimetry. Their most common form, known as the Fricke
dosimeter system, is made from 1 mM ferrous ammonium sulphate,
1 mM sodium chloride and 0.4 M sulphuric acid, which can be used in
the absorbed dose range from 20 Gy to 400 Gy. The ISO/ASTM51026-
15 (2015) international standards recommend that the Fricke dosimetry
system can be used as a reference standard dosimeter. However, due to
time and technical constraints, it is not used in routine radiotherapy
practice or radiobiological experiment dosimetry. These applications
require a lower detection window with an upper dose limit of 20 Gy.
Ferrous ammonium sulphate – benzoic acid – xylenol orange (FBX)
dosimeters belong to the group of ferrous sulphate based chemical
dosimeters which can be used for low dose applications, up to 20 Gy.
The original FBX chemical dosimeter was developed by Gupta, B.L.
(1970) and is made from 0.2 mM ferrous ammonium sulphate, 5.0 mM
benzoic acid and 0.2 mM xylenol orange in 25 mM sulphuric acid. In
this system benzoic acid increases the radiolytical oxidation of +Fe2
ions, which subsequently bind to the xylenol orange dye molecules and
form a complex with an absorption line around 540 nm. This line can be
subsequently detected and measured.
The radiation chemistry of this system has been studied in detail by
Geisselsoder et al. (1963); Gupta et al. (1978); Gupta and Nilekani
(1998); Gupta et al. (1997); Gupta (1989); Gupta et al. (1983); Jia-Shan
et al. (1982). Its chemical yield has been determined for different beam
qualities. For example, Gupta et al. (1976) measured the chemical yield
for 10B(n, α)7Li neutron beam, while Bhat et al. (2003) and Semwal
et al. (2002) measured the response to 12C and 7Li ions. Low dose rate
and dose fractionation FBX dosimeter responses were also studied by
Gupta and Madhvanath (1985); Gupta et al. (1981).
Thanks to its high sensitivity, the FBX dosimeter can be used for a
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variety of applications. Gupta et al. (1992) studied the possibilities of
using the FBX dosimeter for 60Co therapy unit calibration and quality
assurance Gupta et al. (1992, 1982). Moussous et al. (2011) used the
FBX dosimeter for measuring dosimetric parameters, and Gupta et al.
(2000) studied the usability of chemical dosimetry techniques, in-
cluding the FBX solution, for various applications under different geo-
metries.
To date, several attempts have been made to further enhance the
FBX dosimeter. For example, Brindha et al. (2002) introduced the stock
solution techniques in the preparation process to increase the shelf-life
of prepared solutions, while Upadhyay et al. (1982) modified the FBX
composition to obtain a more tissue-equivalent composition, resulting
in its use for neutron dosimetry.
Moreover, xylenol orange (XO) is used as an analytical tool in
chemistry for the determination of iron ion concentration. The protocol
established by Gay et al. (1999) to measure +Fe3 concentration differs
slightly from the FBX method. The measured wavelength is stated as
560 nm, and the amount of the xylenol orange is increased to ensure
that the absorbance of the XO-Fe complex is independent of the con-
centration of XO. This occurs when the XO: +Fe3 ratio is above 3. Xy-
lenol orange dye is added to the +Fe3 ion solution before the spectro-
photometric measurements using pre-prepared stock solutions. The
method described by Gay et al. (1999) is recommended to measure the
+Fe3 ions in concentrations between µM5 and µM50 . We started out
from this study to improve the sensitivity of our FBX dosimeter.
Ferrous ammonium sulphate based dosimetry can be considered as a
precise method to measure +Fe3 concentration produced by ionizing
radiation. This can be performed measuring the absorbance at a certain






where A and A0 are the absorbance of irradiated and non-irradiated
reference solutions, respectively, ε is the molar absorption coefficient, ρ
is the density of the solution, d is the optical path length used in
spectrophotometric determination and +G Fe( )3 is the radiochemical
yield of the +Fe3 ions.
All quantities in Equation (1) are subject to some uncertainties.
Density can be measured with relatively high precision, and its varia-
tion in the prepared solutions is negligible. The cuvette optical path
length is well defined by the manufacturer, and in most cases it has a
0.5 % error. Both the molar absorption coefficient and the radiochemical
yield depend on the accuracy of the measurements of the optical ab-
sorbance of solutions with different +Fe3 concentrations.
The relation between the relative uncertainty of the measured ab-
sorbance can be derived using the Lambert-Beer law of optical ab-
sorption. It has a minimum at =A 0.43, where the theoretical relative
uncertainty is 0.2% Sommer (1989). Below =A 0.2, relative un-
certainty increases considerably, and for very low absorbance, this
tends to infinity. The concentration of +Fe3 ions in a freshly prepared
FBX solution is around µM1.36 , depending on the purity, storage time
and conditions of the Fe2+ salt. This concentration corresponds to an
absorption of =A 0.02 and a theoretical relative uncertainty of 1.6 % in
spectrophotometric measurements.
It is well known that a more than 5% difference in absorbed dose
can lead to considerable differences in the outcomes of radiobiological
experiments or radiotherapy procedures. Therefore, the reproducibility
of radiobiological experiments or the replicability of treatment results
depend on the precision and accuracy of dosimetric measurements. The
main objective of this work was to develop an FBX formula based,
enhanced chemical dosimetry system to be used in radiobiological re-
search as a routine reference dosimetry method in various irradiation
arrangements where common dosimetry tools are not suitable or are
difficult to use. To achieve this, a standard operational procedure has
been established and validated to guarantee the necessary accuracy and
precision. Related to this, we have developed a custom designed mul-
tipurpose PMMA slab phantom to ensure reference irradiation condi-
tions.
2. Methods
Dosimetric solutions were prepared from analytical grade reagents
and HPLC grade water using suitably cleaned glassware. A high level of
laboratory cleanliness was established and maintained through an in-
house practice protocol. Reagents were weighed with the help of a
calibrated analytical balance, precision pipettes, class A cylinders and
volumetric flasks. Apart from the ferrous ammonium sulphate stock
solution all prepared solutions were stored in dark media bottles with
screw caps at room temperature.
2.1. Dosimeter preparation
The dosimetric solutions were prepared from pre-prepared stock
solutions, based on the following preparation procedure:
• Sulphuric acid stock solution – All stock solutions were made with
25 mM H SO2 4, which was prepared before use from 0.5 M analytical
grade sulphuric acid solution (5 mL 0.5 MH SO2 4 dissolved in 100 mL
HPLC water). The latter was obtained from concentrated H SO2 4
solution (an ampoule contains 49.04 g H SO2 4, Firma Chempure) and
stored in dark screw-cap bottles at room temperature.
• The ferrous ammonium sulphate stock solution (FS) – ammonium
+Fe2 sulphate hexahydrate ( ×NH Fe SO H O( ) ( ) 64 2 4 2 2 , 3.921 g,
Sigma-Aldrich) was dissolved in sulphuric acid (H SO2 4, 25 mM,
50 mL). This was further diluted with 25 mM H SO2 4 (100 mL). The
resulting solution of ferrous ammonium sulphate (100 mM) was
stored in a refrigerator to prevent the thermal oxidation of iron ions.
• The benzoic acid stock solution (BA) – benzoic acid (C H O7 6 2,
1.974 g, Sigma-Aldrich) was dissolved in sulphuric acid (H SO2 4,
25 mM, 900 mL). This was further diluted with 25 mM H SO2 4
(100 mL). The final solution was 16.16 mM benzoic acid.
(Dissolution can be accelerated by heating.)
• The xylenol orange stock solution (XO) – xylenol orange disodium
salt (, 179.16 mg, Sigma-Aldrich) was dissolved in sulphuric acid
(H SO2 4, 25 mM, 50 mL) and was then further diluted with 25 mM
H SO2 4 (100 mL).
The dosimetric solution was prepared in a 100 mL volumetric flask
using 1 mL FS stock solution diluted with the BA stock solution, which
resulted in a 1 mM ferrous ammonium sulphate, 16 mM benzoic acid
solution in 25 mM sulphuric acid. This solution was stored, until use, in
dark screw-cap bottles or in sterile Eppendorf tubes in a refrigerator.
2.2. Reference irradiation
All irradiation was performed in reference conditions using an in-
house made PMMA slab phantom and different beam qualities. A con-
ventional LINAC ( =SSD 100 cm, field size ×15 cm 15 cm) was used for
6 MV and 15 MV photon beams and for 6 MeV, 9 MeV and 12 MeV
electron beams, respectively. A cell and small animal irradiator facility
was used (Xstrahl, RS320 type self-contained X-Ray irradiator) for
250 kVp X-ray beams ( =HVL 1.53 mm Cu equivalent).
Fig. 1 shows the PMMA slab phantom which measures
×30 cm 30 cm and has variable heights which can be changed using
slabs with different thicknesses. The 2.5 cm thick sheet has a
×15 cm 15 cm square hollow in the middle with a depth of 1.5 cm, in
which different inserts with the same dimensions can be placed. These
inserts are prepared to hold different sample vials: 0.5, 1.5, 2 mL Ep-
pendorf tubes, well plates and cell culture dishes. This slab phantom
can be used for the reference irradiation of dosimetric solutions, dosi-
metric films or both at the same time, and for the irradiation of different
R. Polanek, et al. Radiation Physics and Chemistry 174 (2020) 108899
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radiobiological samples (cell cultures, Zebrafish embryos etc.).
Samples for conventional LINAC irradiation were placed at an
equivalent depth chosen so that 1 MU would yield the same dose as in
water. This was determined by a series of measurements made with a
PTW Unidose universal dosimeter and a Farmer type ionization
chamber calibrated with a secondary standard in terms of absorbed
dose to water.
In the cell and small animal irradiator, a beam hardening filter
(consisting of a 1.06 mm aluminium foil and a 0.51 mm copper foil)
was used to obtain an X-ray beam quality equivalent to =HVL 1.53 mm
Cu. The correction factor of =k 0.9978QQ0 was determined through the
interpolation of the beam quality factors provided by the calibration
laboratory. The reference dose measurements were carried out in a
PTW RW3 type solid slab phantom with a PTW Farmer Chamber type
30013, and a PTW Unidoswebline dosimeter calibrated relative to water.
The absorbed dose was measured in a RW3 solid slab phantom used
for daily calibrations. The measured dose was converted into absorbed
dose to water using the manufacturer's conversion factors. Data were
available neither for the 250 kVp X-ray RW3 solid slab phantom, nor for
the plexi slab phantom. Consequently, a phantom dose conversion
factor was determined using the procedure published by Seuntjens et al.
(2005). The depth dose was measured in water at different depths (zref )
and in the RW3 and PMMA slab phantoms at an equivalent depth (zeq).








where ks wQ, is the phantom dose conversion factor, MwQ is the ionization
chamber readings in water at reference depth, zref and MsQ are the io-
nization chamber readings in the slab phantom at equivalent depth zeq
with the same Q beam quality and corrected for influence quantities.
The equivalent depth is the inverse ratio of the relative electron
densities ( e) in the two phantom materials using the following










This Equation (3) should be used in conjunction with a similar
equation for the ratio of the reference and equivalent field size. How-
ever, for the lack of an appropriate collimator, these conditions were
not reproducible and because it does not significantly affect the final
results, we neglected this condition.
Table 1 shows the equivalent depth and the phantom dose conver-
sion factor for RW3 and PMMA, and for the 250 kVp X-ray
( =HVL mm1.53 ).
Fig. 1. Acrylic slab phantom for reference irradiation. The phantom has two functional parts: a ×30 cm 30 cm PMMA sheet with different thicknesses for variable
PMMA phantom heights (1b) and a PMMA sheet with thickness of 2.5 cm with a ×15 cm 15 cm and 1.5 cm deep hollow in the middle of it which can accept inserts
with the same dimensions (1a). These inserts are designed to accept different types of sample holders (1c). Another piece of 2.5 cm thick PMMA sheet is designed so it
can be inserted in it one or two multi-wells plates with dosimetric solutions or biological samples (1d).
Table 1
Phantom dose conversion factor for RW3 and PMMA materials.
Water RW3 PMMA
zref (cm) zeq(cm) ks wQ, zeq(cm) ks wQ,
0.5 0.5 0.9539 0.4 0.9329
1.0 1.0 0.9492 0.9 0.9262
1.5 1.5 0.9421 1.3 0.9128
2.0 2.0 0.9241 1.7 0.8874
2.5 2.5 0.9158 2.2 0.8762
3.0 3.0 0.9122 2.6 0.8633
3.5 3.5 0.9083 3.0 0.8490
4.0 4.0 0.8893 3.5 0.8270
4.5 4.4 0.8837 3.9 0.8183
5.0 4.9 0.8785 4.3 0.8011
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2.3. Spectrophotometric measurements
After irradiation, 0.1 mL xylenol orange stock solution (XO) was
added to each 0.9 mL of irradiated dosimetric solution. The final so-
lution contained 0.25 mM xylenol orange disodium salt. After waiting
at least 10 min for the xylenol orange to form complexes with the +Fe3
ions Gay et al. (1999), we measured the solution's absorbance at
560 nm against the xylenol orange blank solution. The blank sample
was prepared in a sample vial from the XO stock solution (0.1 mL) and
sulphuric acid (0.9 mL 25 mM), in the same manner as the dosimetric
samples.
Absorption measurements were performed using an UV-VIS spec-
trophotometer (Lambda 35, PerkinElmer, double light path) and a
quartz cuvette with a 1 cm path length. The recommendation of the
ISO/ASTM 51026:2014 standard was followed to ensure the reprodu-
cibility and accuracy of the measurements.
2.4. Density measurements
The density of the eFBX solution was measured with an Anton Paar
DMA 35 portable density meter (accuracy, 0.001 g cm/ 3) and the clas-
sical gravimetric method. The results of the two methods were com-
pared and a mean value was generated.
2.5. Determination of the molar mass absorption coefficient
A simplified version of the recommendations of ISO/ASTM
5106:2014 were followed to determine the molar absorption coeffi-
cient. An +Fe3 stock solution was prepared by dissolving ammonium
iron(III) sulphate dodecahydrate (Sigma Aldrich, 4.82 mg) in sulphuric
acid (25 mM, 50 mL), and was then diluted down to 100 mL. From this
stock solution and the BA stock solution a series of samples were pre-
pared with +Fe3 ion concentrations between µM10 and µM60 , and
0.1 mL XO stock solution was added to each 0.9 mL solution.
The concentration of +Fe3 ions for each sample was determined by
measuring absorption at 560 nm. The molar linear absorption coeffi-
cient was obtained from the gradient of the plot of the absorbance/path
length versus concentration.
2.6. Determining the radiochemical yield of ferric ions
The radiochemical yield of ferric ions +G Fe( )3 was determined using
a freshly prepared eFBX solution that was irradiated with different
doses in 2 mL Eppendorf tubes using the PMMA slab phantom and the
reference irradiation geometry. Optical absorption was measured for
irradiated and nonirradiated samples and =A A Ai i 0 were calcu-
lated, where Ai is the absorption of the irradiated sample and A0 is the
absorption of the nonirradiated sample.
Plotting A/ values as a function of dose results in a linear cor-
elation where the gradient corresponds to the radiochemical yield of
ferric ions ( +G Fe( )3 ).
2.7. Dose determination
Whenever possible, we irradiated at least three FBX samples, to-
gether or separately, with the same dose. After irradiation we per-
formed spectrophotometric measurements, and using Equation (1) we
calculated the absorbed dose from the obtained absorption value.
The absorbed dose to water, Dw, can be determined from the mean
absorbed dose using the relation:
=D k D ,z zwater w,PMMA PMMAref eq (4)
where kw, PMMA is the PMMA to water conversion factor, calculated as
the ratio of the measured dose in water at reference depth (D zwaterref ) and
the dose in PMMA at equivalent depth (D zPMMAeq ).
2.8. Diluted eFBX solution measurements
For the measurement of doses with volumes less than 1 mL, the
irradiated eFBX solution was diluted with a well defined amount of
nonirradiated eFBX solution. XO stock solution was added to these di-
luted eFBX solutions. Based on the degree of dilution, the change in












where A is the change in absorbance, Am is the measured absorbance
of samples without correction, A0 is the absorbance of the non-
irradiated solution and β is equal to the ratio of the solvent volume and
the total volume of samples = V V/ T0 .
3. Results and discussions
To improve the sensitivity of the FBX dosimeter, attempts have been
made to increase the chemical yield of ferric ions and to enhance the
photometric measurement techniques by applying Gay et al. (1999)
recommendation. We performed a series of experiments varying the
chemical composition to increase the sensitivity of the FBX dosimetric
solution.
It is well known that the radiochemical yield of +Fe3 ions is higher
in the ferrous sulphate – benzoic acid system (FB) than in the ferrous
sulphate – benzoic acid – xylenol orange system (FBX)Gupta et al.
(1978).
The primary species formed by radiolysis in aqueous solutions are
the H, OH, H2O2 and H2 radicals. In the FB system each hydrogen atom
oxidizes two ferrous ions, and each hydrogen-peroxide molecule oxi-
dizes one ferrous ion, while one hydroxyl radical is produced. This
secondary hydroxy radical reacts with benzoic acid and forms hydro-
xyclohex-adiemyl radicals, which oxidize the ferrous ions in a chain
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Concurrently, benzoic acid can effectively compete with oxygen for
H atom releasing HO2 radicals Gupta et al. (1978). Gupta et al. (1978)
showed that the radiochemical yield for the FB system can be written
as:
+ = + +G Fe G G G( 3 ) 12 11 13 ,H O OH H2 2 (7)
where =G 0.79 10 mol/JH O 72 2 , =G 2.9 10 mol/JOH 7 and
=G 3.5 10 mol/JH 7 are the radiochemical yield of hydrogen peroxide,
hydroxyl radical and atomic hydrogen, respectively.
However, in the FBX system, H2O2 oxidizes 8 ferrous ions, instead of
12, and the xylenol orange competes for OH radicals with benzoic acid,
producing XO OH radical, which can oxidize one ferrous ion. According
to Jia-Shan et al. (1982) and Gupta et al. (1978) the reaction chain
length of the oxidation of +Fe2 decreases and the Equation (7) can be
written as:
+ = + +G Fe G G G( 3 ) 8 7 11 .H O OH H2 2 (8)
The main drawback of the FB system is that there is a nonlinear
response to dose. This behaviour was reported by Gupta et al. (1978)
and shown in Fig. 2, where the dose response of the Fricke and FBX
dosimeters is nonlinear above 5 Gy in the FB system. This behaviour
can be qualitatively explained by the spur theory of water radiolysis,
which states that the initial radiolysis species of water exist in a spur.
These species then diffuse in the medium and react forming inter-
mediates and the final product, +Fe3 ions. The probability of interaction
with +Fe2 ions is determined on the basis of the concentration of +Fe2
ions and the initial radiolysis species, as well as the spatial distribution
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of these spurs. The spatial distribution of spurs is strongly related to the
linear energy transfer (LET) value of radiation. At high LET, spurs are
superposed, whilst at low LET the spatial distribution of spurs is scat-
tered. This means that:
• the radiochemical yield of ferric ions is lower at high than at low
LET radiations, because the probability of a reaction with a +Fe2 ion
is higher when the spatial distribution of spurs is scattered, and
• the probability of a reaction with a +Fe2 ion at the same LET ra-
diation level is higher in case of higher +Fe2 ion concentrations.
Consequently, the nonlinearity of the FB solution suggests that the
solution becomes saturated at high doses, which means that there is a
reduced probability of a reaction with a +Fe2 . This in turn leads to a
decreasing chemical yield, which prompted us to remove the non-
linearity of the system by increasing the +Fe2 concentration. Fig. 3
shows the effects of increasing the ferrous ammonium sulphate con-
centration from 0.2 mM to 1 mM, which corresponds to the ferrous
ammonium sulphate concentration of the classical Fricke dosimeter.
Studying the relation between the response of the FB system and the
concentration of benzoic acid has revealed that the chemical yield of
+Fe3 ions can improve if the amount of benzoic acid is increased in the
system. The variation of absorbance as a function of BA concentration is
shown in Fig. 4. When the FB samples with increased benzoic acid
concentration were irradiated with 4 Gy, the response showed satura-
tion effects, which became significant above 7.5 mM of benzoic acid.
However, the response curve was not completely saturated in the
measured concentration range. The extrapolation of the data revealed
that complete saturation occurs above 16 mM.
On the other hand, variations in benzoic acid concentrations, due to
poor measurement or improper dilution do not significantly influence
the dosimetric response of the solution. Fig. 4 shows that a change in
the BA concentration from the standard 5 mM–16 mM results in an 8%
increase in absorbance, which corresponds to an 8% growth in radio-
chemical yield. At the same time, there is a 0.3% difference in absor-
bance at 14 mM and 16 mM. Therefore, at higher benzoic acid con-
centrations the error which may occur in the solution preparation
process is negligible.
A further increase in benzoic acid concentration is hindered by its
poor solubility in water (21.9 mM at C18 o ). No further improvements in
absorbance are expected above 16 mM, so there is no point in experi-
menting with even higher concentrations.
The radiochemical yield of +Fe3 ions in an FB solution with 5 mM
benzoic acid concentration can be calculated using Equation (7) and is
found to be 8.75 10 mol/J6 . These measurements show that the radio-
chemical yield of dosimetric solutions with 16 mM is 9.08 10 mol/J6 for
a beam quality of 6 MV. This equals a 3.9% increase in yield, and is due
to the higher benzoic acid concentration. Using the logic proposed by
Jia-Shan et al. (1982) we can conclude that in the presence of 16 mM
benzoic acid, the OH radical oxidizes 12 rather than 11 +Fe3 ions, and
Equation (7) becomes:
Fig. 2. Dose response curve of different dosimetric solutions for a standard
Fricke solution, measured with xylenol orange techniques; an FBX solution and
an FB solution.
Fig. 3. The effects of increased ferrous sulphate concentrations. The lower line
is the graph of linear fitting of the measurement points (marked with circles) in
case of eFBX solutions with 0.2 mM ferrous sulphate concentration. The dashed
line is the graph of fitting with a rational function of the same measurements
points. The upper line represents the graph of linear fitting of the measurements
points (marked with squares) obtained with 1 mM ferrous sulphate con-
centration.
Fig. 4. Optical absorbance as a function of benzoic acid concentration for ir-
radiated solution and for nonirradiated solution.
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+ = + +G Fe G G G( 3 ) 12 12 13 .H O OH H2 2 (9)
By using a concentration of 16 mM benzoic acid, and by irradiating
an FB solution instead of an FBX solution, the radiochemical yield can
be increased from a mean literature value of 6.89 10 mol/J6 , to
9.08 10 mol/J6 , which equals to a 24% enhancement. We named this
system enhanced FBX (eFBX).
Our eFBX dosimetric solution has a density of g cm0.9978 / 3, and the
measured molar attenuation coefficient is ± M14615 18 cm1 1, which
was obtained by fitting the measured absorbance at different +Fe3
concentrations (Fig. 5). This value is in agreement with literature va-
lues, and any difference may be attributed to the degree of purity of
xylenol orange dyes, which varies from manufacturer to manufacturer.
This is a common problem, and it is always recommended to measure
the molar attenuation coefficient when a new lot of xylenol orange is
used. A summary of different molar absorption coefficient values was
published by Moussous et al. (2008).
The radiochemical yields of ferric ions resulting from different beam
qualities are presented in Table 2. All values are in terms of dose to
water, and were determined by applying the appropriate conversion
factors.
The effects of the dilution of the irradiated solution were in-
vestigated to perform measurements with dosimetric solutions of less
than 1 mL, for example solutions from single wells of a 96-well plate,
µl250 . Table 3 shows +G Fe( )3 values for various diluted eFBX solutions,
and it can be seen that to some extent the radiochemical yield values
differ for diluted and nondiluted solutions. This can be attributed to
some matrix effects the origins of which have not yet been identified.
We established a standardized measurement protocol to ensure that
eFBX is an easy-to-handle chemical dosimeter. For this purpose, we
started out from the ISO standard on the practice for using the Fricke
reference standard dosimetry system. Our protocol describes the pre-
paration, handling and storage of the solution; irradiation in reference
conditions; the photometric measurements and subsequent data pro-
cessing.
Stock solutions were introduced similarly to Brindha et al. (2002)
with some modifications for the preparation of dosimetric solutions. All
but one of the stock solutions were stored at room temperature. The
1 mM FS stock solution was stored in a refrigerator due to its short, two-
week shelf-life (caused by the relatively high thermal oxidation rate of
ferrous ammonium sulphate, which is a function of +Fe2 ion con-
centration and temperature). The BA and XO stock solutions can be
stored at room temperature for a long time without any observable
degradation.
The initial ferric ion concentration depends on the thermal oxida-
tion of the dosimetric solution, which reduces the measurable dose
range. The freshly prepared eFBX solution has an optical absorption of
0.1, which can increase to 0.3 with a change in ferric ion concentration
over time. For this reason it is always recommended to use freshly
prepared FS stock solutions to avoid any uncontrolled change in dosi-
metric solution consistency, and to ensure complete control over the
quality of dosimetric solutions.
Fig. 6 shows that the blank solution has considerable absorption at
the maximum absorption wavelength (525 nm) of the eFBX system.
This means that the Beer-Lambert law cannot be used here. A
Fig. 5. Graphical representation of absorbance variation as a function of +Fe3
ion concentrations. The gradient is the molar attenuation coefficient,
= ± M cm14615 18 1 1.
Table 2
The radiochemical yield of the eFBX dosimetric solution
for different beam qualities.
Beam +G Fe( )3
mol J· 1
6 MV photon ±9.08 0.17 10 6
15 MV photon ±9.10 0.17 10 6
6 MeV e- ±8.98 0.15 10 6
9 MeV e- ±9.03 0.08 10 6
12 MeV e- ±8.97 0.26 10 6
250 kVp X-ray ±6.46 0.08 10 6
Table 3
The radiochemical yield of diluted eFBX dosimetric solution for different di-
lutions grades. All values refer to 250 kVp X-ray beam quality.
Dilution Sample Solvent +G Fe( )3
ml ml mol J· 1
4/0.9 0.9 2.6 ±6.07 0.18 10 6
4/0.5 0.5 3.1 ±5.86 0.23 10 6
4/0.25 0.25 3.35 ±5.88 0.23 10 6
Fig. 6. The absorption spectra of the blank solution and of the irradiated eFBX
solution. The dotted vertical lines represent the wavelengths for maximum
absorptions and for the actual measurement wavelength.
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convenient method is to measure absorption at a different wavelength
where there are no considerable xylenol orange absorptions Gay et al.
(1999). Hence, all photometric measurements were conducted at
560 nm, in accordance with the observations of Gay et al. (1999).
It is also interesting to note that the xylenol orange technique can be
successfully applied to standard Fricke solutions in the low dose do-
main. The initial concentration of ferric ions is the same as in the case of
the eFBX solution, and the chemical yield of the Fricke solution is
1.6 mol/J ISO/ASTM51026-15 (2015). The concentration change in-
duced by irradiation can be measured with the xylenol orange tech-
nique. If we apply this technique to the Fricke solution, the chemical
yield is J1.62 10 mol/6 for a 6 MV photon beam and J1.44 10 mol/6 for
a 250 kVp X-ray beam, respectively.
3.1. Uncertainty budget
Table 4 summarizes the uncertainty budget for eFBX dosimeter
calibration, made using the recommendations of IAEA International
Atomic Energy Agency (2009). In this phase we encountered two major
problems: the uncertainty of spectrophotometric measurements and
that introduced by pipetting.
Theoretically, the most precise value for absorbance is =A 0.434,






where A is the absorbance and dT is the standard deviation of trans-
mittance. Equation (10) can be obtained using the Lambert-Beer law
Sommer (1989) (Fig. 7). The graph shows that the uncertainty of
measurements at low absorbance is relatively high. In a freshly pre-
pared eFBX dosimeter solution, absorbance is usually between 0.01 and
0.02, and increases with storage time. The relative uncertainty of ab-
sorption is between 3.12% and 1.6%. However, a rise in the con-
centration of ferrous sulphate to 1 mM in the eFBX dosimetric solution
increases the absorbance of the freshly prepared solution to 0.1 with a
theoretical relative uncertainty of 0.38%.
The final ferric ion concentration of the eFBX solution is determined
both by the absorbed dose and by the pipetting of the solution after
irradiation. Section 2 states that for sample preparation 0.9 mL eFBX
solution was extracted from the irradiated sample and 0.1 mL XO stock
solution was added. Therefore, the final concentration of the solution
was +c0.9 ml /(0.9 0.1) ml0 , where c0 is the initial ferric ion con-


















where A A/B B is the total uncertainty of absorbance of the irradiated
solution; A A/m m is the uncertainty of absorbance of the irradiated
solution; A A/0 0 is the uncertainty of absorbance of the nonirradiated
solution, which is discussed here separately, because low absorbance
results in higher uncertainty, and V V/ is the uncertainty associated
with pipetting. The parameter n represents the volumes which were
measured with pipette. For example, two samples of 0.9 mL can be
extracted with a 1 mL pipette from a single 2 mL Eppendorf tube. With
the addition of the XO stock solution the parameter n increases to 3. In
an ideal situation, the uncertainty attributed to volume determination
with a precise pipette is 0.2%. Equations (10) and (11) provide the
combined uncertainties for absorbance measurements represented in
Fig. 7 (dotted line).
Fig. 7 shows that the uncertainty introduced by pipetting resulted in
a greater but flatter relative uncertainty in absorbance measurements.
In the 0.1 to 1.2 absorbance interval, the relative uncertainty is between
0.64% and 0.65% with a minimum of 0.55%. This absorption interval
corresponds to an absorbed dose range up to 9 Gy for 6 MV photon
beams and up to 12 Gy for 250 kVp X-ray (with a =HVL 1.53 mm Cu
equivalent).
Table 4 summarizes these calculations and considers other sources
of errors. The combined standard uncertainty can be considerably im-
proved by eliminating uncertainty type B assigned to temperature
correction. Temperature correction was not considered in this study,
but on the basis of the spur theory and the increased amount of ferrous
sulphate in the final composition, a similar relation can be assumed
between temperature and radiochemical yield as in case of the Fricke
dosimeter ISO/ASTM51026-15 (2015). The same connection is true for
the temperature correction of absorbance measurements, which is re-
lated to the associated volume change with temperature. Correction for
this variation means that the combined standard uncertainty becomes
1.0%.
Table 4
Uncertainty budget of the eFBX solution. Temperature correction was calcu-
lated based on the relations used for the Fricke dosimeter ISO/ASTM51026-15
(2015) as the temperature dependence measurement has not yet been per-
formed. The combined standard uncertainty without this term becomes 1.0%.
Source of uncertainty Relative standard
uncertainty (%)
Type A Type B
Reference dose rate
Nk secondary standard – 0.20
Positioning – 0.02
Temperature and pressure correction 0.03 0.10
Measurement of current 0.05 0.10
Calibration of OFBX solution
Positioning of dosimeter – 0.02
Npw plexi-water conversion 0.20 –
Photometric and volumetric correction 0.35 0.61
G value determination 0.6 –
ε determination 0.2 –
Temperature correction – 0.50
Quadratic summation 0.75 0.83
Combined standard uncertainty 1.12
Extended uncertainty (k = 2) 2.24
Fig. 7. The relative uncertainties for the eFBX dosimeter due to the photometric
measurements (solid curve) and due to the combination of photometric and
volume measurements (dashed line).
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4. Conclusions
In this paper we studied some of the properties of the well-known
FBX dosimetric solution in terms of sensitivity and dose range. The
photometric determination of ferric ions is the major obstacle to ob-
taining good results with low uncertainties. This problem can be
eliminated by improving the sensitivity of the solution, which we
achieved by increasing the benzoic acid concentration and by adding
xylenol orange dye after irradiation. Nonlinearity, a hallmark of an FB
system, was eliminated by increasing the ferrous sulphate concentra-
tion from the original 0.2 mM value to 1 mM.
For reference irradiation, we constructed a special, multipurpose
PMMA slab phantom to hold Eppendorf tubes filled with dosimetric
solutions. This phantom can also be used for irradiation under the same
conditions as those used for biological and/or chemical samples kept in
cell culture dishes or multi-well plates. Moreover, one can perform the
cross-calibration of the eFBX dosimeter with other dosimeters, such as
films, ionization chambers etc.
Further improvements to the system can be made by studying the
influence of temperature on chemical yield and absorbance measure-
ments. If there is indeed a relation between chemical yield and tem-
perature, and between absorbance and temperature, the obtained
1.12% combined standard uncertainty can be further reduced to 1.0%.
We are planning to conduct further experiments to make our re-
ference dosimetry system more widely accepted. Our aim is to further
optimize and refine the dosimetric characteristics and measurement
practices and to ensure the reliability of this system as a reference
dosimeter. It is also crucial to prove its suitability in various practical
situations, especially in the dosimetry of radiobiological experiments,
as well as in radiotherapy measurements.
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